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PREFACE 


The  amateur,  especially  if  he  be  young,  inexperienced, 
and  unblest  with  "  filthy  lucre,"  must  ever  command 
our  sympathy  and  respect.  He,  without  any  hope  of 
reward,  except  that  gratification  which  follows  the 
acquirement  of  knowledge,  works  on,  under  the  greatest 
difficulties,  to  the  attainment  of  his  end — an  end  which, 
in  nine  cases  out  of  ten,  tends  directly  to  the  benefit  of 
his  fellow-creatures. 

Nearly  all  the  really  useful  inventions  and  discoveries, 
which  have  rendered  the  19th  century  so  remarkable 
as  a  season  of  progress,  must  be  attributed  to  amateurs. 
For  this  reason,  if  for  no  other,  we  should  render  every 
assistance  in  our  power  to  the  bond-fide  amateur,  and 
for  this  reason,  along  with  another,  have  I  attempted, 
in  the  following  pages,  to  guide  the  tyro  in  his  attempts 
at  the  construction  of  the  more  useful  pieces  of  electrical 
apparatus.  The  other  reason  is  that  "a  fellow-feeling 
makes  us  wondrous  kind,"  and  as  I  myself  felt  acutely 
the  need  of  assistance  at  the  beginning  of  my  amateur- 
scientific   career,   so  I   am   pleased    to   suggest   when 
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and  how  much  trouble  may  be  saved,  and  expense 
spared  by  the  adoption  of  certain  simple  modes  of 
procedure. 

In  the  following  pages  no  attempt  has  been  made 
to  describe  the  production  of  such  highly  finished 
"brass  and  glass"  instruments  as  those  which  adorn 
the  windows  of  our  opticians'  shops.  Such  a  high 
degree  of  finish  requires  a  technical  knowledge  of 
French  polishing,  lacquering,  burnishing,  etc.,  as  is  not 
usually  possessed  by  the  amateur.  The  tools  used,  also, 
are  supposed  to  be  of  the  simplest  description,  such 
as  may  be  found  in  every  home,  however  humble. 
Not  one  of  the  instruments  described  necessitates  the 
employment  of  a  lathe  or  other  expensive  tool  in  its 
manufacture;  though,  of  course,  much  truer  and  finished 
circular  work  can  be  done  on  the  lathe  than  in  any 
other  manner.  But  the  instruments  produced  as 
described  in  this  book,  may  be  relied  upon  to  act 
efiiciently  ;  and  this  is,  after  all,  the  end  for  which  every 
instrument  is  constructed.  It  must  be  borne  in  mind 
that  this  work  does  not  profess  to  teach  the  science  of 
electricity :  and  no  attempt  is  made  to  enter  upon  the 
domain  of  scientific  speculation. 


PREFACE    TO    THE    SECOND   EDITION. 

Thk  rapid  sale  and  flattering  reception  accorded  to  the 
tirst  edition  of  this  Httle  work  prove  that  it  has  met  a 
want  generally  felt.  Nearly  all  the  Press  criticisms  have 
been  favourable.  Many  kind  letters  of  approbation  have 
been  received  bv  ^he  AutKoi,  aiiu,  m  coinpliance  with 
several  of  these,  he  has  added  a  short  article  on  the 
Telephone,  winch  he  trusts  will  meet  the  requirements 
of  Amateurs.  Any  suggestion,  either  as  to  matter  or 
treatment,  will  be  gratefully  received,  and  carefully  con- 
sidered in  future  editions,  by  the  Author. 

Carshalton^   Surrey. 
May,   ]888 


INDEX     TO       SECTIONS. 


Amalgamation   . 

§95 

Holtz  Machine  ,         .         .  ^ 

Ammeter    .        .        .        . 

75 

Induction  Coil    . 

,,        To  Grade    . 

79 

Leyden  Jar 

Ampere,  What  it  is   . 

75 

Machine,  Bertsch's     . 

Batteries     .        .        .         . 

95 

„         Carre's 

Table  of  E.M.F 

99 

Holtz's 

„         Double  Fluid 

99 

,,         Magneto 

„         Single  Fluid 

98 

„             „  Shocking     . 

Battery,  Agitating  Fluid  in 

98 

„             „  Uni-direction 

Bertsch's  Machine 

17 

„         Plate  . 

Binding  Screws,  and  Sub- 

„        Wimshurst 

stitutes    . 

95 

Materials    .... 

Carre's  Dielectric  Machine 

25 

Mounting  a  Glass  Plate     . 

Coils,  Induction 

56 

„                 ,;        without 

„      Medical    . 

49 

drilling   .... 

Condensers 

43 

Ohm's  Law 

„             Fizeau's  . 

47 

Pith  Balls  .... 

„             Microfarad 

48 

„         Electroscope 

Coulomb's  Torsion  Balanc( 

2     12 

Pivots          .... 

Dielectric  Machine     . 

•    -5 

Plate  Machine    . 

Drilling  Glass  Plate  . 

.     18 

Porous  Cells 

Dynamos    , 

72 

Ring  Armature,  Pacinotti's 

„     Gramme    . 

.     72 

Resistance  of  Wire  Table 

„     Manchester 

•     72 

Shocking  Coil     . 

„     Rules  for  Winding 

.     72 

„      Magneto  Machine 

„     Winding    . 

•     74 

Soldering    .... 

E.M.F.        . 

.     81 

„         with  Flame 

Electroscopes     . 

.     10 

Straws         .... 

Electrophorus     . 

•     15 

Tangents  andArcs,Table  of 

Fizeau's  Condenser    . 

•     47 

Telephone. 

Franklin  Plate  . 

•     45 

Thermopile 

Fulminating  Panes    . 

.     45 

Tools          .... 

Galvanometers  . 

.     86 

Voltmeter  .... 

Glass  Threads    . 

.       7 

Wimshurst  Machine  . 

Gold  Leaf  Electroscopes 

.     II 

Wires,  Resistances  of 

Graphite  Plates  and  Rod 

s 

Wires,  Carrying  power  of. 

to  Mount. 

•     97 

Zinc 

ELECTRICAL  INSTRUMENT  MAKING 
FOR  AMATEURS. 

§  I.  Tools. — The  true  amateur,  as  a  rule,  has  not  a 
large  assortment  of  tools.  Little  by  little  he  gets 
together,  or  constructs  those  which  are  necessary  for 
his  purpose ;  but  he  seldom  aspires  to  the  complete 
paraphernaliaof  a  workshop.  Still  there  are  certain  tools 
that  are  indispensable,  of  which  the  following  is  a  list  in 
order  of  utility  : — 

I   Large  pocket-knife. 

I  Fine  penknife. 

I  Archimedean  drill  and  bits. 

Pair  of  cutting  pliers. 

Pair  of  large  scissors  for  metal. 

Pair  of  small  scissors. 

Several  files,  large  and  small. 

I  Hammer, 

I  Mallet. 

Bradawl,  gimlet,  pincers. 

Small  bench  vice. 

Small  tenon  saw. 

Soldering  iron. 

Spirit  lamp. 

I  Wheel  glass  cutter  or  diamonvL 

Pair  of  compasses. 

2ft.  rule. 

B 
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1  should  like  to  have  put  a  lathe  at  the  head  of  this 
list,  for  that  is  really  the  king  of  tools  ;  but  I  would  not 
deter  the  student  from  making  electrical  apparatus 
because  he  has  not  a  lathe,  as  most  may  be  made  well 
without,  though  better  with  one. 

licsides  tools,  the  materials  mentioned  below  will  be 
found  useful.  They  need  not  be  procured  all  at  once, 
but  as  occasion  demands.  If  the  amateur  adopts  the 
plan  of  keeping  up  a  little  stock  of  his  materials  and 
tools,  as  they  are  worn  out  or  consumed,  and  more 
especially  if  he  remembers  that,  "  Order  is  Nature's  first 
law,"  and  that  there  should  be  "  a  place  for  everything, 
and  everything  in  its  place,"  he  will  turn  out  better  work, 
keep  his  temper,  and  work  better  than  if  he  allows  him- 
self to  degenerate  into  a  slipshod  style  of  doing  things. 
Let  him  never  say  "that'll  do"  to  anything  capable  of 
improvement. 

§  2.  Materials.— The  following  will  be  found  useful 
in  carrying  out  the  instructions  given  in  the  ensuing 
pages : — 

Glass  rods  from  \X.o\  in.  in  diameter. 

Ebonite  rods  from  J  to  \  in.  in  diameter. 

Glass  tubes  from  \\.o  \  in.  in  diameter. 

Guttapercha. 

Glass  bottles,  preferably  green  glass. 

Sheets  of  glass  ;  every  piece  is  useful. 

Bottoms  of  broken  Avine-glasses  as  stands,  uic. 

Tinfoil. 

Sheet  zinc  and  sheets  of  tinned  iron.* 

Clean  beef  tin^,  saiiline  tins,  &c.,  may   l)e  worked  up  very  well    ar(i 
economically. 


MA  TE RIALS.  3 

Sheet  copper. 

Sheet  brass,  and  brass  rod,  ^in.  diameter. 

Solder. 

Chloride  of  zinc 

Rosin. 

Needles. 

Watch  springs. 

White  hard  varnish. 

Red  lead. 

Benzoline. 

Ijurnt  umber. 

Copper  wire  of  various  sizes.* 

Prout's  elastic  glue. 

Methylated  spirits  of  wine. 

Having  these  materials  at  hand,  the  amateur  will  find 
several  operations  are  required  so  frequently  as  to  render 
a  certain  amount  of  technical  skill  absolutely  necessary 
if  the  work  is  to  look  neat  and  act  satisfactorily.  Among 
the  first  of  the  amateur's  requirements  must  be  placed 
the  power  of  soldering. 

§  3.  Soldering. — For  small  work,  an  iron,  shaped  as 
shown  at  Fig.  i,  will  be  found  extremely  useful.       The 


Fig.  I. 

amateur  can  easily  construct  this  for  himself  by  boring 
a  10  hole  in  a  copper  wedge  2in.  long  by  h'\r\.  thick,  and 
•^,m.  wide  on  the  base.  An  iron  rod,  I5in.  long,  is 
straightened  out  for  the  handle,  and  the  end  of  this  rod 

This  had  better  be  procured  as  required. 
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is  heated  in  the  fire  and  hammered  up  until  it  can  be  thrust 
throuL,^h  the  hole  in  the  copper  wedge;  what  projects  is 
then  hammered  down  so  as  to  form  a  kind  of  boss  or  rivet 
head,  to  prevent  the  copper  bit  from  moving.  The  other 
end  of  the  rod  may  then  be  filed  or  hammered  to  a  point 
and  driven  into  a  wooden  handle.  Five  inches  of  broom- 
handle  will  answer  the  purpose,  if  nothing  better  can  be 
got  at. 

In  order  to  solder  successfully,  four  things  arc 
essential.  Firstly,  the  portions  to  be  soldered  must  be 
made  scrupulously  clean,  either  by  scraping  with  a  piece 
of  sharp  knife  blade  (kept  specially  for  this  purpose;,  or 
by  sandpapering,  or  by  filing,  whichever  is  most 
convenient.  Secondly  the  portions  that  are  to  be 
soldered  must  be  raised  nearly  to  the  temperature  of  the 
melted  solder.  For  this  reason  the  amateur  would 
surely  fail  were  he  to  attempt  to  make  a  good  joint,  say, 
oetween  two  sad  irons,  with  an  ordinary  bit,  unless  he 
previously  heated  the  irons  to  nearly  the  melting  point 
of  solder.  In  ordinary  small  work,  where  wires  are 
soldered  to  wires,  sheets  to  sheets,  &c.,  the  heat  of  the 
soldering  iron  itself  is  generally  sufficient,  not  only  to 
melt  the  solder,  but  also  to  raise  the  temperature  of  the 
surrounding  portions  to  be  joined  to  the  requisite  point. 
Thirdly,  the  nose  of  the  soldering  iron  must  be  perfectly 
clean,  and  covered  with  melted  solder,  or,  asut  is  tech- 
nically called  "  tinned." 

To  insure  th;s  result  the  soldering  iron  must  be  placed 
in  a  clear  red  fire  until  nearly  red-hot  (if  allowed  to  get 
too  hot  it  will  not  take  up  the  solder  at  all),  then  quickly 
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and  lightly  filed  on  one  face,  and  at  once  plunged  into  a 
rod  of  soft  solder,  on  which  a  little  powdered  rosin  has 
been  placed.  The  heat  of  the  soldering  iron  will  cause 
the  solder  to  melt,  and  run  into  globules.  If  one  of 
these  be  allowed  to  run  into  the  lid  of  a  milk  tin,  or 
other  convenient  tinned  iron  receptacle  in  which  a  little 
powdered  rosin  is  also  placed,  and  thcjiled  face  of  the 
soldering  iron  rubbed  briskly  over  the  melted  solder,  the 
surface  of  the  copper  bit  will  be  found  to  have  taken  a 
coating  of  solder  as  brilliant  as  a  looking-glass.  Should 
this  not  be  the  case,  the  iron  must  again  be  heated  and 
filed  and  rubbed  over  the  solder  until  a  perfect  coating 
has  been  obtained. 

When  once  the  nose  of  the  copper  bit  is  well  "tinned," 
it  is  sufficient  after  each  heating  (provided  it  has  not 
been  overheated  so  as  to  burn  off  the  solder)  to  rub  the 
iron  briskly  on  a  piece  of  old  carpet,  kept  especially  for 
this  purpose,  just  before  touching  the  solder.  Fourthly, 
the  surfaces  to  be  united  must  be  kept  perfectly  clean 
and  unoxidised  during  the  application  of  the  heat 
necessary  for  soldering,  by  the  application  of  some 
substance  which  prevents  the  access  of  air,  &c.,  to  the 
heated  surfaces. 

These  substances  are  various,  and  some  are  more 
adapted  to  one  metal  than  to  another.  Thus  rosin  is 
excellent  for  tinned  iron  and  for  copper.  Hydrochloric 
acid  (spirits  of  salt)  is  perhaps  the  best  for  zinc. 
Chloride  of  zinc  (killed  spirits  of  salt),  again,  is  excellent 
for  iron,  for  copper,  and  for  brass,  where  the  surfaces  can 
afterwards  be  well  washed. 
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A  lump  of  sal-ammoniac  (chloride  of  ammonia)  is  also 
very  useful  for  removing'  the  oxidation  from  the  copper 
bit  by  rubbing  it  against  the  lump  for  a  few  seconds  after 
heating. 

§  4.  As  an  example  of  the  mode  of  proceeding,  let  us 
suppose  we  wish  to  solder  a  wire  to  the  copper  plate  of  a 
Daniell  battery.  We  begin  by  cleaning  the  copper  plate 
at  the  spot  to  which  we  wish  to  attach  the  wire,  by 
rubbing  it  with  a  piece  of  glass  or  sandpaper  until  the 
surface  is  as  brilliant  as  a  mirror.  In  like  manner  we 
polish  and  clean  the  end  of  the  copper  wire.  Laying  the 
copper  plate  flat  on  the  board  which  we  keep  expressly 
for  soldering  on,  we  place  the  copper  wire  on  the  desired 
spot. 

We  now  put  the  soldering  iron  into  the  fire-''  (it  having 
been  previously  tinned  as  described),  and  watch  it  until 
it  shows  by  the  melting  of  the  solder  on  the  surface 
that  it  is  hot  enough.  We  then  remove  it  from  the  fire, 
give  a  rub  on  the  sal-ammoniac  or  piece  of  carpet,  then 
take  up  a  globule  of  solder  by  touching  one  with  the 
cleaned  nose  of  the  bit,  and,  lastly,  having  quickly 
touched  the  surfaces  both  of  the  copper  plate  and  wire 
with  a  feather  dipped  into  the  chloride  of  zinc  solution, 
rub  the  surface  of  the  plate  and  wire  simultaneously  with 
the  soldering  iron.  As  soon  as  the  surfaces  become 
sufficiently  heated,  the  solder  will  be  seen  to  flow  over 
them.  The  wire  must  then  be  pressed  into  its  desired 
place,  the  melted  solder  rubbed  well  over  the  point  of 

*  Care  must  be  taken  that  the  fire  is  emitting  no  sulphurous  smnk'*, 
otherwise  the  iron  will  surely;/^/  take  up  the  soKle''. 
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junction,  the  iron  removed,  while  the  wire  is  held  motion- 
less in  its  position,  until  a  sudden  dulling  of  the  surface 
of  the  solder  shows  that  it  has  set  and  is  solid  enough  to 
hold  the  parts  together.  After  soldering  with  chloride 
of  zinc  ("  killed  spirits,"  "  soldering  fluid  "),  always  wash 
in  plenty  of  water  to  prevent  rusting. 

§  5.  Soldering  with  a  Flame.— In  many  instances 
a  better  joint  and  neater-looking  work  can  be  made  over 
the  flame  of  a  spirit  or  other  lamp  than  with  the 
soldering  iron.  This  is  more  especially  the  case  in 
small  work,  such  as  joining  wires,  soldering  pivots,  &c. 
As  an  example,  let  us  suppose  we  desire  to  make  a 
poised  magnetic  needle  out  of  two  similar  pieces  of 
needle,  joining  them  together  by  means  of  a  short 
tinned-iron  junction,  in  which  the  pivot  is  inserted.  (It 
is  evident  that  a  pivot  could  not  well  be  attached  to  an 
ordinary  sewing  needle  were  the  needle  in  one 
piece.) 

The  needles  (of  which  two  are  required)  are  broken 
off  of  the  desired  length  by  means  of  a  pair  of  nippers. 
The  heads  may  be  the  portions  rejected,  if  a  very  light 
needle  is  required  ;  the  points,  if  a  heavier  needle  be  not 
objectionable.  Care  should  be  taken  that  the  pieces  be 
of  the  same  weight,  to  insure  a  well-balanced  needle. 
A  small  piece  of  sheet  tinned  iron  ("tin-plate")  about 
I  in.  square  should  now  be  procured  and  flattened  out. 
With  a  screw-drill,  or  small  punch,  a  clean  central  hole 
is  made  a  trifle  smaller  than  the  largest  external 
diameter  of  the  pivot.  (See  §  6  for  pivots.)  The  piece 
is  now  cut  into  the  shape  of  a  small  lozenge,   as   shown- 
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at  Fig.  2,  A,  and  again  flattened  out  by  a  light  blow 
with  a  flat-faced  hammer.  The  needles  are  now  to  be 
lightly  sandpapered  at  the  ends  which  are  to  be 
soldered  to  the  lozenge,  then  these  extremities  immersed 


o 


o 


Fig.  2. 
in    the  chloride  of  zinc  soldering  fluid.     The  soldering 
iron  is  then  to  be  heated,  and  a  little  globule  of  solder 
caused    to    adhere   to  the  prepared   extremity  of  each 
needle  by  its  aid.     The  needles  should  now  present  the 
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appearance  shown  in  Fig,  2,  B.  The  spirit  lamp  is  now 
to  be  brought  into  requisition.  The  flame  should  not 
be  too  high  for  such  work,  so  that  the  wick  need  not  be 
raised  much.  Taking  up  the  lozenge-shaped  piece  in 
the  left  hand,  with  a  pair  of  tweezers  (or  longish  piece  of 
wire  bent  to  a  tweezer  shape),  and  allowing  one  half  to 
project,  we  apply  with  a  feather  a  little  soldering  fluid  to 
the  projecting  point.  The  needle  with  its  adhering 
solder  is  now  taken  up  in  the  right  hand  (a  small  piece 
of  paper  being  wrapped  round  it,  to  prevent  the  fingers 
being  burnt),  and  both  the  needle  and  the  lozenge  are 
held  for  a  iQ.\N  seconds  over  the  flame  of  the  spirit  lamp, 
in  the  position  they  are  desired  to  remain  (See  Fig.  2,  c). 
The  solder  will  soon  be  seen  to  flow.  As  soon  as  this 
is  the  case  the  pieces  must  be  pressed  firmly  together, 
and  both  hands  removed  from  over  the  flame  of  the 
lamp,  care  being  taken  to  keep  the  parts  constantly 
pressed  together  until  a  sudden  dulling  shows  that  the 
solder  is  set.  In  like  manner  the  other  needle  is 
soldered  to  the  other  point  of  the  lozenge.  The  needle 
may  then  be  magnetised,  and  after  magnetisation 
balanced  on  its  pivot,  as  will  be  described  further  on. 
Fig.  2,  D,  shows  the  needle  ready  for  pivoting. 

§  6.  Pivots. — These  are  in  constant  requisition ; 
consequently,  it  is  well  to  be  able  to  make  them  of  all 
sizes.  The  amateur  will  need  only  two  kinds — viz, 
in  brass  and  in  glass.  Brass  pivots  are  very  easily  made 
from  stout,  hard,  brass  wire.  The  most  useful  size  is 
about  il'th  in.  in  diameter.  A  short  length  of  this  is 
placed  in  the  jaws  of  a  vice,  with   its  circular  section 
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uppermost.  A  bit,  capable  of  cutting  a  rsth  hole, 
is  placed  in  the  screw-drill,  and  after  being  oiled,  the 
drill  is  worked  over  the  brass  rod,  the  bit  resting  quite 
centrally,  until  the  shoulders  of  the  bit  just  touch  the  out- 
side of  the  wire.  This  produces  a  good  deep  and  evenly 
conical  hole.  The  wire  can  now  be  removed  from  the  vice, 
and  the  outside  of  the  pivot  also  made  conical  by  filing, 
while  still  on  the  brass  rod  ;  when  the  desired  shape  has 
been  secured,  it  can  be  cut  off  with  a  fret-saw  or  file. 

Glass  pivots  are  extremely  useful  in  all  electrical 
experiments.  The  best  way  to  make  these  is  to  soften 
a  glass  tube  over  a  spirit  lamp,  and  gradually  but 
steadily  pull  it  asunder.  By  so  doing,  two  conical 
pieces  are  the  result.  If  the  extreme  hair-like  points  of 
these  are  held  over  the  lamp,  they  fuse  up  into  a  round 
globule,  thus  closing  up  the  hole.  The  pivots  thus 
produced  can  easily  be  cut  off  (when  the  glass  is  cold)  by 
making  a  mark  round  the  tube  with  a  sharp  triangular 
file,  at  the  point  where  it  is  desired  to  break  it  off  On 
applying  a  little  pressure  between  the  finger  and  thumb 
of  both  hands,  the  pivot  easily  breaks  away  from  the 
remainder  of  the  tube.  The  pivots  may  be  made  very 
long  and  thin,  by  allowing  the  glass  to  soften  well,  before 
beginning  to  pull  asunder,  and  such  long  thin  pivots  are 
very  useful  for  astatic  galvanometers,  or  other  cases  in 
which  two  objects  have  to  be  poised  on  one  pivot.  Short 
pivots  can  be  made  by  pulling  asunder  as  soon  as  the 
glass  softens  \\\  the  flame.  Fig.  2,  C,  shows  how  the  glass 
tube  should  be  held  in  the  hands  to  soften,  over  the  flame. 
Fig.  2,  E,  gives  the  appearance  of  the  tube  after  pulling 
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asunder.  Fig.  2,  F,  indicates  how  the  hair-like  extremity 
should  be  melted  into  a  bead  over  the  lamp,  so  as  to  close 
the  capillary  aperture,  and  Fig.  2,  G,  shows  finished  pivots, 

§  7.  Glass  Threads. — These  are  extremely  useful 
as  insulators  in  small  work,  such  as  electroscopes, 
carriers,  torsion  balances,  &c.  They  are  easily 'made 
from  rather  thin  glass  rod,  by  heating  it  carefully  over  a 
clear  flame  (spirit-lamp,  or  Bunsen  burner)  until  soft,  and 
then  pulling  asunder  rapidly  if  a  very  fine  thread  be 
desired  ;  more  slowly,  if  a  coarser  filament  be  required. 
Similar  threads  may  be  made  from  shellac  ;  and  these, 
though  somewhat  more  brittle,  are  even  better  insulators. 

§  8.  Straws. — The  straws  of  various  grasses,  more 
especially  the  fine,  straight,  hair-like  terminals  of  such 
grasses  as  Agrostis  spicavefiti,  Alopecurus  pratensis, 
Phalaris  ariindinacca,  and  Aira  cristata,  if  gathered  soon 
after  the  flowers  are  fully  matured,  cut  to  the  length  of 
about  6  inches,  dried,  and  then  boiled  in  melted  paraffin 
wax,  make  excellent  insulating  supports,  far  stronger  than 
the  glass  or  shellac  ones  mentioned  above.  The  same 
straws,  not  paraffined,  are,  from  their  lightness,  well 
adapted  as  pointers  for  such  galvanometers  as  tangents 
and  others,  which  require  a  separate  indicator. 

§  9.  Pith-balls. — These  are  much  used  in  experi- 
ments with  frictional  electricity.  The  best  piths  for 
ordinary  purposes  are  those  of  the  elder,  Sainbucus  nigra. 
and  of  the  Jerusalem  artichoke,  Heliantlnis  iuberosns. 
Before  being  shaped  into  balls  or  other  figures,  the  pith 
should  be  thoroughly  dried.  With  a  penknife,  reduced 
to  a  razor-like   sharpness,  the  pith  can   be  cut   to  any 
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desired  li^iure,  and  is  easily  rounded  to  an  approximate 
sphere.  When  a  number  of  equal  size  have  been  made, 
the  final  rounding  may  be  given  by  lightly  rolling  them 
with  a  smooth,  flat  board,  on  a  level  table.  Care  must 
be  taken  not  to  press  too  heavily,  otherwise  the  balls 
will  be  flattened.  Having  now  got  together  the  few 
things  necessary  for  starting  work,  we  may  try  our  con- 
structive abilities  on  the  simpler  forms  of  electroscopes. 

Electroscopes  are  instruments  employed  for  the 
detection  of  the  presence  (and  sometimes  of  the  nature) 
of  electricity  ;  not  for  its  measurement. 

§  lo.  Pith-ball  ELECTROscorES. — These  are  of  two 


Fio.  3. 

kinds — viz.,  those  in  which  the  balls  are  suspended  by  a 
filament,  and  those  in  which  the  suspension  consists  of 


a  horizontal  rod,  pivoted  at  the  centre, 
the  former  ;  P.,  the  latter  form. 


Fit 


A,  show> 
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To  make  the  former,  a  glass  rod  about  <Sin.  long  by 
]in.  thick,  should  have  one  extremity  heated  over  a 
spirit  lamp,  and  when  quite  soft,  touched  with  another 
piece,  so  as  to  enable  the  operator  to  draw  out  a  filament, 
which  must  be  bent  into  the  shape  of  a  recurved  hook. 
The  rod  must  then  be  heated  at  a  point  about  2in.  frcjm 
this  end,  and,  when  sufficiently  softened,  bent  neatly 
(not  too  hurriedly)  at  right  angles.  The  bent  rod  must 
be  allowed  to  cool  gradually  without  touching  anything, 
otherwise  it  will  be  liable  to  fly  to  pieces.  When  quite 
cold  it  may  be  fastened  to  the  foot  of  a  broken  wine- 
glass by  means  of  a  turn  or  two  of  stout  brown  paper, 
previously  brushed  over  with  good  Russian  glue,  as 
shown  at  C.  When  this  is  quite  dry  it  should  receive  (at 
this  joint  only)  a  coating  of  red  varnish,  made  by  mixing 
a  few  grains  of  red  lead  with  a  teaspoonful  of  white 
hard  varnish.  (The  white  hard  varnish  may  be  pro- 
cured at  any  oilman's.)  A  single  filament  of  cocoon  silk 
is  now  to  be  procured,  and  a  fine  needle  threaded  with 
it.  The  needle  is  passed  through  the  centre  of  a  pith- 
ball,  the  end  of  silk  fibre  moistened  with  a  drop  of  glue, 
and  the  needle  pulled  until  the  ball  reaches  the  glued 
portion  of  the  silk.  This  will  serve  to  fasten  it  to  the 
ball.  The  other  end  of  the  fibre  may  be  tied  or  glued  to 
the  little  hook  of  the  bent  glass  arm.  Two  balls  may  be 
thus  suspended,  if  it  is  required  to  show  the  repulsive 
effects  of  similarly  charged  bodies.  To  construct  the  hori- 
zontally-pivoted form,  it  is  only  necessary  to  split  a 
straight  parafiined  straw  (§  8)  at  its  centre,  with  a  sharp 
penknife,  insert   a   small   glass    pivot    in   the    split,   and 
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fasten  it  thereto  by  means  of  a  single  drop  of  hot  glue. 
When  quite  cold,  a  pith-ball  must  be  attached  to  each 
end  of  the  straw,  a  small  hole  being  made  in  each  ball 
with  a  pin,  and  the  end  of  the  straw  (previously  touched 
with  glue)  inserted  in  the  hole.  Care  must  be  taken 
at  this  point  that  the  balls  balance  one  another.  They 
may  be  made  to  do  this  by  sliding  along  the  straw,  until 
when  plaged  on  a  needle-point  the  arms  of  the  electro- 
scope remain  perfectly  level.  Half  of  an  ordinary  sewing- 
cotton  reel  may  be  used  as  tlie  foot  of  this  electroscope. 
After  sawing  in  half,  the  upper  portion  should  be  filed, 
rounded,  and  smoothed,  a  short  length  (say4in.)  of  cane, 
glued,  and  thrust  in  the  central  hole  ;  a  needle  (point  up- 
wards) forced  into  the  upper  extremity  of  the  cane  ; 
and,  lastly,  the  whole  wooden  portion  neatly  varnished 
with  the  red  varnish  as  described. 

§  II.  Gold  Leaf  Electroscope. — This  is  a  most 
useful  instrument  for  the  detection  of  minute  charges  of 
electricity.  If  well  made,  it  also  serves  admirably  to 
show  the  phenomena  of  induction.  The  requisites  are 
a  tall  wide  glass  jar,  a  sheet  of  gold  leaf,  a  couple  of 
strips  of  tinfoil,  a  short  piece  of  brass  rod,  about 
-^-inch  in  diameter,  a  couple  of  beef  tin  bottoms,  or 
similar  pieces  of  tinned  iron,  and  an  empty  cigar 
box. 

For  the  glass  jar,  we  may  either  use  the  straight  glass 
chimneys  (about  3  inches  in  diameter  by  7  inches  in 
height),  that  are  used  for  large  gas  or  paraffin  burners, 
and  which  may  be  obtained  at  any  respectable  iron- 
mongers for  a  few  pence   (see  Fig.  4,  A),  or  the  bell- 
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shaped  chimneys  (see  Fig.  4,  b).     Whichever  shape  be 
selected,  the  diameter  should  not  be  less  than  3  inches 


c^ 


Fig.  4. 


nor  more  than  4  inches.     Preference  should  be  given  to 
the  bell  form,  when  procurable,  as  the  "  cap  "  is  more 
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easily  fitted  to  the  narrow  neck.  Having  procured  a 
glass  jar,  the  next  step  is  to  fit  a  cover  to  both  extremi- 
ties. If  Fig.  B  be  chosen,  the  wider  extremity  which  is 
destined  to  form  the  bottom,  should  be  fitted  with  a 
tinned-iron  cover.  If  the  bottom  of  the  glass  be 
3  inches  diameter,  it  will  be  fitted  exactly  by  the  bottom 
of  a  Swiss  milk  tin.  The  bottom  must  not  fit  too  tightly, 
if  fitted  in  winter,  or  else  the  slightest  increase  in  tem- 
perature will  expand  the  glass  and  cause  it  to  crack.  If 
a  tin  "  bottom  "  is  not  at  hand  to  fit,  it  may  readily  be 
made,  by  striking  out  on  a  piece  of  thin  tinned-iron,  a 
circle  of  the  same  size  as  the  outside  of  the  glass  jar. 
Keeping  about  ^-inch  outside  this  line,  the  circle  is  cut 
out,  and  then  the  edge  turned  up  square  by  hammering 
lightly  on  the  edge  of  an  ordinary  iron.  The  tin  disc 
should  now  show  the  appearance  sketched  at  Fig.  4,  C. 
This  bottom  must  not  be  fastened  in  until  after  the  gold 
leaves  have  been  adjusted.  The  next  operation  consists 
in  making  the  cover  to  fit  the  other  end  of  the  jar  or 
cylinder.  If  A  has  been  chosen,  two  circular  discs 
must  be  cut  out  of  the  cigar  box  wood  ;  one  that  uall 
just  drop  into  the  jar,  the  other  precisely  the  diameter 
of  the  outside  of  the  jar.  The  two  circles  had  better  be 
measured,  struck  out  with  the  compasses,  and  sawn  with 
a  fret  or  band-saw.  The  two  discs,  after  being  well 
smoothed,  should  be  glued  together,  as  shown  in  Fig. 
4,  D.  If  B  is  our  choice,  half  a  sewing-machine  cotton 
reel  will  be  found  to  fit  with  a  trifling  adjustment. 
All  that  will  be  necessary  in  this  case  will  be  to  cut  off 
the  narrow  portion,  leaving  one  of  the  coned  heads,  the 
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rim  of  which  can  be  trimmed  with  a  rasp,  until  it  just 
fits  the  small  mouth  of  the  chimney.  Whichever  form 
be  adopted,  this  wooden  cover  must  have  in  it  two  per- 
forations, one  central,  about  i  inch  in  diameter,  wherein 
will  pass  the  brass  rod  from  which  depend  the  gold 
leaves  ;  the  other  near  the  circumference,  which  will 
serve  as  an  exit  for  moist  air.  Fig.  4,  e  shows  the  glass 
chimney  fitted  with  its  lower  "  tray  "  and  upper  "  cap." 

At  exactly  opposite  diameters  oi  the  glass  jar,  two 
strips  of  tinfoil,  about  \  inch  wide  by  4  inches  long,  are  to 
be  pasted  inside  the  jar,  reaching  from  a  little  above 
the  middle  downwards  to  the  metal  tray.  The  object  of 
these  is  twofold  ;  they  increase  the  sensibility  of  the  in- 
strument by  heightening  the  apparent  repulsive  effect  of 
a  charge  ;  and  they  serve  to  discharge  the  gold  leaves 
without  tearing,  if  by  inadvertence  an  overcharge  be 
given.  This  being  done,  the  brass  rod  may  be  fitted  to 
its  table.  Many  operators  use  a  brass  ball  at  the  top  of 
the  gold  leaf  electroscope ;  for  general  purposes,  a 
metallic  table  will  be  found  more  sensitive  and  more 
convenient.  Haviiig  cut  a  tinned-iron  or  thin  brass  disc 
31  inches  in  diameter,  let  the  edges  be  turned  in  by  ham- 
mering. To  the  centre  of  this  metal  disc,  and  perpendi- 
cular to  it,  should  be  soldered  about  6  inches  of  brass 
rod,  having  a  small  hole  drilled  in  it  at  half  its  length 
— say  i  inch  in  diameter.  Care  must  be  taken  that 
this  rod  is  quite  straight  and  ^mo:)th.  The  under  por- 
tion of  the  disc,  as  well  as  the  rod  to  within  h  inch  of 
its  extremity,  should  now  be  varnished  with  red  varnish 
(see  §  10), and  set  aside  to  dry.     While  this  is  drying. 
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the  upper  wooden  cap  of  the  c}4inder  may  be  immersed 
in  melted  paraffin  wax,  and  allowed  to  remain  therein 
until  thoroughly  permeated  with  paraffin.  The  brass 
rod  may  now  be  passed  into  the  central  orifice  of  the 
"  cap,"  and  tightly  fitted  thereto  by  means  of  a  roll  or 
two  of  paraffined  brown  paper.  (N.B. — When  paraffin 
is  mentioned  in  this  work,  paraffin  zvax  is  understood, 
not  paraffin  oil?)  The  rod  must  be  pushed  down  in  the 
orifice  until  the  ^-inch  hole  is  just  level  with  the  top  of 
the  cap.  A  short  brad,  or  similar  piece  of  wire,  pushed 
forcibly  into  this  hole,  will  eftectually  prevent  the  rod 
sinking  through,  if  any  weight  be  afterwards  placed  on 
the  table  above.  A  small,  fiat  piece  of  brass,  about 
\  inch  long  by  \  inch  square  section,  must  now  be 
soldered  to  the  lower  end  of  the  rod,  transversely  to  it, 
so  as  to  form  a  letter  X-  It  is  to  this  transverse  piece 
that  the  gold  leaves  are  to  be  attached.  The  gold  leaves 
should  be  about  \  inch  wide  by  about  2  inches  long. 
To  cut  them  neatly  is  not  an  easy  job  for  the  tyro  ;  still, 
it  may  be  managed  in  the  following  manner : — 

Having  procured  a  clean  half-sheet  of  note  paper,  let 
it  be  folded  down  the  middle.  This  is  to  be  placed  open 
close  by  the  side  of  the  book  containing  the  gold  leaf. 
Holding  his  breath  for  a  few  seconds,  so  as  not  to  blow 
away  the  leaf,  the  operator  slides  the  edge  of  the  note 
paper  under  one  <Df  the  leaves  of  gold,  and  assisting 
operations  with  a  pin  point,  or  perfectly  clean  camel- 
hair  pencil,  coaxes  the  gold  leaf  so  that  it  lies  flat  and 
square  in  the  centre  of  the  note  paper.  He  then  covers 
it  over  with  the  bent  half  of  the  note  paper,  so  that  the 
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^o\A  leaf  lies  between  the  two  leaves  of  paper,  forming  the 
half-sheet  of  note.  Then,  with  a  pair  of  perfectly  clean 
scissors,  he  cuts  the  paper  into  strips,  about  i  inch  wide 
by  2  inches  long.  In  so  doing,  he  must  take  care  not 
to  let  the  papers  separate,  otherwise  his  gold  leaves  will 
get  crumpled,  or  blow  about.  Of  course,  in  cutting  the 
paper  he  cuts  the  gold  leaf  into  the  desired  size.  He 
then  touches  the  two  sides  of  the  transverse  piece  of  brass 
(attached  to  the  rod  passing  through  the  cap  of  the 
electroscope)  with  the  merest  trace  of  gum,  then  care- 
fully lifting  the  upper  pieces  of  paper  off  the  strips  of 
gold  leaf,  takes  up,  first  on  one  side,  and  then  on  the 
other  (of  the  transverse  piece)  a  strip  of  gold  leaf,  being 
careful  that  they  hang  straight  down  and  parallel. 
Having  succeeded  in  getting  the  two  strips  to  hang 
''Quarely  and  free  from  one  another,  the  operator  next 
inserts  *hem  very  cautiously  into  the  chimney.  The 
cap  may  now  be  cemented  dowai  on  to  the  neck  of  the 
chimney  by  means  of  a  piece  of  silk  ribbon  moistened 
with  thin  glue.  When  this  is  quite  dry,  and  after  the 
bottom  has  been  likewise  cemented  to  the  lower  end  of 
the  chimney  or  cylinder,  a  coating  of  red  varnish  is 
applied,  care  being  taken  not  to  stop  up  the  side  air- 
hole. This  air-hole  should  be  fitted  with  a  small  wooden 
plug,  furnished  with  a  rounded  knob,  likewise  varnished. 
A  small  quantity  of  Front's  elastic  glue,  run  round  the 
edge  of  the  warmed  tin,  will  be  found  the  most  effectual 
way  of  fastening  the  bottom  to  the  lower  portion  of  the 
glass  chimney  or  cylinder.  Care  must  be  taken  that  the 
two  tinfoil  strips  are  opposite  the  ividtJi  of  the  gold  leaves 


20  ELECTRICAL  INSTRUMENT  MAILING  FOR  AMATEURS. 

and  that  the  said  strips  make  metalHc  contact  with  the 
tin  bottom.  If  all  has  been  carefully  executed,  the  elec- 
troscope will  present  the  appearance  shown  at  Fig-.  F, 
and  will  be  so  delicate  as  to  give  a  large  divergence  of 
its  leaves,  if  a  rubbed  rod  of  sealing-wax  is  held  at  a 
distance  of  one  foot  from  the  "  table,"  or  upper  plate. 

§  12.  Coulomb's  Torsion  Balance. — Apart  from 
the  actual  use  of  this  instrument  as  an  accurate  measurer 
of  electric  and  magnetic  force,  it  is  extremely  service- 
able in  calculating  the  laws  of  electrical  attraction,  and 
repulsion,  viz.,  that  these  are  "  inversely  as  the  squares 
of  the  distance,  and  directly  as  the  charges." 

To  make  such  an  instrument,  we  select  a  glass  chimne}^ 
similar  to  that  shown  in  our  last  section,  Fig.  4,  A. 
This  must  be  fitted  with  a  metal  top,  precisely  like  that 
described  for  the  bottom  cover  of  the  electroscope, 
Fig.  4,  C.  In  the  centre  of  this  a  small  aper- 
ture is  made  to  admit  of  the  introduction  of  about 
I  inch  of  thin  brass  tube,  having  about  ^  inch  bore.  This 
is  soldered  neatly  into  the  cover,  so  that  the  tube  pro- 
jects about  i  inch  on  either  side  of  the  cover.  A  block 
of  mahogany  or  deal,  about  4  inches  square  by  f  inch 
thick,  is  now  planed  up  and  made  truly  square.  A  cir- 
cular channel,  about  \  inch  wide,  and  of  the  same  depth, 
is  now  cut  in  this  base  board  for  the  glass  to  stand  in. 

If  deal,  this  base  should  be  stained  black  and  varnished  ; 

if  mahogany  it  should  be  polished. 

§   13.  An  efficient  black  stain  for  such  pieces  of  white 

M'ood  may  be  made  by  working  upon  a  slab  a  teaspoonful 
of  lamp-black,   with  a  tablespoonful  of    thin  glue,  until 


COULOMB'S  TORSION  BALANCE.  2* 

quite  smooth,  with  a  muller.  This  stain  may  be  applied 
zvJule  ivarm  to  the  wood,  well  rubbed  in,  and  when  quite 
dry  varnished  with  "white  hard  varnish,"  which  will  be 
dry  in  about  twelve  hours. 

§  14.  A  circular  card,  graduated  to  the  360"  of  a  circle, 
and  of  the  same  diameter  as  the  interior  of  the  glass 
chimney,  is  now  to  be  glued  on  to  the  central  circle  of 
the  base  board  ;  the  zero  point  coinciding  with  the 
centre  of  one  of  the  flat  edges,  not  with  the  diagonal 
corners.  Previous  to  gluing  down  the  card,  a  slot  about 
\  in.  deep,  and  \  in.  wide,  must  be  cut  in  the  upper  surface 
of  the  base  board,  reaching  from  the  position  of  the  zero 
point  to  the  extreme  edge  of  the  board.  (This  serves  for 
the  introduction  of  a  soft  iron  rod,  or  of  different 
magnets.)  The  next  step  is  to  make  a  similar  but 
rather  smaller  graduated  circle  to  slip  over  the  pro- 
jecting brass  tube  in  the  upper  cover.  This  circle 
should  be  cut  out  of  a  sheet  of  tinned-iron  or  zinc,  and 
the  degrees  of  arc  (of  which  there  should  also  be  360°) 
marked  clearly  upon  it  by  scratching  deeply  with  a 
sharp  steel  point.  In  the  centre  of  this  circle,  a  hole, 
just  sufficiently  large  to  admit  the  passage  of  the  piece 
of  brass  tube,  should  be  punched.  This  circle  is  to  be 
slipped  over  the  tube  and  lie  flat  on  the  cover,  but  must 
not  be  fastened  doivn.  A  short  brass  rod,  about  2\  in.  long, 
and  just  thick  enough  to  enter  freely  into  the  brass  tube, 
is  now  procured,  and  fitted  with  a  circular  brass  head 
made  by  filing  up  a  piece  of  §■  in.  sheet  brass  into  f  in. 
in  diameter,  and  soldering  the  rod  in  the  centre  of  the 
circle.     Or,  the  pinion  of  an  old   paraffin  lamp   burner. 
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with  the  teeth  knocked  off,  may  be  used  instead  of  this 
rod,  provided  it  fits  the  tube.  Whichever  is  used,  a 
short  piece  of  brass  wire  must  be  soldered  at  the  upper 
extremity  of  this  brass  rod,  near  the  head. 

This  index  serves  two  purposes  :  First,  it  prevents  the 
rod  going  too  deeply  into  the  tube ;  secondly,  it  serves 
to  point  out  the  amount  of  torsion,  or  twist,  given  to  the 
wire  or  fibre  which  supports  the  ''stirrup  "  in  which 
is  placed  the  magnetic  needle  or  insulating  rod,  which 
is  used  in  magnetic  or  electric  measurements.  The 
lower  end  of  the  rod  must  project  just  below  the  lower 
end  of  the  tube  which  passes  through  the  cover,  and  to 
this  lower  end  of  the  rod  must  be  soldered  a  short  length 
of  No.  40  German  silver  wire.  To  the  other  end  of  this 
German  silver  wire  must  be  attached,  by  soldering,  a 
*'  stirrup,"  in  the  form  of  a  wide  J.  The  length  of  the 
wire,  inclusive  of  the  stirrup,  must  be  such  that  it  just 
swings  clear  of  the  lower  graduated  circle  when  a  mag- 
netic needle  or  other  rod  is  placed  across  the  stirrup,  and 
the  cover  is  on  the  top  of  the  glass  cylinder,  A  weli- 
magnetised  needle,  a  little  shorter  than  the  diameter  of 
the  cylinder,  completes  the  instrument  if  it  is  to  be  used 
as  a  magnetic  measurer.  The  needle  may  be  a  piece  of 
a  good  steel  knitting  needle,  carefully  magnetised  to 
saturation.  If  required  for  electrical  experiments,  the 
magnetic  needle  must  be  replaced  by  a  light  shellac  rod, 
carrying  at  one  extremity  a  small  disc  of  thin  sheet  brass 
or  copper.  In  this  latter  case  also,  the  channel  in  the 
base  board  must  be  fitted  with  a  bent  brass  wire  shaped 
like  the  letter  L,  furnished  with   a  small   brass  ball   at 
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each  extremity.  This  rod  must  be  carefully  insulated  iDy 
being  thickly  coated  with  good  red  sealing  wax  to  the 
depth  of  at  least  ^  in.  all  round,  except  at  the  two 
extremities  where  the  balls  are  situate. 

Fig.  5  illustrates  the  different  parts,  and  the  complete 
instrument.  A  is  the  base  board,  with  the  slot  and 
graduated   circle  attached  ;  B  is  the  tin  cover,  with  its 


Fig.  5. 


brass  tube,  the  whole  being  cemented  to  the  top  of  the 
glass  cylinder  when  once  the  wire  has  been  soldered  to 
the  milled  head  ;  C  is  the  upper  graduated  disc  ;  D  the 
rod  carrying  the  index,  and  actuated  by  the  brass  head  ; 
to  this  rod  is  attached  the  wire  and  stirrup  E  ;  F  shows 
the  instrument  put  together,  and  lettered  homologously. 
§  15.  Volta's  ELECTROniORUS. — This  is  essentially 
the  amateur's  electrical  machine.  It  is  at  once  the 
simplest  to  construct,  the  most  efficient  in  action,  and 
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its  theory  is  most  interesting  as  giving  the  key  to  the 
continuous-action  electrophori  of  the  present  day.  I 
allude  to  the  Holtz,  to  the  Bertsch,  to  the  Carre,  and  to 
the  Wimshurst  machine. 

§  16.  To  make  an  electrophorus  will  be  needed  a 
sheet  of  zinc,  from  which  are  cut  two  discs  ;  one  being 
about  2ft.  in  diameter,  the  other  about  4  in.  less.  The 
zinc  should  not  be  more  than  -h>  in.,  nor  less  than  ^\  in.  in 
thickness.  The  outer  edge  of  both  the  discs  must  be 
turned  up  by  careful  hammering  with  a  mallet,  and  a 
round,  soft,  iron  rod,  a  \  in.  thick,  must  be  run  round  the 
edge  of  each  disc,  and  covered  over  with  the  upturned 
edge  of  the  disc.  This  operation  requires  a  considerable 
amount  of  care  and  patience  to  effect  it  neatly.  It  is 
absolutely  essential  to  the  efficiency  of  the  machine  that 
the  edges  should  be  perfectly  round,  without  any  sharp 

angles;  and  this  end  can  only 
be  attained  by  using  a  steel 
tool,  in  shape  something  like 
a  solid  punch,  but  having  a 
semi-circular  concavity  at  its 
lower  extremity  (see  Figi 
6,  A).  By  turning  the  edge 
of  the  zinc  over  the  rod  by 
the  aid  of  this  tool  and  a 
hammer,  a  smooth  border  can 
easily  be  produced.  Should, 
Fig.  6  a.  "^      however,    the    amateur    find 

any  difficulty  in  performing  this  operation,  it  would 
be  advisable  for  him  to  have    recoi.-se  to    the  nearest 
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tinman,  who  will  execute  the  necessary  sleight  of  hand 
for  a  {^w  pence.  If  well  done  the  two  discs  should 
present  the  appearance  shown  at  Fig.  6,  B  and  c.  It 
will  be  noticed  that  from  the  centre  of  the  smaller  disc 
projects  a  short  piece  of  tube.  This  is  made  of  a  short 
length  of  \  in.  brass  or  zinc  tubing  about  i  in.  in  length, 


r 


8' 


Fig.  6  b,  c,  d. 

which  is  soldered  centrally  on  the  smaller  disc.  It  is 
into  this  tube  that  the  insulating  handle  is  to  be  inserted, 
so  that  the  amateur  may  vary  somewhat  the  diameter 
of  this  tube  to  suit  that  of  his  handle  ;  but  it  should  not 
greatly  exceed  \  in.  in  diameter,  nor  be  less  than  a  ^  in. 
Near  one  edcre  of  the  smaller  disc  should  be  soldered  n 
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short  length  of  \  in.  brass  wire— say,  about  3  in.  in  length 
— bent  into  the  form  of  a  rounded  L  ,  and  bearing  at  its 
extremity  a  brass  ball  about  i  in.  in  diameter.  (Such 
balls  may  be  obtained  from  most  ironmongers  at  about 
sixpence  each.)  If  not  easily  procurable,  it  may  be 
replaced  by  a  leaden  bullet  cast  on  to  the  end  of  the  wire 
(see  Fig.  6,  B).  A  handle  of  some  insulating  material 
must  now  be  provided.  In  shop-bought  instruments 
glass  handles  are  generally  seen  ;  but  these  are  not 
nearly  so  efficient  as  ebonite,  though  very  much  more 
beautiful.  At  most  chemists  ebonite  stirring-rods,  about 
9  in.  long  and  somewhat  over  a  \  in.  thick,  may  be 
obtained  for  twopence  or  threepence  each.  One  of 
these  will  serve  our  purpose  admirably ;  and  its  round 
end  should  be  cemented  into  the  central  tube  by  the  aid 
of  a  little  guttapercha  or  Prout's  elastic  glue,  applied  hot 
to  the  end  of  the  rod,  and  the  extremity  of  the  tube 
slightly  pinched  round  it  to  insure  its  not  slipping  out. 
The  larger  disc  must  now  be  filled  with  some  insulation 
composition.  Of  these  there  are  several  ;  the  best  is 
perhaps  ebonite;  but  it  is  expensive,  being  about  6s.  6(i. 
a  pound ;  however,  it  can  be  obtained  in  very  thin 
sheets,  and  this,  of  course,  lessens  the  expense.  If 
ebonite  is  used,  a  disc  should  be  cut  that  will  just  fit 
into  the  larger  zinc  disc,  and  be  fastened  down  to  it 
nicely  and  smoothly  by  means  of  Prout's  elastic  glue, 
aided  by  equal  pressure  with  a  warm  (not  too  hot)  iron. 
Another  very  good  material  is  gnu-paper.  Gun- paper, 
or  papyroxy line,  is  paper  which  has  been  immersed  for  a 
few  seconds  in  a  mixture  of  nitric  and  sulphuric  acids, 
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and  then  washed  in  an  abundance  of  water.  A  disc  of 
this  papyroxyline,  cut  to  reach  quite  to  the  bead  of  the 
larger  zinc  disc,  may  be  cemented  to  the  said  disc  by 
means  of  any  spirit  varnish  (say,  white  hard)  and  when 
quite  diy,  the  surface  also  varnished  with  the  same,  to 
prevent  the  paper  absorbing  moisture,  which  it  would 
otherwise  be  apt  to  do.  If  papyroxyline  is  used,  it 
should  be  made  from  stout  millboard  of  at  least  xV""*- 
thick,  and  |-  will  be  better  still.  This  material  is  prac- 
tically indestructible,  and  does  not  deteriorate,  as  does 
the  ebonite,  by  the  oxidation  of  the  surface,  or  as  the 
usual  shellac  composition,  by  splitting  up  from  the 
zinc. 

The  last  and  most  usual  composition  for  the  larger 
disc  is  a  mixture  of  Venice  turpentine,  wax,  and  shellac. 
To  make  it  of  even  consistency,  it  is  necessary  to  pro- 
ceed as  follows  : — 

Take  best  shellac  3  parts. 

Yellow  beeswax 2  parts. 

Venice  turpentine  i  part. 

Place  the  shellac  in  an  earthen  pipkin,  and  stand  it  over 
a  gentle  fire.  Watch  until  melted.  When  melted  add 
the  beeswax.  When  well  mixed  pour  in  the  Venice 
turpentine.  Again  stir,  and  when  mixed,  pour  into  the 
large  zinc  disc,  which  must  have  previcusly  been  warmed 
to  nearly  the  same  temperature  and  placed  on  a 
perfectly  level  table.  Should  any  difficulty  be  experienced 
in  getting  the  mixture  to  flow  evenly  over  the  disc,  it 
may  be  assisted  by  ironing  over  with  a  tolerably  hot 
iron.     Should  this  mixture  be  preferred  to  the  ebonite. 
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or  papyroxyline  disc,  then  care  must  be  taken  to  have  a 
sufficiency  to  fill  the  zinc  disc  up  level  with  the  wire 
beading,  because  if  the  coating  of  resinous  niixture  be 
left  too  thin,  it  will  all  split  away  on  being  beaten  during 
excitation.  Fig.  6,  D,  shows  the  electrophorus  in  its 
finished  form,  and  in  position  ready  for  use. 

To  put  in  action,  it  is  only  necessary  to  remove  the 
covering  disc  a  ,  by  its  handle  b\  and  to  excite  the 
resinous  cake  (ebonite  or  gun-paper)  by  beating  it  with 
about  half  a  yard  of  warm,  dry  flannel,  or  better  still,  a 
cat's  skin.  Then  if  the  cover  be  placed  on  the  centre 
of  the  cake,  the  upper  disc  touched  with  the  fi tiger,  and 
then  rapidly  raised  to  a  height  of  6  or  8  in.  by  means  of 
the  insulating  handle  b\  care  being  taken  not  to  let  any 
part  of  the  clothes  or  body  touch  the  disc,  a  fine  2  in. 
spark  may  be  drawn  from  the  knob  by  approaching  the 
knuckle  or  another  brass  ball  to  it  rapidly.  Sparks  may 
be  obtained  almost  indefinitely  by  again  lowering  the 
discs,  touching,  and  again  raising.  I  strongly  recom- 
mend every  student  to  make  an  electrophorus,  and  not 
to  rest  satisfied  until  he  has  fully  mastered  the  theory 
of  its  action.  When  he  understands  this,  he  will  have 
got  pretty  deeply  into  the  theory  of  induction,  and  will 
be  prepared  to  grasp  the  theory  of  the  Wimshurst 
machine — a  machine  which  will  probably  play  a  very 
important  part  in  future  applications  of  electricit}'  to 
the  arts. 

§  17.  Bertscii's  Machine. — Though  this  is  not  the 
best  form  of  continuous-action  electrophorus,  yet  as  its 
construction  is  extremely  simple,  and  leads  to  a  thorough 
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comprehension  of  the  principles  on  which  the  more 
efficient  forms  are  dependent,  it  will  be  advisable  for 
the  student  to  undertake  it.  The  Bertsch  machine  may 
be  made  with  the  rotating  plate  either  of  glass  or  ebonite. 
Both  forms  will  be  described,  beginning  with  the  glass 
plate  form.,  as  the  mode  of  mounting  a  glass  plate  on  a 
spindle  is  generally  regarded  as  a  "  poser  "  by  amateurs. 

§  1 8.  Mounting  a  Glass  Plate.— There  are  two 
modes  open  to  the  amateur — viz.,  by  drilling  a  hole 
through  the  glass  of  sufficient  size  to  take  the  spindle, 
and  screwing  or  cementing  two  cheeks  against  the  glass 
plate  ;  or  by  cementing  two  cheeks,  one  on  either  side  of 
the  glass  plate,  exactly  central,  and  opposite  one  another, 
these  cheeks  having  the  spindle  (of  which  there  are  two 
jialves)  inserted  at  their  centres. 

§  19.  To  drill  a  glass  plate  requires  more  patience 
than  skill,  though  both  are  needful.  In  the  first  place 
the  glass  must  be  cut  to  an  exact  circle,  and  its  centre 
marked. 

To  do  this  the  amateur  should  procure  a  stout  piece 
of  brown  paper,  and  with  the  compasses  strike  out  a 
circle  of  the  size  of  vvhich  he  intends  his  glass  plate  to 
be.  (A  very  convenient  size  for  most  electrical  machines 
is  18  in.  in  diameter.) 

Keeping  this  marked  paper  as  a  template,  our  student 
cuts  out  a  similar  circle  in  rather  stout  millboard.  He 
then  places  his  glass  plate  upon  a  perfectly  flat  table, 
with  the  millboard  disc  over  it.  A  small  dab  of  hot 
Front's  cement  applied  to  the  glass,  will  hold  the  mill- 
board to  the  glass  so  that   it  shall  not  move  during  the 
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cutting  of  the  circle.  The  operator  now  traces  with  a 
diamond  or  glass-cutter  a  circle  all  round  the  millboard 
guide,  being  careful  not  to  press  so  heavily  as  to  split 
the  glass,  or  so  lightly  as  not  to  cut.  To  a  practised  car 
the  peculiar  luhistle  tells  when  the  glass  is  being  cut, 
and  when  only  scratched.  The  circle  being  thus  traced 
on  the  glass  with  the  diamond,  the  millboard  guide  is 
removed,  and  the  corners  of  the  glass  cut  so  as  to 
permit  the  curved  pieces  being  pulled  asunder.  The 
four  diagonal  cuts  must,  of  course,  come  quite  close  to 
the  periphery  of  the  circle  cut  on  the  glass.  A  cursory 
examination  of  Fig.  7  will   render    this  clear.     A  repre- 

B 


Fig.  7. 

sents  the  circle  first  traced  on  the  glass  ;  i;  the  four 
diagonal  cuts,  which  enables  the  quadrantal  segments  C 
to  be  detached.  To  insure  the  glass  breaking  where  it 
is  cut,  and  nowhere  else,  a  little  care  is  necessary. 

Firstly,  the  operator  must  see  that  the  glass  is  i-ea/Iy 
cut,  and  not  simply  scratched.  To  know  this,  when  he 
has  traced  his  line  or  curve  with  the  diamond  or  cutter, 
he  must  turn  the  glass  over  and  examine  the  Hne  on 
the  other  side.  If  it  looks  like  a  mere  white  line,  not 
penetrating  below  the  surface,  it  is  but  a  scratch.  If, 
on  the  contrary,  it  shows  as  a  glistening  crack  right 
through,  it  is  a  true  cut.      By  gently   tapping  with  the 
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cutter  on  the  wrong  side  of  tlie  glass  a  scratch  nia>' 
frequently  be  converted  into  a  cut,  but  it  is  necessary  to 
raise  the  glass  from  the  table  at  one  extremity  while 
tapping,  and  to  tap  on  the  spot  only  where  it  is  required 
to  decide  the  fracture.  When  the  line  shows  as  a 
glistening  fracture  in  its  entire  length,  then,  by  holding 
the  glass  plate  between  the  finger  and  thumb  of  the  left 
liand,  with  the  cut  side  uppermost,  and  the  cut  close  to 
the  thumb,  the  operator  will  find  no  difficulty  in  detach- 
ing the  diagonals,  and  afterwards  the  quadrantal  seg- 
ments, by  a  steady  downward  pressure  of  the  right 
hand,  applied  to  the  other  side  of  the  cut  line.  Should 
any  pieces  refuse  to  break  quite  truly,  they  may  be 
"  nibbled"  off  by  means  of  the  wards  of  a  key,  or  the 
slots  in  the  glass-cutter.  When  the  circle  has  been  cut 
to  satisfaction,  the  edges  should  be  smoothed  by  grind- 
ing ;  but  as  this  is  best  done  when  the  disc  is  mounted 
on  its  spindle,  the  directions  as  to  the  mode  of  grinding 
are  deferred  until  the  method  of  mounting  has  been 
described.  The  glass  disc  must  now  be  placed  on  drill- 
ing-table, constructed  specially  for  this  purpose.  It  con- 
sists, as  shown  in  Fig.  8,  in  a  flat  board,  A,  about  i  in. 
thick,  20  in.  long,  and  about  12  in.  wide.  From  eacli 
extremity  of  this  board  rises  a  standard  WW'  about  3  in. 
wide  by  ^  in.  thick,  and  10  in.  or  12  in.  high-  There  arc 
two  cross  pieces  C  c',  joining  these  upright  standards 
together,  one  at  the  top,  and  one  within  an  inch  of  the 
bottom.  These  cross  pieces  have  each  a  circular  hole 
perforated  through  the  centre,  of  a  trifle  over  the 
diameter  of  the  desired  hole  in  the  glass  (generally  ^  in. 
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in  diameter).  Through  these  holes  passes  a  copper  tube, 
D,  \  in.  in  diameter  and  14  in.  long.  Around  the  upper 
extremity  of  this  copper  tube  is  cast  a  heavy  flange  of 
lead,  E,  weighing,  say,  at  least  2  lb.  Before  using  this  tool, 
the  lower  extremity  of  the  tube  must  be  "  upset  " — id. 
est,  made  irregular — and  broadened  a  little  by  hammer- 
ing on  its  edges.  This  must  be  done  to  prevent  the 
glass  being  split.  To  work  this  drill,  the  glass  bein"- 
fastened  in  its  place  by  means  of  three  corks  and  screws 
with    its    marked    centre  just   under  the    centre   of  the 


Fig.  8. 


copper  tube,  a  small  quantity  of  ordinary  emery  is 
poured  into  the  top  of  the  tube,  to  which  are  added  a  few 
drops  of  oil  of  turpentine  as  a  lubricator.  A  gut-band, 
F,  is  now  passed  once  around  the  tube,  and  fastened  at 
each  end  to  a  tolerably  stiff  bow,  G.  Moving  the  bow 
backwards  and  forwards  communicates  a  reciprocating- 
rotary  motion  to  the  drill,  and  this,  aided  by  plenty  of 
patience  and  a  little  emery  and  turpentine,  will  cut  a 
clean  round  hole  in  the  glass.  This  having  been 
efifected,  the  next  step   is  to  cement   the  spindle  in  its 
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place.  The  spindle  may  be  from  i  in.  to  ^  in.  in  diameter, 
and  should  be  furnished  with  wooden  cheeks  or  washers 
(consisting  of  cotton  reels  cut  in  half),  which  fit  them 
pretty  tightly.  One  of  the  cheeks  should  be  glued  to 
the  spindle  (nearly  at  its  centre)  with  Kay's  coaguline, 
or  similar  acetic  glue.*  When  quite  dry  and  set  firm, 
the  surface  of  the  cheek  should  be  painted  over  with 
"  bicycle  tire  cement,"  and  the  glass  plate  immediately 
slipped  over  the  spindle  into  its  place.  The  other  cheek 
should  now  be  treated  in  the  same  manner ;  that  is  to 


say,  treated  with  "bicycle  cement  "  on  its  face,  and  the 
portion  of  the  spindle  near  the  glass  plate  thickly 
brushed  over  with  acetic  glue.  The  upper  cheek  must 
now  be  slipped  on  to  the  spindle  and  pressed  tightly 
down  upon  the  glass,  the  whole  being  left  undisturbed 
for  some   hours   until  quite  set  and  firm.     Fig.  9  will 

*  This  useful  cement  is  made  by  soaking  good  glue  in  cold  water  until 
quite  soft,  pouring  away  the  water  and  adding  sufficient  glacial  acetic 
acid  to  cover  the  glue.  A  slight  heat  will  render  the  whole  liquid, 
when  it  should  be  poured  into  a  bottle  kept  corked  for  use. 
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illustrate  the  appearance  of  the  disc  when  the  spindle 
and  lower  cheek  have  been  affixed.  A  is  the  glass  plate, 
13  the  lower  spindle,  C  the  lower  cheek,  cemented,  D  the 
upper  cheek,  ready  to  be  pressed  down.  The  length  of 
the  spindle  and  the  nature  of  its  attachments  will  depend 
on  the  use  to  which  the  plate  will  hereafter  be  put.  In 
the  present  instance,  the  glass  plate  being  i8  in.  diameter^ 
the  spindle  should  be  (a  steel  rod)  at  least  15 in.  long, 
and  should  have  a  shoulder  turned  down  at  each  end  to 
the  length  of  about  i  in. 

When  the  spindle  and  glass  plate  are  thoroughly 
cemented  together,  a  small  wooden  pulley  about  \\  in. 
diameter,  similar  to  those  used  for  roller  blinds,  must  be 
cemented  close  to  one  extremity  of  the  spindle,  just 
before  the  shoulder.  This  serves  to  take  the  band  or 
gut,  by  means  of  which  motion  is  communicated  to  the 
glass  disc. 

§  20.  Mounting  a  Glass  Plate  without  Drilling. 
This  method  is  much  simpler  than  the  former,  and  is 
in  most  cases  preferable.  It  is  certainly  superior,  in  the 
case  of  such  machines  as  the  Bertsch,  the  CarrL',  the 
Holtz,  the  Wimshurst,  and,  indeed,  all  "  induction  " 
machines ;  and  it  is  quite  equal  for  frictional  machines, 
except  when  the  plates  are  very  large,  say,  over  2  ft.  in 
diameter.  To  mount  a  plate  in  this  manner  all  that  is 
necessary  is  to  place  the  plate  on  the  marked  paper, 
which  has  been  kept  as  a  template  (§19),  so  as  to  be 
able  to  find  the  exact  centre.  Over  this  must  be  pasted 
(with  bichromated  paste)  circlets  of  brown  paper,  one 
on   each   side   of   the  glass,  of    the  same  size  as  the 
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wooden  cheeks  (made,  as  beforesaid,  from  a  cotton  reel 
sawn  in  half).  The  bichromatcd  paste  is  made  as 
follows  : — Flour,  two  teaspoonfuls  ;  water,  four  ounces  ; 
bichromate  of  potash,  five  grains.  The  flour  must  be 
rubbed  up  to  a  smooth  batter  with  the  water,  then  placed 
in  a  small  saucepan  over  a  source  of  heat,  and  kept  stirred 
until  it  boils.  The  bichromate  of  potash,  in  powder, 
is  placed  in  a  jam  pot,  and  the  boiling  paste  poured 
upon  it,  with  constant  stirring.  This  paste  must  be 
kept  in  the  dark.  The  brown  paper  used  for  the 
circlets  should  be  of  a  good  stiff  fibrous  texture,  such  as 
is  used  for  packing  heavy  goods,  and  should  be  well 
soaked  in  the  paste,  previous  to  placing  on  the  glass 
disc.  When  the  circlets  have  been  fastened  on,  the 
glass  disc,  with  its  paper  circlets,  must  be  exposed  to 
good  sunlight  for  an  hour  or  two.  This  sunning  sets  up 
a  chemical  change  in  the  bichromate,  and  renders  the 
paste  insoluble,  so  that  it  does  not  easily  detach  from 
the  glass  plate.  When  quite  dry,  the  wooden  cheeks 
(with  the  spindles)  arc  to  be  glued  to  the  paper  circlets, 
and  the  glue  must  contain  a  few  grains  of  bichromate  of 
potash,  so  as  to  insure  that  it  shall  not  be  affected  by 
damp. 

§  21.  As  there  is  no  hole  through  the  glass  disc,  the 
amateur  may  find  it  rather  difficult  to  get  the  spindle 
(which  is  now  in  two  halves)  to  be  exactly  in  a  straight 
line.  The  two  halves  are  shown  at  Fig.  10,  where  a  a' 
are  the  two  half  reels,  to  which  have  been  attached  with 
acetic  glue  two  steel  rods,  b  b',  about  7|  in.  long.  To 
ensure  these    being   perfectly  opposite  one   another  on 
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the  glass  disc,  it  is  only  necessary  to  glue  one  on,  and 
let  it  dry  perfectly ;  then,  having  placed  the  disc  with 
the  spindle  downwards  on  a  block  of  wood,  in  which  a 
hole   has    been    drilled    of  the  same    diameter   as    the 

a  b' 


Fig.  10. 
spindle  (as  shown  at  Fig.  lo,  c),  to  glue  the  other  on  as 
nearly  central  as  one  can  judge  by  eye.     On  causmg 
the  disc  to  rotate  on  the  lower  spindle  as  on  a  pivot,  it 
is  easily  seen  whether  the  upper  spindle  is  in  a  line 
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with  it  or  not,  as  it  will  in  this  latter  case  describe 
a  circle  instead  of  remaining  apparently  motionless. 
While  the  glue  is  still  warm,  any  necessary  correction  in 
position  can  be  made.  Both  spindles  being  now  glued 
on,  the  disc  should  be  allowed  to  dry — if  possible — in  the 
sunshine  ;  and  then  the  wooden  cheeks  neatly  varnished 
(especially  round  the  junction  between  the  glass  and 
the  wood)  with  a  varnish  made  by  mixing  good  white 
hard  varnish  with  Chinese  red. 

§  22.  The  disc  being  now  mounted  in  one  or  other 
mode,  we  can  proceed  to  fix  it  in  the  standards  on 
which  it  is  intended  to  rotate.  To  this  end,  a  base 
board,  about  i8  in.  long  by  12  in.  wide,  and  about  i  in. 
thick,  is  planed  up,  and  two  uprights,  about  10  in.  in 
height  and  i  in.  square,  let  into  the  sides  and  screwed 
thereto,  as  shown  at  Fig.  10,  d  d'.  With  a  rat-tail  file, 
two  semi-circular  grooves  are  cut  in  the  top  of  these 
standards,  exactly  opposite  one  another,  in  which  the 
spindles  of  the  disc  must  run  easily.  The  glass  disc 
having  been  placed  with  its  spindle  resting  in  these 
grooves  as  bearings,  two  caps  are  fashioned  out  of 
square  pieces  of  wood  to  fit  over  the  upright  standards, 
and  are  screwed  in  their  places  by  means  of  two  screws 
The  use  of  these  caps  (of  which  one  is  figured  at  e)  is  tc 
prevent  the  spindle  rising  out  of  the  groove  during 
rotation.  The  standards  d  3.\\d  d'  must  be  such  a  dis- 
tance apart  that  the  ends  of  the  spindle  that  have  been 
turned  down  (§19,  last  paragraph  but  one)  rest  in  the 
grooves  just  up  to  the  shoulder. 

§  23.   It  will  be  remembered  that  it  was  recommended 
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to  attach  a  small  wooden  pulley  to  one  of  the  steel  rods 
(§  19).  It  will  now  be  necessary  to  place  a  driving- 
wheel  below  this,  which  can  be  turned  by  means  of  a 
projecting  handle,  and  communicate  its  motion  to  the 
small  pulley  by  the  aid  of  a  gut.  This  driving-wheel 
should  be  of  wood,  about  6  in.  in  diameter,  \  in. 
thick,  and  have  a  groove  cut  in  its  circumference 
about  \  in.  deep.  If  our  amateur  has  a  lathe,  this  is 
an  easy  matter  ;  if  not,  he  can  cut  the  w^heel  out  of  a 
^-inch  deal  board  with  a  handsaw,  having  first  struck 
a  6  in.  circle  on  it  with  the  compasses,  as  a  guide  in 
sawing  it.  The  bevel  in  the  edge  can  be  cut  with  a 
good  triangular  file.  This  must  be  keyed  to  an  iron 
rod,  about  \  in.  thick  by  4  in.  long,  as  shown  at  f, 
Fig.  10,  where  it  will  be  observed  that  the  rod  or 
spindle  projects  more  at  the  one  extremity  than  at  the 
other.  The  longer  extremity  passes  through  a  hole 
in  the  standard  d\  made  at  such  a  height  as  to  allow 
this  driving-wheel  just  to  clear  the  base  board.  A 
third  standard,  of  the  shape  of  a  letter  ±»  is  cut  cut  oi 
J-inch  stuff  planed  up,  reaching,  when  the  head  of  the 
±  is  on  the  base  board,  to  the  same  height  as  the  other 
two,  g,  Fig.  10.  A  hole  is  drilled  through  this  third 
standard  to  admit  of  the  passage  of  the  short  end  of 
the  driving-wheel  spindle  ;  and  a  channel  (similar  to 
those  in  the  other  two  standards)  is  filed  in  the  top. 
The  driving-wheel  having  been  put  in  its  place,  this 
third  standard  is  placed  against  it,  leaving  sufficient 
room  for  it  to  rotate  freely.  The  standard  is  then 
fastened  down  to  the  base  board  by  means  of  a  screw 
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in  each  branch  of  the  JL.  The  glass  plate  is  now  put 
in  its  place,  the  spindle  resting  in  the  grooves  on  the 
tops  of  the  standards.  The  caps  e  are  then  screwed  on.  A 
gut  band  is  attached  so  as  to  pass  round  the  driving-wheel, 
and  the  pulley  fastened  to  the  spindle  of  the  glass  disc. 
A  small  metal,  or,  better,  wooden  handle  is  screwed  to 
the  projecting  spindle  of  the  driving-wheel  (Fig,  ii,  ii). 


Fig.  II. 
§  24.  A  piece  of  sheet  ebonite  about  7  in.  long  by 
4  in.  wide  is  cut  rounded  at  the  top,  and  fastened  at 
the  bottom  to  one  side  of  a  little  wooden  stand,  which 
can  easily  be  effected  by  the  aid  of  a  couple  of  flat- 
headed  screws,  the  heads  of  which  must  be  carefully 
covered    over   with    Front's   elastic    glue    (Fig,    11,   v). 
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This  little  piece  of  ebonite  (technically  known  as  the 
"sector")  and  its  stand  must  be  attached  to  the  base 
board,  parallel  with  and  close  to  the  glass  disc,  without 
actually  touching  it.  As  it  is  necessary  to  remove  it 
for  the  purpose  of  excitation,  it  must  not  be  per- 
manently fastened  to  the  base  board,  but  only  held 
there  by  means  of  a  small  thumb-screw.  Opposite  this 
sector,  but  on  the  other  side  of  the  glass  plate,  is  a 
"  comb,"  made  by  soldering  half  a  dozen  brass  brads 
to  a  stout  brass  rod  about  4  in.  long.  A  precisely 
similar  comb  faces  the  plate  at  its  upper  diameter 
(see  Fig.  11,  c' and  C).  These  combs  are  soldered  by 
their  middles  to  stout  brass  rods  R  R'.  The  lower  one 
passes  through  the  top  of  the  ebonite  rod  E,  which  must 
be  solid,  and  forms  a  prolongation  of  the  cap  of  the 
standard  s'.  The  lower  rod  r'  terminates  in  a  bras? 
ball  B  ;  the  upper  one  in  a  short  piece  of  split  brass 
tube  D,  through  which  passes  with  some  friction  another 
brass  rod  ;',  to  which  is  affixed  at  one  end  an  ebonite 
handle  M,  and  at  the  other  a  second  brass  ball  b'.  The 
split  tube  D  allows  this  rod  r  to  be  approached  to  or 
withdrawn  from  the  ball  B.  It  is  usual,  in  order  to 
increase  the  effects,  to  hang  a  Leyden  jar  (or  similar 
condenser)  between  R  and  r',  the  inner  coating  being 
in  contact  with  the  one,  and  the  outer  with  the  other 
of  these  rods.  Contact  with  earth  can  also  be  made  at 
will  by  hanging  a  chain  to  the  rod  near  the  ball  B,  and 
allowing  it  to  touch  the  table,  d'. 

§   25.    Carre's    Dielectrical    Machine. —  The 
principle  of  this  machine  is  precisely  similar  to  that  of 
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the  Bertsch,  but  it  possesses  the  great  advantage  of 
being  less  affected  by  the  state  of  the  atmosphere. 
This  is  owing  to  the  employment  of  a  continuously 
excited  plate  of  glass  or  ebonite,  instead  of  the  "  sector  " 
(§  24)  used  in  the  Bertsch  machine.  With  two  plates, 
respectively  15  in.  and  19  in.  in  diameter,  sparks  from 
6  in.  to  7  in.  in  length  may  be  obtained  without  a  con- 
denser ;  and  if  a  pair  of  Leyden  jars  be  added,  as  in 
most  modern  induction  machines,  this  length  may  be 
considerably  exceeded. 

§  26.  With  the  knowledge  acquired  in  mounting  glass 
plates  on  spindles  (§  20)  the  amateur  will  find  no  difficulty 
in  constructing  an  effective  Carre  machine.  The  plates 
may  be  either  both  ebonite,  or  both  glass  ;  or  one  ebonite 
and  the  other  glass.  Personally,  I  prefer  both  glass,  pro- 
vided the  glass  be  of  the  required  non-conducting  quality. 
Glass  varies  very  much  in  its  insulating  power,  and  this 
can  only  be  ascertained  by  actual  trial.  Fortunately, 
this  is  not  a  difficult  matter.  It  is  only  needful  to  dry 
the  sheet  of  glass  cautiously  before  a  moderate  fire  ;  rub 
it  briskly  with  a  silk  handkerchief  (previously  dried)  so 
as  to  electrify  the  surface.  If  with  an  electrophorus 
shield  of  about  12  in.  in  diameter  (§  16),  a  spark  of  about 
2  in.  in  length  can  be  obtained,  the  glass  may  be  con- 
sidered sufficiently  insulating  for  our  purpose ;  if  much 
less,  it  had  better  be  rejected.  The  suitable  kind  of  glass 
having  been  selected,  it  is  cut,  precisely  as  previously 
directed  (§  19),  into  two  discs,  one  15  in.,  the  other  10  in. 
in  diameter.  These  two  discs  should  be  mounted  in 
either  of  the  modes  previously  described  (§§   19,  20)  on 
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spindles,  projecting  6  in.  on  each  side  of  the  discs. 
These  spindles  should  be  madeof^J-in.  circular  iron  rod, 
inserted  into  the  half-reels  ;  and  afterwards  the  rods 
should  be  carefully  covered  with  a  casing  of  thick  brown 
paper,  which  has  previously  been  soaked  in  melted 
paraffin  wax.  This  casing  of  paraffin  paper  must  be 
neatly  glued  round  the  rods,  so  as  to  form  a  smooth 
surface,  and  when  the  whole  is  dry  should  receive  a 
coating  of  the  red  varnish  mentioned  at  §  lo.  The  next 
step  is  to  cut  out  the  base  board  from  a  piece  of  inch 
stuff,  which  may  be  either  deal  or  mahogany.  In  either 
case,  as  the  size  must  be  ii  in,  by  15  in.,  good,  well- 
seasoned  wood  must  be  used,  otherwise  warping  will 
take  place,  and  spoil  the  whole  instrument.  In  the 
centre  of  the  two  long  sides  of  this  base  board  are 
mortised  two  standards.  Both  these  standards  should 
be  cut  from  planed  stuff,  2  in.  wide  by  \\  in.  thick — one 
{a)  should  be  about  16  in.  in  length,  the  other  {b)  about 
8  in.  Previous  to  being  glued  into  the  base  board,  the 
necessary  bearings,  &c.,  to  take  the  ends  of  the  spindles, 
should  be  made  in  them. 

§27.  As  it  is  very  convenient  to  be  able  to  remove 
and  replace  the  glass  plates  at  will,  it  is  advisable  to 
make  these  bearings  in  the  following  manner : — Having 
placed  the  standards  in  their  sockets  temporarily,  the 
smaller  glass  disc  is  held  with  its  spindle  resting  against 
the  two  standards  at  such  a  height  from  the  base  board 
that  the  edge  of  the  disc  clears  it  by  about  I  in.  A 
mark  is  made  on  both  standards  at  the  point  where  the 
spindles   touch  the   standards.     An  assistant  now  holds 
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the  smaller  disc  in  this  position,  while  the  operator  takes 
the  larger  glass  disc,  and  holds  its  spindle  against  the 
higher  standard  at  such  a  height  that  the  edge  of  this 
clears  the  edge  of  the  reel  of  the  lower  disc  by  about 
\  in.  A  glance  at  Fig.  12  will  make  this  clear.  The 
position  at  which  the  two  discs  must  rest  on  the  stan- 


FiGs.  12  &  13. 
dards  to  ride  clear  of  the  base  board  and  of  each  other 
having  thus  been  found  and  marked,  the  standards  are 
removed,  and  a  slot  cut  into  them  a  little  higher  than 
the  first  line,  inclining  a  trifle  downwards,  and  not  ex- 
ceeding in  depth  (when  finished)  the  thickness  of  the 
iron  spindle.     Fig.    13   shows   the  position   of  the  two 
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slots  in  the  standards  at  a  and  b' ;  while  c  shows  a  third 
slot  in  the  centre  of  the  top  of  the  higher  standard,  and 
reaching  to  the  top  line,  in  which  the  spindle  of  the 
larger  disc  can  ride.  These  slots  must  all  be  rounded 
(where  the  spindles  rest)  with  a  rat-tail  file.  Square 
pieces  of  wood,  about  I  in.  thick,  are  made  to  fit  over 
these  slots,  so  as  to  keep  the  spindles  from  rising  out  of 
their  slots  during  rotation  ;  and  these  squares  are  held 
in  their  places  by  screws,  as  shown  at  d  d,  Fig.  1 3.  At 
the  top  of  the  shorter  standard  (b)  must  now  be  cut, 
with  a  centre  bit,  a  circular  hole,  about  three-quarters 
of  an  inch  in  diameter,  and  reaching  nearly,  but  not 
quite,  to  the  lateral  slot  in  depth.  Into  this  hole  is 
cemented,  with  marine  glue,  a  solid  ebonite  rod  f  in. 
diameter,  and  about  17  in.  length.  This  rod  serves  to 
insulate  the  upper  and  lower  combs  ;  and  also  as  a 
support  for  the  spindle  of  the  large  disc.  This  rod  is 
shown  at  Fig.  14,  e.  At  its  lower  half  is  a  stout  brass 
rine  e\  which  bears  on  one  side  the  brass  rod,  to  which 
is  attached  the  lower  comb/,  and  on  the  other  a  brass 
rod  carrying  a  ball  g,  about  i  in.  in  diameter,  also  in 
brass.  Three  holes  are  bored  in  the  sides  of  this  ring, 
two  diametrically  opposite  to  one  another,  which  must 
be  tapped  and  screwed  to  take  the  rods ;  and  a  third 
also  tapped  and  screwed  to  take  a  small  set-screw,  to 
hold  the  ring  and  its  comb,  &c.,  at  the  desired  height. 
About  half-way  up  the  ebonite  rod,  exactly  opposite 
the  highest  slot  in  the  tallest  standard,  is  a  wooden 
collar  //,  preferably  of  mahogany  or  other  hard  wood. 
This  is  cemented  to  the  ebonite  rod,  and  has  a  small 
orifice    in    its    centre    (facing  the  highest  standard),    in 


CARRE'S  DIELECTRICAL  MACHINE. 


45 


a^hich   the  end  of  the   spindle   of  the  longer  disc  can 


enter. 


A  brass  ball  /,  caps  the  ebonite  rod,  and  this  ball  is 
provided  with  a  metal  comb/,  and  varnished  paper  comb 
i"    at  one  extremity,  and  a  ball  through  which  passes 


with  friction   a  metal  rod   and    knob    k   at    the    other. 
This  latter  rod  has  an  insulating  handle  /,  by  means  of 


Fig.  14. 
which  the  knob  k  can  be  approached  to,  or  removed 
from,  the  ball  g  at  will.  These  balls  may  either  be  in 
brass,  or  in  lead.  In  the  latter  case  the  amateur  may 
cast  them  on  the  brass  rods,  and  drill  a  hole  through 
the  upper  one  for  the  sliding  rod  k\  to  pass  through.  A 
piece  of  wash-leather  glued  on  one  side  of  the  hole  with 
acetic  Hue  will  give  sufficient  friction  to  hold  the  sliding 
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rod  in  any  position.  If  a  condenser  be  uscdj  it  should 
take  the  form  of  a  double  Lcyden  jar,  and  can  easily  be 
made  by  coating  the  inside  of  two  glass  pomatum 
bottles,  about  3  in.  high,  with  tinfoil,  to  within  i  in.  of 
the  top.  The  tinfoil  should  be  cut  to  the  height  (about 
2  in.),  then  pasted  on  one  side,  and  finally  slipped  into 
the  bottle  and  pressed  into  its  place.  The  bottles  are 
covered  in  like  manner,  and  to  the  same  height  with 
tinfoil  on  their  outsides,  care  being  taken  to  paste  tinfoil 
on  the  bottom  as  well  as  the  side.  When  quite  dry  the 
two  bottles  should  be  attached  to  one  another  by  their 
bottoms  by  means  of  a  roll  of  brown  paper  glued  round 
both  together  ;  but  not  reaching  beyond  the  tinfoil. 
When  dry,  the  jars  may  be  varnished  all  over  outside 
with  red  varnish.  A  cork  is  then  fitted  to  each,  and 
through  these  corks  are  forced  wires,  one  end  of  which 
touches  the  tinfoil  at  the  bottom  of  the  jars,  the  other 
end  terminating  in  hooks,  by  means  of  which  the  double 
jar  can  be  hung  on  the  upper  rod  i,  and  touch  the  lower 
one  g.  Two  pieces  of  wood,  about  5  in.  in  height  and  of 
the  shape  shown  at  n  n\  are  cut  out  of  \  in.  stuff,  and 
the  inner  sides  of  these  are  covered  with  a  wash-leather 
cushion,  stuffed  with  horsehair  and  tinfoil.  These 
cushions,  which  serve  to  excite  the  lower  disc,  are  fas- 
tened to  the  base  board  by  two  screws,  o  d .  Bosses, 
made  of  reels  sawn  in  halves,  are  geared  to  the  spindles 
p  p'  p" .  The  covering  on  the  spindle  (§  26)  must  be 
removed  at  the  points  where  they  ride  on  the  standards. 
§  28.  To  give  the  requisite  motion  to  the  two  discs,  a 
wooden  pulley  of  about  6  in.  in  diameter,  and  \  in.  thick, 
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liaving  a  handle  r,  projecting  from  it,  is  keyed  or 
screwed  to  the  lower  spindle  ;  and  a  small  pulley,  about 
I  in,  in  diameter,  is  in  like  manner  keyed  to  the  upper 
spindle.  A  crossed  gut-band,  shown  at  a,  completes 
the  driving  apparatus.  This  band  must  be  crossed,  as 
the  plates  must  rotate  in  opposite  directions, 

§  29.  HoLTZ  Machine.— Although  this  machine  is 
far  outdone  in  point  of  efficiency  by  the  Voss  and  the 
Wimshurst  form,  yet,  as  it  is  historically  interesting  and 
presents  no  particular  difficulty  in  construction,  a  simple 
form  will  be  described  in  these  pages. 

The  first  thing  to  be  prepared  is  a  good  sound  base 
board,  about  16  in,  long,  by  ii  in.  wide,  and  liin,  thick. 
It  is  not  material  whether  this  be  of  pine  or  mahogany, 
but  it  is  essential  that  it  should  be  thoroughly  well  sea- 
soned. This  base  board,  with  the  position  of  the  mortise 
holes  to  be  cut  in  it,  to  admit  the  standard  and  glass 
pillars,  is  shown  at  Fig.  15,  where  A  is  the  hole  in  which 
is  inserted  the  main  wooden  standard  that  supports  the 
rotating  disc.  B  and  b'  are  two  smaller  apertures  to 
receive  the  two  shorter  standards  (also  of  wood)  between 
which  runs  the  driving  pulley.  C  and  c'  are  the  holes 
into  which  are  cemented  the  two  glass  pillars  that  serve 
to  carry  the  combs  and  conductor  rods.  Two  small 
cleats  are  glued  on  at  d  and  d,  to  hold  the  stationary 
"disc"  in  position;  but  these  had  better  be  left  until 
after  the  "  disc  "  is  in  position.  I  say  "  disc  "  because 
in  the  older  form  of  machine,  the  stationary  plate  really 
was  a  disc,  but  in  this  machine  it  will  take  the  form  of  a 
square  plate  16  in,  by  16  in. 
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S  30.  The  next  operation  consists  in  preparing  the 
wooden  standards  upon  which  turn  the  rotating  plate 
and  the  driving-pulley.  The  former  should  be  cut  or 
turned  in  any  hard  wood  (preferably  mahogany),  of  a 
circular  shape,  rather  wider  at  the  base,  and  terminating 
in  a  square  piece  to  fit  the  mortise-hole  A,  in  the  base 
board.  The  height  of  this  standard  (exclusive  of  the 
square  portion  that  enters  into  the  base  board)  should 
be  7f  in.,  and  it  should  taper  from  2  in.  in  diameter  at 
the  bottom  to  i  in.  at  the  top,  as  shown  at  Fig.  15,  E.  A 
piece  of  stout  brass  tubing,  3|-in.  long,  about  ^in.  in 
diameter  (external),  and  ^in.  bore,  is  next  procured  and 
soldered  at  one  extremity  to  a  stirrup-shaped  piece  of 
brass  made  out  of  h  in.  stuff.  This  is  first  cut  into  a 
long  oval,  \\  by  i  in.,  and  then  bent  up  in  the  middle  to 
admit  the  tube.  The  straight  piece  is  shown  at  F,  after 
bending  at  G,  and  with  the  piece  of  tube  soldered  in  its 
place  at  H.  Two  holes  are  drilled  and  countersunk  in 
the  projecting  brass  ears,  and  these  serve  to  screw  the 
tube  to  the  top  of  the  standard.  This  tube  forms  the 
"sleeve"  in  which  the  spindle  that  supports  the  rotating 
disc  turns.  This  main  standard,  with  the  "sleeve"  screwed 
in  position,  is  figured  at  1.  Our  next  step  is  to  make 
the  two  lesser  uprights  which  support  the  driving-wheel. 
These  should  be  made  in  \  in.  stuff,  planed  up  nice  and 
smooth,  about  \\  in.  wide  by  4I  in.  in  height.  The  top 
of  each  standard  should  be  rounded,  and  a  slot,  about 
g  in.  wide  and  |  in.  deep,  cut  in  each.  One  of  these 
standards  is  shown  at  J,  along  with  the  small  piece 
which    is   placed    in    the   slot,    after    the   splindle  has 
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been    put   there.     A    little    pin,    run  through  laterally 
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retains  the   whole  in   its  place.      These   two   uprights 
are  placed  facing  each  other,  at  B  and  B',  and  sufficient 
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space  must  be  left  between  them  for  the  driving-wheel 

to  turn  freely.     The  driving-wheel  should  be  made  of 

wood,  preferably  turned  up  on  a  lathe,    and   grooved 

round  its  circumference  to  the  depth  of  a  J  in.     At  a 

pinch,  it  may  be  made  entirely  by  hand,  without  the  use 

of  a  lathe,  by  sawing  a  circular  disc,  6  in.  in  diameter, 

out  of  a  piece  of  \  in.  deal,  and  producing  a  groove  in 

the  circumference  by  means  of  a  red-hot  iron  rod  carried 

evenly  all  round  periphery.     The  central  hole  should  be 

square,  to  admit  of  a  square-shouldered  wooden  spindle 

being  glued  therein,  the  projecting  extremities  of  which 

must  be  shaved  down  and  rounded  so  as  to  run  in  the 

slots  of  the  lesser  uprights  J.     The  driving-wheel,  with 

its  spindle  and  handle  attached,  is   shown   at  K.     We 

may  now  proceed  to  mount  a  glass  disc  on  a  half-reel 

and  spindle,  in  the  manner  described  at  h  20,     This  disc 

should  be  12  in.  in  diameter,  and  be  fastened  at  its  exact 

centre  to  one  spindle  only,  as  illustrated  at  Fig.  15,  L. 

This  spindle   should   be   of  steel,   and   should   project 

beyond  the  half-reel  about  5   in.  ;  or,  in  other  words, 

the  distance  between  the  surface  of  the  disc  and  the 

extremity  of  the  spindle  should  be  about  6  in.     This 

spindle  must  run  freely  (but  without  play)  in  the  sleeve 

at  the  top  of  the  main  standard.     About  i  in.   of  the 

spindle  should  project  beyond  the  sleeve  when  the  reel 

end  is  quite  against  the  sleeve  at  the  other  extremity. 

Over  this  projecting  piece  is  placed  a  wooden  pulley, 

about  I  in.  in  diameter,  and  this  is  keyed  on  to  the 

spindle  so  as  to  cause  it  to  rotate  rapidly  when  connected 

with  a  gut  band  to  the  driving-pulley  K. 
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§31.  In    the    older    form   of    mach 


mentioned,  it  was  customary  to  employ  a  disc  for  the 


ne,    as    already 


Fig.  16. 
stationary  plate.     In  this  disc  were  cut  three  apertures — 
one  central^  to  admit  the  spindle  carrying  the  rotating 
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disc,  and  two  lateral  ones,  technically  called  "  windows," 
in  which  were  placed  the  pieces  of  paper  that  serve  as 
induclors.  The  cutting  of  these  apertures  was  a  serious 
matter  for  amateurs.  The  plan  herein  recommended 
will  be  found  equally  efficacious  and  very  much  simpler 
in  execution.  A  square  sheet  of  glass,  i6  in.  by  i6  in., 
is  cut  straight  across  the  middle,  so  as  to  divide  it  into 
two  equal  halves  i6  in.  by  8  in.,  as  illustrated  at 
Fig.  1 6,  A.  When  these  two  halves  have  been  separated, 
it  will  be  found  very  easy  to  cut  out  two  semi-ovals,  as 
shown,  large  enough  to  admit  the  passage  of  the  spindle 
and  reel  of  the  rotating  disc.  Anyone  can  cut  these 
semi-ovals  with  a  common  "wheel-cutter,"  or  they  may 
be  even  nicked  out  with  a  key  under  water.  Similar, 
but  longer  and  shallower  semi-ovals,  are  cut  out  at  about 
2  in.  each  side  of  the  central  aperture.  The  length  of 
these  cuts  should  be  about  4  in.,  the  depth  about  half  an 
inch,  so  that  when  the  two  cut  sheets  are  placed  in 
juxtaposition  there  will  be  seen  a  central  aperture  about 
I  in.  by  i^  in.,  flanked  on  either  side  by  oval  apertures, 
4  in.  by  i  in.  The  two  half  sheets  are  then  cemented 
together  in  position  by  means  of  two  glass  strips, 
16  in.  by  2  in.,  which  are  glued  to  the  two  sides  of  the 
divided  sheet  with  boiled  and  hot  Canada  balsam,  the 
said  sheet  being  laid  on  a  flat  table,  the  strips  loaded 
with  weights,  and  left  until  the  balsam  is  set,  which  will 
take  three  or  four  days.  The  general  appearance  of  the 
finished  fixed  sheet,  with  its  "  windows,"  central  aperture, 
and  side  strips  (the  position  of  which  is  indicated  by 
dotted  lines),  is  sufficiently  well  shown  at  Fig.  16,  A. 
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§  32.  This  plate,  when  quite  set  and  firm,  may  have 
any  excess  of  Canada  balsam  that  may  have  exuded 
under  pressure  scraped  off  and  cleaned  away  with  a  rag 
moistened  with  benzoline.  It  should  then  be  placed  on 
the  base  board,  as  shown  at  Pig.   16,  B,  and  the  cleats 


Fio.   17. 

d  and  d!  fastened  thereto  by  glue  and  screws,  the  heads 
of  which  must  be  covered  with  guttapercha.  The  plate 
must  not  be  permanently  fixed  to  the  board  until  after 
the  glass  pillars  have  been  inserted  ;  but  it  is  convenient 
to  place  it  between  the  cleats  (as  shown)  to  try  whethei 
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the  standard  carrying  the  sleeve  in  which  the  spindle  of 
the  movable  plate  turns  is  at  the  right  height  and 
position.  This  also  enables  us  to  try  whether  the  half- 
reel,  which  is  cemented  to  the  movable  glass  disc  and 
spindle,  allows  the  said  movable  disc  to  come  near  enough 
to  the  fixed  plate  without  actually  touching  it.  The 
distance  between  the  two  plates  should  be  about  ^  in. 
If  much  more,  the  brass  sleeve  may  be  filed  down  until 
the  distance  is  sufficiently  diminished ;  if,  on  the 
contrary,  the  disc  runs  too  near  the  fixed  plate,  a  brass 
washer  of  sufficient  thickness  may  be  adjusted  between 
the  end  of  the  sleeve  and  the  half-reel.  It  is,  perhaps, 
as  well  to  point  out  that  the  side  of  the  glass  sheet 
facing  the  rotating  disc  must  be  the  one  on  which  the 
strips  are  not. 

To  insure  good  effects,  the  glass  plates,  as  well  as  the 
"  armatures "  or  projecting  paper  combs,  which  act  as 
"inductors"  through  the  windows,  must  be  carefully 
coated  with  good  shellac  varnish.  Shellac  dissolved  in 
methylated  spirit  is  the  best  for  this  purpose. 

§  33.  The  armatures  must  now  be  placed  in  position. 
These  consist  in  two  portions  of  the  periphery  of  a 
circle,  cut  out  of  stout  paper,  as  illustrated  at  Fig  16,  C. 
The  scalloped  portion  must  project  through  the  windows, 
so  as  to  just  graze  the  surface  of  the  movable  plate. 
The  armatures  are  fastened  on  the  "  back  "  of  the  fixed 
plate  (the  s\dQ  fai^thcst  from  the  rotating  disc)  one  above 
one  window,  and  the  other  below  the  opposite  window, 
by  means  of  good  starch  paste,  and  the  whole  carefully 
varnished,   as   above   recommended,    when    dry.      This 
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having  been  satisfactorily  performed,  two  glass  standards, 
about  8  in.  in  height,  and  \  in.  thick,  are  fitted  with 
brass  tube  tops,  to  which  have  been  previously  soldered 
two  cross  arms,  shaped  like  the  letter  T.  The  tops  can 
be  securely  fastened  to  the  glass  rods  by  means  of  plaster 
of  Paris.  Along  the  top  of  each  T  are  soldered  a  dozen 
brass  brads  to  serve  as  combs  to  collect  the  induced 
electricity.  To  the  leg  of  each  T,  beyond  its  junction 
with  the  brass  tube  that  fits  on  the  glass  rod,  is  soldered 
a  hollow  brass  ball  about  \\  in.  in  diameter,  having  a 
J  in.  hole  right  through  it.  This  hole  serves  for  the 
passage  of  a  sliding  brass  rod,  furnished  with  a  glass 
handle  on  the  outer  extremity,  and  an  inch  brass  ball  at 
the  other.  The  outer  extremity  of  each  head  of  the 
T-piece  must  be  furnished  with  a  smooth  wooden 
prolongation  at  right  angles  with  the  T.  This  has  a 
deep  "nick"  in  its  inner  surface,  and  serves  to  support 
the  fixed  plate.  The  combs  at  the  end  T-pieces  must  be 
at  such  a  height  that  they  come  just  opposite  the 
scalloped  edges  of  the  paper  armature.  A  glass 
standard,  with  its  comb,  ball,  sliding  rod,  and  projecting 
wooden  arm,  is  illustrated  at  Fig.  17,  A. 

After  the  rotating  glass  plate  has  been  placed  in 
position,  with  its  spindle  in  the  sleeve,  and  the  small 
driving  pulley  keyed  or  screwed  at  the  other  end,  the 
glass  pillars  may  be  cemented  in  position  with  Trout's 
elastic  clue,  care  being  taken  that  the  nicks  in  the 
wooden  prolongation  of  the  T-picces  come  into  firm 
contact  with  the  fixed  glass  plate.  A  stout  gut  band 
will  be  found  best  to  drive  with.     The  complete  instru- 
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ment  is  shown  at  Fig.  17,  B.  It  is  usual  to  add  Leyden 
jars  to  these  instruments,  as  in  the  Bertsch  and  Carre 
machines,  in  order  to  increase  the  capacity  of  the  two 
conductors. 

N.B. — The  Canada  balsam  for  attaching    the  strips 
to  the  plates  is  best  thickened  by  placing  in  a  shallow 


Fig.  18. 
saucer  in  a   slow  oven,  and  gently   heating  it   until  a 
small  portion  withdrawn  on  a  cold  iron  rod,  sets  zvhcn 
cold.     It  must  be  applied  while   warm,  and  the   glass 
strips  should  also  be  warmed. 

It  is  with  considerable  diffidence  that  the  author 
ventures  to  place  before  the  reader  the  following  in- 
fatructions    concerning  the    construction  of  the  Wims- 
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hurst  machine,  since  the  machine  has  been  so  fully  and 
ably  described  by  the  inventor  himself.  However,  to 
render  this  series  complete,  a  brief  sketch  of  the  mode 
of  making  two  simple  forms  will  be  given. 

h  34.  The  Wimshurst  Influence  Machine. — The 
portions  that  first  demand  our  attention  are  the  plates. 
These  should  be  of  glass — good  window-glass — as  flat 
as  can  be  got,  and  not  too  green  in  colour  (as  it  is  apt 
to  be  poor  in  insulating  power)  is  to  be  preferred.  This 
is  to  be  cut  into  two  discs,  each  16  in.  in  diameter. 
The  thickness  of  these  discs  should  not  exceed  ^:\th 
of  an  inch.  As  in  the  Carre  and  Bertsch  machines,  it 
will  be  actually  better  not  to  have  holes  drilled  in  the 
plates,  but  to  fasten  the  bosses  to  the  plates  as  described 
at  §  20.  These  bosses  consist  in  two  circular  pieces  of 
mahogany  or  other  well-seasoned  wood,  not  less  than 
4  in.  in  length.  (It  is  a  great  mistake  to  have  these 
too  short,  as  then  the  glass  discs  come  too  near  the 
standards,  and  much  electricity  leaks  away.)  It  is  best 
to  turn  these  up  in  the  lathe,  of  the  form  and  dimen- 
sions shown  in  Fig  18,  a.  While  in  the  lathe,  a  perfectly 
central  hole  nearly  \  in.  in  diameter  must  be  bored  in 
the  small  end  of  the  boss  (as  shown  in  the  cut),  reaching 
nearly,  but  not  quite,  to  the  thick  end  of  the  boss.  This 
hole  must  be  bushed  for  its  whole  length  with  \  in.  brass 
tubing,  and  some  stout  steel  wire  which  just  enters  the 
brass  tube,  selected  and  straightened  out  to  serve  as 
spindles  on  which  the  bosses  are  to  turn.  Mr.  Wims- 
hurst, in  his  directions,  says  :  '■  I  must  impress  upon 
those  who  make  a  machine  that  they  cannot  give  too 
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much  care  in  selecting  the  tubes  to  fit  properly,  on 
the  steel  wire ;  it  will  save  trouble  throughout  the 
making,  and  the  machine,  when  made,  will  work  more 
smoothly."  The  centre  of  the  glass  plates  having  been 
obtained  as  described  in  §  20,  the  bosses  are  attached 
to  the  plates  precisely  as  described  therein.    When  quite 


set  and  dry,  the  plates  should  be  varnished,  in  a  warm, 
dry  room,  on  both  sides,  with  good  shellac  varnish,  and 
the  varnish  dried  oy  the  fire. 

§  35,  As  shellac  varnish  is  in  constant  requisition  for 
insulating  electrical  apparatus,  I  give  Mr.  Wimshurst's 
recipe  for  the  preparation  and  preservation  of  this  usefwl 
compound.     Take  a  large,  wide-mouthed   bottle — say, 
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a  pickle  bottle — fit  to  it  a  soft  wooden  bung,  bore  a  hole 
through  this  bung,  and  in  this  hole  tightly  fix  the 
handle  of  a  rather  large  brush  (the  brush  end  being  in 
the  bottle) ;  then  about  half-fill  the  bottle  with  good 
shellac,  cover  the  shellac  with  methylated  spirits,  and 
shake  the  bottle  occasionally.  In  about  24  hours  it 
will  be  ready  for  use.  By  this  means  the  brush  is 
always  clean  and  serviceable. 

§  36.  While  the  varnish  is  drying  on  the  glass  discs 
the  operator  may  strike  out  on  a  piece  of  paper  a  circle 
of  the  same  diameter  as  the  discs,  and,  by  means  of  the 
compasses,  divide  the  circle  into  sixteen  equal  parts, 
drawing  radial  lines  at  each  division,  from  centre  to 
circumference.  This  divided  circle  will,  if  placed  on 
a  flat  table  under  the  glass  discs,  enable  the  operator 
to  fasten  down  the  tinfoil  "  sectors "  or  segments,  at 
equal  distances  from  each  other. 

§  37.  These  sectors  consist  in  wedge-shaped  strips  of 
tinfoil,  slightly  rounded  at  the  top  and  bottom,  as 
shown  at  d  (Fig.  18),  31  in.  in  length,  by  f  in.  wide  at 
top,  diminishing  to  1  in.  wide  at  bottom.  These  sectors 
are  easily  attached  to  the  glass  plates  by  placing  these 
latter  in  turns  upon  the  paper  circle  (§  36),  and,  having 
rubbed  a  little  t/iic/c  shellac  varnish  over  one  surface 
of  the  tinfoil  sector,  placing  it  (shellac  side  downwards) 
on  to  the  glass  plate,  just  over  one  of  the  lines,  care 
being  taken  to  leave  about  h  in.  of  clear  glass  between 
the  periphery  of  the  disc  and  the  circle  of  sectors. 
The  line  showing  this  distance  had  better  be  struck 
out  with   the  compasses  on  the  paper,  as  the  perfect 
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regularity  of  the  circle  of  sectors  adds  much  to  the 
neat  appearance  of  the  machine.  One  disc,  mounted 
on  its  boss,  and  fitted  with  sectors,  is  shown  at  Fig.  i8,c. 
When  the  sectors  are  firmly  stuck  down  to  the  glass, 
and  the  varnish  quite  dry,  it  will  be  well  to  run  a 
brush  charged  with  varnish  round  the  inner  and  outer 
extremities  of  the  tinfoil  sectors.  These  rings  of 
varnish  may  extend  \  in.  inwards,  but  not  more.  They 
serve  to  increase  the  adherence  of  the  sectors  to  the 
glass,  and  also  to  insulate  slightly  the  extremities.  On 
the  centre  of  each  disc,  exactly  opposite  the  bosses, 
must  now  be  fastened  with  hot  marine  glue  or  Prout's 
elastic  glue,  a  small  ebonite  washer,  punched  out  of 
sheet  ebonite  bV  in.  thick.  These  washers  are  to 
prevent  the  rotating  glass  discs  from  actually  touching 
during  rotation. 

§  38.  The  stand  next  demands  our  attention.  It 
should  be  made  of  mahogany,  walnut,  or  some  other 
well-seasoned  wood.  Six  pieces  will  be  required — viz., 
two  pieces  20  in.  long  by  3  in.  wide,  and  i  in.  thick  ;  two 
pieces  14  in.  long  by  3  in.  wide,  and  two  uprights  17  in. 
in  height,  3  in.  square.  These  two  latter  must  be  cut 
round  the  lower  end  to  form  a  square  tenon  2  in.  long 
by  2  in.  square  section,  and  two  of  their  sides  must  be 
made  to  slope  away  2  in.,  this  forming  the  top  end, 
which  must  be  rounded,  as  shown  at  Fig.  18,  d  d' .  A 
hole  of  exactly  the  diameter  of  the  steel  spindle  on 
which  the  plates  are  to  run  must  be  drilled  through  each 
standard,  at  about  an  inch  from  the  top,  care  being 
taken  that  these  two  holes  come  exactly  opposite  each 
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other  and  at  the  same  height  in  the  standards,  otherwise 
the  plates  will  not  run  opposite  each  other.  At  about 
3f  in.  from  the  tenon,  and  on  the  same  side  of  each 
standard,  a  long  semi-cylindrical  slot  is  cut,  about  \  in. 
deep ;  this  serves  for  the  spindle  of  the  driving-wheels 
to  run  in.  All  these  pieces  are  shown  in  Fig.  1 8,  where 
d d'  are  the  uprights,  <?  e'  the  long  cross  pieces,  and//' 
the  lower  pieces  of  the  stand  ;  these  pieces  must  be 
planed  up  so  as  to  fit  accurately ;  mortice  holes,  cut  in 
the  centre  of  the  20  in.  strips  to  take  the  tenons  of  the 
uprights.  The  whole  is  then  joined  together  so  as  to 
make  a  strong  frame,  with  glue  and  screws  ;  the  long 
strips  being  screwed  over  the  14  in.  pieces  at  each 
extremity  so  as  to  form  a  square  14  in.  by  20  in.  As 
the  two  short  pieces  are  placed  beloiv  the  larger  ones, 
and  as  the  uprights  are  morticed  into  these,  it  is  neces- 
sary to  make  the  ends  of  the  uprights  project  i  in. 
through  the  holes,  so  as  to  afford  a  support  to  the  centre 
of  the  frame.  With  a  spokeshave,  or  similar  tool,  the 
sharp  edges  should  be  taken  off  the  frame,  so  as  to 
prevent  dispersion  of  electricity.  The  frame  and 
standard  being  put  together,  as  shown  at  Fig.  19,  A,  it 
will  be  well  to  cut  out  the  holes  in  the  centre  of  the 
shorter  pieces  of  the  frames,  which  holes  are  to  receive 
the  glass  rods  or  jars  (as  the  case  may  be)  which  support 
the  conductors  and  combs.  These  holes  may  be  begun 
with  a  centre-bit,  and  should  be  2  in.  in  diameter  if  jars 
are  to  be  used,  or  i  in.  if  glass  rods  only  are  to  be 
employed, 

5  39.  As  the  glass  discs,  when  mounted,  must  rotate 


62  ELECTRICAL  INSTRUMENT  MAKING  FOR  AMATEURS. 

in  contrary  directions,  it  is  necessary  to  have  two 
driving-wheels  on  a  spindle  wherewith  to  drive  them, 
and  to  connect  one  driver  with  one  boss  (§  34)  by  means 
of  a  straight  band,  while  the  other  transmits  its  motion 
by  means  of  a  crossed  band.  These  driving-wheels 
may  be  turned  out  of  any  suitable  wood,  ']\  in.  in 
diameter ;  they  should  have  a  centre-bit  hole,  \\  in. 
in  diameter,  put  through  the  centre  ;  a  length  of  some 


Fig.  20. 
good  hard  wood  should  then  be  turned  up  to  make 
the  spindle,  on  which  the  two  wheels  must  be  tightly 
fitted  and  glued.  Care  must  be  taken  that  the  edges 
of  the  wheels,  when  glued  to  the  wooden  spindle,  should 
come  exactly  opposite  the  V  groove  in  the  bosses  (§  34) 
when  the  glass  discs  are  in  their  places.  These  wheels 
must  have  a  groove  turned  in  their  edges,  to  take  the 
driving-band.     The  length  of  the  wooden  spindle  m.ust 
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be  such  as  to  just  not  reach  from  standard  to  standard, 
say  7^  in.  A  central  hole,  about  \  in.  in  diameter,  is 
now  made  through  the  entire  length  of  this  wooden 
spindle,  and  through  this  wooden  spindle  is  driven  an 
iron  rod  15I  in.  in  length,  \  in.  diameter,  projecting 
3  in.  at  one  end,  and  4  in.  at  the  other.  At  the  longest 
end  this  rod  is  squared  up  to  take  a  driving-handle 
If  the  wooden  spindle  does  not  fit  quite  tight  upon  the 
metal  rod,  it  will  be  better  to  drill  a  hole  through  wood 
and  iron  and  drive  in  a  metal  pin.  The  driving  spindle 
is  placed  in  the  two  semi-cylindrical  slots  cut  in  the 
sides  of  the  standards  (§  38),  and  is  kept  in  its  place  by 
means  of  two  small  rounded  cleats  screwed  thereto. 
These  driving-wheels,  with  their  spindles,  etc.,  are 
represented  at  Fig.  19,  B. 

§  40.  The  next  step  is  to  mount  the  combs  and  con- 
ductors on  to  the  glass  pillars,  which  are  to  insulate 
them.  These  pillars,  of  which  two  are  required,  should 
be  I  in.  in  diameter  and  15  in.  in  length.  Good  white 
glass  that  becomes  readily  electrical  on  friction  should 
be  chosen.  They  must  be  fitted  with  brass  collars  i  in. 
long,  at  the  upper  extremities,  and  to  these  collars  are 
soldered  brass  balls  2  in.  in  diameter.  At  the  upper 
portion  of  these  balls  is  drilled  a  hole  \  in.  in  diameter, 
into  which  are  fitted,  but  not  fixed,  brass  rods  \  in.  thick, 
about  16  in.  long.  These  rods  are  bent  into  quadrants, 
and  terminate  in  brass  balls.  It  must  be  noted  that 
the  two  brass  balls  terminating  these  rods  must  be  of 
different  sizes  to  obtain  the  best  effects.  In  the  sized 
instrument  under  consideration,  one  should  be  f  in.  and 
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the  Other  ii  in.  in  diameter,  and  nicely  poh'shed.  By 
not  having  the  rods  as  fixtures  in  the  top  of  the  glass 
pillars,  it  is  easy  to  exchange  the  rods  if  the  direction  of 
the  flow  of  the  current  in  the  machine  is  reversed,  either 
accidentally  or  intentionally.  The  combs,  which  must 
be  screwed  to  the  centre  of  each  2  in.  ball  that  terminates 
the  glass  pillars,  consist  in  \  in.  brass  rods  12  in.  long, 
terminating  in  brass  balls  about  \  in.  diameter  and  bent 
into  the  shape  of  a  horseshoe,  so  as  to  embrace  both 
the  plates.  In  the  interior  of  the  horseshoe  are  soldered, 
or  otherwise  affixed,  four  or  five  ^in.  brass  points.  The 
whole  arrangement  of  the  glass  pillars,  with  its  collecting 
comb,  large  ball,  movable  end,  and  terminating  ball,  is 
shown  at  Fig.  19,  C. 

§  41.  The  plates  can  now  be  mounted  on  the  stan- 
dards. To  this  end,  each  plate  in  turn  is  held  with  its 
boss  against  the  small  hole  at  the  top  of  the  standard 
on  the  steel  rod,  which  was  chosen  as  running  freely  in 
the  bushing  of  the  boss  (§  34),  pushed  through  this  hole 
and  into  the  hole  in  the  boss  as  far  as  it  will  go.  The 
rod  is  then  cut  off,  leaving  an  inch  projecting  on  the 
outside  of  the  standard.  With  a  file,  a  nick  is  cut  in  this 
steel  rod  at  about  the  centre  of  the  portion  that  is  to 
remain  in  the  standard,  then  a  round-headed  screw  is 
driven  into  the  top  of  the  standard  to  enter  this  nick  and 
keep  the  steel  rod  quite  firm  and  immovable.  To  the 
projecting  ends  of  the  steel  rods  are  affixed  the  bent  rods 
carrying  the  brushes.  These  rods  are  technically  known 
as  the  "  neutralising  rods,"  They  are  made  from  \  in. 
brass  rod,  about  17  in.  in  length.    A  hole  f  in.  deep  and 
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about  g-  in.  wide,  is  drilled  at  the  two  extremities  of  each 
of  these  rods.  A  little  tuft  of  about  a  dozen  short 
lengths  of  the  fine  wire  used  by  the  gilt  lace  manufac- 
turers, is  made  into  a  brush  by  binding  at  the  bottom 
end  with  a  little  of  the  same  wire ;  this  same  end  is 
pushed  in  the  holes  in  brass  rod,  and  wedged  firmly  into 
place  by  means  of  a  little  wooden  wedge.  There  are 
two  such  rods  ;  and  each  rod  must  have  a  brush  at  each 
end.  A  short  length  of  brass  tubing,  fitting  tightly  on 
to  the  projecting  pieces  of  the  steel  spindles  carrying  the 
plates,  is  now  procured,  and  cut  into  two  pieces  i^  in, 
long.  With  a  round  file,  a  slot  (sufficiently  deep  to 
take  the  brass  neutralising  rods  just  finished)  is  produced 
in  these  pieces,  and  each  rod  having  been  placed  in  this 
slot,  at  its  centre,  is  soldered  thereto.  At  the  same  point, 
to  give  a  finish,  and  prevent  dissipation  of  electricity,  is 
also  soldered  a  small  brass  ball.  Each  rod  is  then  bent 
slightly  in  the  shape  of  a  bow,  so  that  the  "  brushes  " 
shall  come  into  contact  with  the  sectors,  when  the 
neutralising  rods  are  put  in  their  places  on  the  steel 
spindle. 

The  appearance  of  the  complete  machine,  with  the 
"  brushes "  in  their  right  position  for  a  right-handed 
person  to  drive,  is  shown  at  Fig.  20. 

§  42.  The  Plate  Electric  Machine. — The  ordi- 
nary frictional  machine,  although  far  behind  the  induc- 
tion machines  in  point  of  efficiency,  will  always  be  a 
favourite  with  amateurs,  owing  to  the  ease  with  which  it 
maybe  constructed. 

A  circular  glass  plate,  12  in.  in  diameter,  having  been 
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cut  out  and  mounted  by  either  of  the  methods  described 
at  §  I'^etscq,  is  supported  by  its  spindle,  on  two  standards 
(similar  to  those  described  and  figured  at  §  22),  standing 
about  8  in.  high,  2  in.  wide,  and  f  in.  thick.  These  are 
let  in,  by  mortising,  to  a  base  board  14  in.  by  9  in.  by 
I  in.,  at  a  distance  of  about  2  in.  from  each  other,  with 
their  flatter  sides  facing  as  shown  at  §  39,  with  this 
difference — that  they  must  stand  within  an  inch  on  either 
side  of  the  centre  of  the  base  board  with  the  glass  plate 
between  them.  The  wood  to  be  used  for  all  the  parts  of 
this  machine  should  be  thoroughly  well  seasoned,  and  if 
after  being  planed  up  it  is  well  rubbed  with  a  flannel 
pledget  dipped  in  melted  paraffin  wax,  it  will  be  much 
improved.  The  spindle  on  one  side  should  not  project 
beyond  the  standard,  while  on  the  other  it  should  extend 
about  I  in.  beyond  the  opposite  standard,  and  on  this  end 
should  be  filed  up  square  to  take  a  handle  by  which  it  is 
to  be  rotated.  As  in  §  19,  so  here,  a  shoulder  must  be 
turned  at  each  end  of  the  spindle  to  prevent  the  plate 
riding  backwards  and  forwards  on  the  standards.  Two 
cushions  are  now  made  by  cutting  two  thin  smooth 
pieces  of  wood  4  in.  long,  i|  in.  wide,  and  a  i  in.  thick, 
and  covering  these  on  one  side  with  tinfoil  attached 
with  good  paste  or  thin  glue.  When  dry,  the  tinfoil  is 
covered  over  to  the  depth  of  about  |  in.  with  horsehair, 
mixed  with  some  short  lengths  of  very  fine  iron  wire, 
such  as  is  used  by  florists  under  the  name  of  "  binding 
wire."  A  square  of  flannel  of  the  same  size  as  the  little 
board  is  now  laid  over  the  packing,  and,  finally,  the 
whole  is  covered  with  good  wash-leather,  which  is  drawn 
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tightly  round  the  edges  and  ghicd  thereto,  tacks  being 
used  to  hold  the  leather  in  its  place  until  the  glue  is  dry. 
N.B. — The  corners  of  the  wood  to  which  the  leather  is 
attached  should  be  rounded,  to  prevent  dissipation  of 
electricity. 

In  order  that  the  cushions  may  press  firmly  against 
the  glass  plate,  and  yet  at  the  same  time  f;;ivc  \.o  any 
inequality  in  surface,  or  want  of  elasticity,  it  is  well  not 
to  fix  the  rubbers  or  cushions  in  any  permanent  manner 
to  the  standards.  A  mode  which  works  admirably,  is  to 
drill  two  holes  at  the  centre  of  the  edge  of  each  cushion 
to  the  depth  of  about  f  in.  A  stout  piece  of  brass  wire 
(say  \  in.  in  diameter)  10  in.  in  length,  is  hammered  at 
its  centre,  to  render  it  springy,  and  then  bent  into  the 
shape  of  a  letter  U,  the  legs  standing  at  such  a  distance 
apart  as  just  to  face  the  two  holes  just  bored  in  the 
cushions  when  these  latter  are  held  firmly  against  the 
glass  plate.  The  top  of  each  leg  of  the  U  is  then  bent 
sharply  at  right  angles  to  the  rest  of  the  leg  for  a  length 
of  f  in.,  the  bend  in  each  leg  facing  and  being  parallel 
to  its  neighbour.  The  U  is  then  squeezed  together  at 
its  upper  extremities  until  the  two  bent  pieces  just 
touch. 

These  pieces  are  pushed  into  the  holes  in  the 
cushions,  care  being  taken  that  the  leathers  of  the 
cushions  face  one  another.  The  plate  having  been 
placed  in  its  position  on  the  standards,  the  two  cushions 
(which  are  held  face  to  face  by  the  U  spring)  are  slightly 
separated,  and  caused  to  grip  the  glass  plate  between 
them.     They  must  be  pushed  so  far  towards  the  centre 
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of  the  glass  plate  as  to  clear  it  by  about  2  in.  The  plate 
is  allowed  to  tu:n  until  the  cushions  come  in  a  line  with 
the  standards,  and  then,  having  decided  in  which  direc- 
tion the  plate  is  intended  eventually  to  be  rotated,  three 
cleats  of  wood  are  glued  to  the  inside  of  the  standards 
to  prevent  the  cushions  from  being  carried  round  during 
rotation.  These  three  cleats  or  stops  are  put  together 
like  a  letter  E  without  the  central  stroke,  so  that  the 
mere  act  of  rotating  in  the  right  direction  causes  the 
cushions  to  hold  in  their  right  position  on  the  standards, 
while  the  U -spring  pinches  them  against  the  plate. 
When  it  is  desired  to  remove  the  cushions  for  the  pur- 
pose of  amalgamating,  etc.,  it  is  only  needful  to  give 
the  handle  a  half-turn  backwards,  when,  of  course,  the 
plate  being  gripped  by  the  spring  and  cushions,  brings 
these  along  with  it  out  from  between  the  cleats.  A 
metallic  chain  should  hang  from  the  bottom  of  the  U- 
spring  and  touch  the  base  board. 

A  solid  glass  rod  16  in.  by  f  in.  in  diameter  must  nov,' 
be  procured.  This  must  be  cemented  into  a  wooden 
foot  about  f  i:;.  thick  by  2  in.  wide,  and  3  in.  or  4  in. 
long,  having  a  rather  long  slit  through  it,  so  that  it  can 
be  screwed  down  to  the  base  board  of  the  electric 
machine  by  means  of  a  thumbscrew,  the  slit  being  in- 
tended to  allow  of  a  little  adjustment  in  the  way  of 
approach  or  recession  from  the  plate.  It  is,  perhaps, 
needless  to  observe  that  this  glass  rod  must  be  placed 
on  that  side  of  the  glass  plate  where  the  Jiandle  is  not, 
just  in  a  line  with  the  standards.  This  glass  rod  must 
be  surmounted  with  a  brass  or  wooden  ball,  at  least  4  in. 
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in  diameter  (a  good  skittle  ball  does  admirably).  If  of 
wood,  it  must  be  carefully  and  smoothly  covered  with 
tinfoil.  Besides  the  hole  into  which  the  glass  rod  enters 
and  to  which  it  must  be  cemented,  this  ball  has  two 
other  holes — viz.,  one  about  |- in.  in  diameter  facing  the 
glass  plate  ;  another,  also  about  \  in.  in  diameter,  at  the 
top,  opposite  and  perpendicular  to  the  one  in  which  the 
glass  rod  enters.  Into  thi^  latter  is  fixed  a  rod  of  metal 
about  lin.  in  diameter,  which  extends  straight  upright  for 
a  distance  of  4  in.  from  the  ball,  and  is  then  bent  so  as  to 
form  a  ring  12  in.  in  diameter.  This  ring,  and  the  rod, 
except  at  the  extremity,  where  it  enters  into  the  ball, 
should  be  carefully  and  neatly  wrapped  with  good  string, 
1  in.  thick,  after  the  manner  in  which  fencing  foil 
handles  are  wound.  The  coating  of  string  should 
be  rubbed  over  with  melted  paraffin  wax,  and  lastly, 
carefully  varnished  with  the  red  varnish  previously 
described. 

The  effect  of   this   ring  (known  as  Winter's  ring)  is 
greatly  to  intensify  and  lengthen  the  spark. 

All  that  now  remains  to  be  done  is  to  make  the 
collectors.  To  this  end,  two  rings,  4  in.  in  diameter, 
must  be  made  out  of  ^  in.  galvanised  iron  wire,  allowing 
a  length  of  about  5  in.  of  wire  to  project  beyond  the 
circles.  A  dozen  sharp-pointed  brads  are  now  to  be 
soldered  at  equal  distances  all  round  these  rings  so  that 
when  the  rings  are  lying  flat  on  a  table  the  points  of  the 
brads  stand  upright.  The  projecting  wires,  or  stalks,  of 
these  rings  are  now  bent  sharply  at  right  angles  to  the 
rings,  at  about  \  in.  from  the  rings,  in  such  a  manner 
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that  if  placed  with  the  stalks  in  the  side  hole  in  the 
ball,  the  teeth  in  the  one  ring  shall  face  the  surface  of 
the  glass  plate  nearer  the  handle,  while  the  teeth  of  the 
other  ring  shall  face  that  surface  of  the  plate  which  is 
nearer  the  ball. 

Having  adjusted  the  rings  so  that  the  distance 
between  the  teeth  of  the  rings,  and  the  glass  plate  shall 
not  be  more  than  the  I  in.,  nor  less  than  |  in.,  the 
operator  will  solder  the  two  stalks  together  ;  cut  thcni 
off  to  such  a  length  as  to  enable  them  to  enter  the  hole 
m  the  ball,  and  yet  retain  the  correct  distance  either 
side  of  the  plate.  The  stalks  should  then  be  wrapped 
in  twine  (except  at  the  end  that  enters  the  ball),  paraf- 
fined and  varnished  as  above.  This  end  may  now  be 
glued,  wrapped  in  tinfoil,  and  forced  tightly  in  the  hole 
in  the  ball.  Such  a  machine,  with  cushions  freshly 
dressed  with  amalgam,  will  give,  in  dry  weather,  sparks 
2  in.  long. 

§  43.  Condensers.— These  are  instruments  which 
owe  theirpecuHarpower  of  retaining  charges  of  electricity 
to  the  fact  that  one  conducting  surface  connected  to 
earth  or  other  large  conductor  confers,  by  induction, 
a  greater  capacity  for  charge  in  a  second  insulated 
conducting  surface  than  this  latter  would  have  were  it 
not  for  the  presence  of  the  first  surface. 

Condensers  may  be  conveniently  divided  into  three 
groups,  according  to  their  forms,  and  the  nature  of  the 
insulator  used  between  the  two  conducting  surfaces — 
1st,  Bottle  formed,  or  "  Leyden  jars";  2nd,  Coated 
glass  sheets,  also  called  fulminating  panes  or  Franklin's 
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plates  ;  3rd,  Coated  sheets  of  paraffined  paper  or  other 
flexible  insulator,  known  as  Fizeau's  condensers, 

§  44.  The  Leyden  Jar. — -Every  dabbler  in  elec- 
tricity has,  at  one  time  or  other,  made  a  Leyden  jar; 
not  every  one  has  made  a  good  one.  The  first  point 
to  be  noted  is  the  shape  of  the  bottle  or  jar  to  be  used. 
It  must  have  a  neck  sufficiently  wide  to  allow  the  inner 
coating  to  be  easily  placed  in  it  and  smoothly  laid. 
To  this  end  the  mouth  should  certainly  not  be  less 
than  2  in.  in  diameter  for  a  jar  6  in.  by  3  in.,  and  so  on 
in  proportion.  The  next  point  that  demands  attention 
is  that  the  bottle  or  jar  should  be  of  nearly  uniform 
thickness,  and  free  from  flaw  or  crack.  To  ascertain 
this,  it  shobld  be  made  to  "  ring."  The  last,  but  certainly 
most  essential  point,  electrically  speaking,  is  that  the 
glass  of  which  it  is  constructed  should  be  really  a  good 
insulator.  The  white,  or  rosy  white  glass  (which  con- 
tains manganese)  is  very  deficient  in  this  regard.  The 
greener-coloured  glasses  are  generally  good  insulators. 
To  test  this  point  clean  and  dry  the  bottle.  When 
quite  dry,  but  cold,  rub  it  briskly  on  the  outside  with 
a  warm  silk  handkerchief.  Reject  all  such  jars  as  do 
not  easily  and  quickly  become  charged  so  as  to  give 
a  distinct  spark.  Choose  all  such  as  retain  the  charge 
(once  acquired)  longer  than  the  others.  The  jar  or  jars 
chosen  should  now  be  fitted  with  a  sound  bung.  This 
requires  cutting  neatly  above  and  below,  so  as  to  be 
quite  smooth,  the  upper  surface  being  afterwards  rather 
thickly  coated  with  good  red  sealing-wax.  (N.B. — 
The   coating   of    sealing-wax   should    not   be    applied 
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until  the   bung  has   been  pierced  centrally  and  a   rod 
fitted.) 

It  is  essential  that  the  bung  should  be  7iew,  or  at 
least  unused,  for  if  it  has  served  for  acid  or  salts,  it  will 
be  found  to  attract  moisture,  and  greatly  detract  from 
the  efficiency  of  the  jar.  The  knob  of  the  jar  should  be 
one  of  those  brass  balls  which  can  be  procured  from 
most  of  the  metal-shops  in  Clerkenvvell,  where  they  are 
known  under  the  name  of  "metal  beads."  A  female 
screw  can  be  made  in  the  orifice  of  the  brass  ball,  and 
a  thread  put  on  a  short  length  (say  6  in.)  of  stout  brass 
wire  to  fit.  This  wire,  or  rod,  with  its  accompanying 
ball  is  now  fitted  to  the  bung.  This  is  effected  by 
making  a  small  central  hole  in  the  bung  with  a  bradawl, 
considerably  smaller  than  the  rod.  This  latter  is  then 
forced  in  until  about  two-thirds  of  its  length  has  been 
pushed  through  the  bung.  When  this  has  been  done, 
the  upper  surface  of  the  bung  (that  nearer  the  brass 
ball)  should  receive  its  coating  of  sealing-wax.  Should 
there  be  any  difficulty  in  procuring  a  brass  ball,  a 
substitute,  quite  as  efficient,  though  not  so  imposing 
in  appearance,  will  be  found  in  a  leaden  bullet,  cast 
upon  the  end  of  a  brass  or  copper  rod  of  the  desired 
diameter  and  length.  The  next  step  is  to  coat  the  jar 
with  tinfoil.  It  is  better  to  begin  with  the  inside,  as 
when  the  outside  is  coated  it  is  not  easy  to  see  what  is 
going  on  inside.  A  piece  of  good  tinfoil  is  cut  into 
a  circle,  a  trifle  narrower  than  the  outside  diameter  of 
the  bottom  of  the  jar.  One  side  of  this  is  carefully 
rubbed  over  (with  the  finger)  with  thin  hot  glue.     It 


THE  LEYDEN  JAR. 


73 


is  then  allowed  to  fall  in  the  jar,  glue  side  downwards, 
and  is  pressed  into  its  place  at  the  bottom  by  means 
of  a  small  mop  (similar  to  those  used  to  clean  lamp- 
glasses).  The  jar  is  now  measured  from  the  bottom  to 
the  bung.  Three-quarters  of  this  are  marked  off  as  the 
height  to  which  the  tinfoil  coating  may  reach.  A  strip 
of  tinfoil  of  this  width,  and  three  times  the  diameter  of 
the  jar,  is  now  cut.  For  convenience  of  getting  in  the 
jar,  especially  if  this  latter  be  narrow,  it  will  be  well  to 
divide  the  strip  of  tinfoil  into  two  halves,  and  having 
glued  one  half,  slip  it  in  the  jar,  having  previously  given 
it  a  little  bend,  push  it  into  its  place,  and  smooth  it 
down  by  means  of  a  tooth  brush,  then  insert 
the  other  half  in  a  precisely  similar  manner. 
Care  must  be  taken  that  these  side  pieces 
come  into  actual  contact  with  the  bottom 
circlet.  The  inside  being  thus  coated,  the 
outside  may  be  proceeded  with  in  precisely 
similar  manner  ;  only  the  sides  may  be 
covered  by  one  entire  piece  of  tinfoil,  and 
this  should  lap  somewhat  over  the  bottom. 
The  coatings  should  be  allowed  to  dry 
thoroughly  before  the  jar  is  used  or  touched, 
as  otherwise  the  outer  coating  will  be  wrinkled 
up  and  spoiled.  Very  charming  effects  of 
a  multiplicity  of  sparks  during  discharge,  may  be 
obtained  by  coating  the  inside  of  the  jar  with  a  number 
of  small  diamonds  of  tinfoil,  almost,  but  not  quite 
touching,  instead  of  with  one  continuous  layer.  The 
outside    should,  in    this   case,  be  covered   with    similar 
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diamond -shaped  pieces,  and  this  latter  should  have  a 
circular  hole  cut  in  each,  so  that  each  hole  should  stand 
over  the  corners  of  the  inside  diamonds.  By  this  means 
not  only  are  the  sparks  between  the  outer  diarnonds 
seen,  but  also  those  between  the  inside  ones.  The  jar 
being  coated  and  dry,  the  bung,  with  its  rod  and  ball, 
is  fitted  to  it.  It  is  well  to  attach  a  small  piece  of  metal 
chain  to  the  end  of  the  rod  (by  soldering),  to  insure 
contact  between  the  rod  and  the  inner  coating.  The 
absolute  size  of  the  jar  and  its  parts  may  be  varied  at 


Fig.  22. 

will  ;  but,  to  obtain  the  best  results,  the  following 
relative  dimensions  will  be  found  useful : — Let  the  height 
of  the  jar  be  three  times  its  diameter ;  the  length  of 
rod  and  ball  four  times  the  diameter.  With  these  pro- 
portions, and  especially  if  the  coatings  do  not  extend 
beyond  three-fourths  of  the  height  to  the  bung,  the  jar 
will  be  found  to  hold  a  good  charge  for  some  time. 
A  lesser  charge,  with  longer  retention,  may  be  obtained 
by  using  less  coated  surface — say,  two-thirds,  or  even  a 
half,  of  the  total  height,  instead  of  three-fourths.    Fig.  21 
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shows  the  relative  sizes  and  shapes  of  the  different 
portions  of  the  jar  ;  Fig.  22  shows  the  inner  and  outer 
diamond- shaped  pieces  of  tinfoil  to  be  used  if  a  "spangle 
jar"  be  desired. 

§45.  Fulminating  Panes,  or  "  Franklin's  plates"  as 
they  are  also  called,  are  easily  made  by  coating  both  sides 
of  a  sheet  of  glass  with  tinfoil,  to  the  extent  of  half  of  the 
entire  surface,  leaving  the  margins  all  round  clear  glass. 
The  glass  should  be  chosen  with  the  same  precautions 
as  to  insulating  power  as  in  the  case  of  Leyden  jars 
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(§  44),  and  the  corners  of  the  tinfoil  should  be  rounded 
as  rounded  ones  dissipate  electricity  less  than  pointed 
ones.  Good  paste  or  glue  (thin)  will  do  very  well  to 
stick  the  foil  down  to  the  glass.  When  quite  dry,  any 
superfluous  glue  or  paste  may  be  removed  from  the 
edges  of  the  foil  and  glass  by  means  of  a  slightly 
damped  rag.  The  tinfoil  should  be  lightly  burnished 
with  a  bone  or  ivory  knife  handle.  As  a  further 
protection  against  sparking  over,  it  is  well  to  varnish 
round  the  edges  of  the  tinfoil  with  a  coating  of  good 
shellac  varnish.  In  charging  this  condenser,  it  must  be 
borne  in  mind  that  one  surface  must  be  connected  to 
earth    or    other   large    conductor,    while    the    other    is 
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receiving  the  charge  ;  otherwise  its  capacity  is  very 
h'mited.  A  very  convenient  size  and  form  of  the 
Franklin  plate  is  shown  at  Fig.  23. 

§  46.  Owing  to  the  facility  with  which  these  glass 
plates  are  broken,  they  are  not  much  used  at  present  as 
condensers.  Other  insulators,  having  at  once  the 
advantages  of  being  lighter,  less  fragile,  more  flexible, 
and  of  higher  specific  inductive  capacity  than  glass,  are 
now  used  in  all  instruments  intended  for  practical  work. 
Of  these,  good  paper,  free  from  holes,  soaked  in  melted 
paraffin,  stands,  if  not  alone  as  the  first,  in  the  very  first 
rank.  Next  comes  paper  soaked  in  good  shellac 
varnish  ;  then  thin  sheet  ebonite,  which  can  be  bent  by 
heat  to  any  shape  ;  and,  lastly,  good  indiarubber  cloth. 
The  mode  of  making  a  condenser,  with  either  of  these 
insulators,  will  be  the  same  in  each  case,  so  th°  student 
will  do  well  to  try  his  hand  at  a  Fizeau's  condenser,  as 
being  at  once  the  most  useful  and  least  expensive. 

§  47.  Fizeau's  Condensers. — These  areemployed  foi 
two  purposes  :  {a)  to  increase  the  efficiency  of  induction 
coils,  by  taking  up  the  "  extra "  current  induced  in 
the  primary ;  {b)  to  measure  electrostatic  capacity. 
Condensers  for  coils  may  be  of  any  dimensions  between 
9  in.  by  7  in.  and  2  in.  by  4  in.,  according  to  the  power 
of  the  instrument  with  which  they  are  intended  to  be 
used  ;  the  former  size  for  coils  giving  from  i  in.  to 
3  in.  spark,  the  latter  for  coils  giving  sparks  of  J  in.  or 
less.  In  the  former  case  as  many  as  150  alternations 
of  tinfoil  will  be  needed;  in  the  latter,  from  25  to  30 
v/ill   be  ample.     Having  decided    upon  the   size  to  be 
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employed,  the  student  will  select,  at  any  photographic 
stores,  some  sheets  of  plain  paper  (not  salted  or 
albumenised)  known  as  Papier  Rive.  These  sheets  run 
about  22  in.x  i8  in.  so  that  each  sheet,  if  cut  in  half 
lengthwise,  and  in  three  across,  will  give  six  sheets 
7  in.x 9  in.  In  selecting  this  paper  it  should  be  held 
between  the  eye  and  the  light,  so  that  any  holes  or 
imperfections  may  at  once  be  seen  ;  and  any  sheet  which 
is  faulty  in  this  regard  at  once  rejected.  The  paper 
having  thus  been  chosen,  and  cut  to  the  desired  size, 
should  be  placed  in  a  square  flat  dish,  a  trifle  larger  than 
the  sheets  themselves.     The  best  dish  to  use  for  this 
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purpose  is  undoubtedly  one  of  the  square  white  earthen- 
ware dishes  in  which  photographers  sensitise  their 
papers  ;  but  if  one  of  these  is  not  procurable,  a  very  fair 
substitute  may  be  found  in  a  square,  flat,  tin  baking 
dish  made  scrupulously  clean.  The  sheets  having  been 
placed  in  the  dish,  several  lumps  of  good  paraffin 
wax  (one  requiring  a  very  high  temperature  for 
fusion  is  the  best  for  this  purpose)  are  scattered 
over  the  paper,  and  the  whole  stood  in  a  gentle  oven 
until    the    wax    is    thoroughly  melted,    and   the   paper 
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has  become  semi-transparent  by  having  absorbed 
it.  If  there  are  any  patches  of  unsaturated  paper 
more  paraffin  wax  must  be  added,  until  the  paper 
is  equally  imbued  with  the  melted  paraffin.  When 
this  is  the  case,  the  sheets  of  paper  should  be 
removed  from  the  oven  one  by  one,  allowinir  each  one 
to  drain  until  it  drips  no  longer.  The  paraffin  will  set 
almost  as  soon  as  each  sheet  is  removed  from  the  oven. 

The  next  operation  consists  in  placing  leaves  of  tinfoil 
in  alternation  with  the  paraffined  paper.  Supposing  we 
have  cut  our  paper  sheets  to  the  size  9  in.  by  7  in.,  we 
shall  require  about  150  sheets  of  tinfoil  7  in.  by  5  in.  ; 
or,  in  other  words,  we  must  allow  a  clear  margin  of  i  in. 
of  paper  all  round  the  squares  of  tinfoil.  We  shall  also 
need  150  strips  of  the  same  tinfoil  about  i  in.  wide  by 
3  in.  long. 

Having  procured  two  thin  pieces  of  board  (common 
deal  will  do)  of  the  same  sizes  as  the  paper,  but  only  ^  in. 
thick,  we  proceed  to  lay  upon  it  a  sheet  of  paraffined 
paper.  In  the  centre  of  this  we  lay  a  sheet  of  tinfoil, 
and  on  this  sheet  of  tinfoil  we  place  one  of  the  3  in.  strips 
to  the  right  hand,  so  that  the  strip  projects  beyond  the 
paper  about  i  in.  We  now  place  another  sheet  Oi 
paraffined  paper  squarely  over  the  first  sheet,  and  then 
a  sheet  of  tinfoil  as  before.  On  this  second  sheet  of 
tinfoil  we  put  a  projecting  strip  of  tinfoil,  but  this  time 
to  the  left.  In  this  manner  the  condenser  is  built  up  of 
alternate  sheets  of  paper  and  tinfoil,  with  strips  of  tin- 
foil projecting  alternately  in  the  right  and  left.  In  our 
rase,  all  the  odd  numbers,  i,  3,  5,  7,  etc.,  being  to  the 
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right,  and  all  the  evens,  2,  4,  6,  8,  etc.,  being  to  the  left. 
Care  must  be  taken  to  end  the  condenser  with  a  sheet 
or  two  of  paraffined  paper.  The  other  board  should 
now  be  placed  over  all,  and  the  whole  bound  neatly 
and  tightly  together  by  WTapping  round  crosswise  (not 
lengthwise  because  of  the  projecting  strips)  vvith  rather 
wide  tape  from  end  to  end,  and  then  stitching  down  the 
ends  of  the  tape.  This  being  done,  the  projecting  strips 
on  each  side  are  folded  tightly  together,  so  that  the 
whole  150  strips  come  into  absolute  contact.  It  is  to 
these  two  projecting  lugs  that  remain  after  this  opera- 
tion, that  the  contact  pillar  and  spring  of  the  coil  are 
attached.     Fig.  24  shows  the  disposition  of  the  sheets  of 
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paraffined  paper  and  tinfoil,  where  pp'  are  the  sheets  of 
paper,  and  TT'  the  tinfoil.  At  Fig.  25  is  shown  the 
complete  condenser,  with  the  projecting  tinfoil  strips 
turned  up  and  compressed  together. 

§  48.  Microfarad  Condenser.— Take  37  sheets  of 
good  tinfoil,  7  in.  by  6  in.,  with  an  equal  number  of  strips 
3  in.  by  \  in.  Procure  about  76  sheets  of  very  thin,  hot- 
pressed  paper  9  in.  by  8  in.,  such  as  is  used  for  bank- 
notes, or  similar.  Choose  it  carefully,  leaf  by  leaf,  free 
from  holes  or  blemishes.  Soak  it  as  above  described  in 
hot  melted  paraffin,  drain,  and  blot  off  each  individual 
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sheet  between  good  blotting  paper.  A  hot  iron  must 
be  used  to  do  this  effectually.  Now  lay  on  a  perfectly 
smooth  and  flat  iron  plate  two  sheets  of  this  paper  (as 
shown  at  P,  Fig  24),  then  a  sheet  of  tinfoil,  quite  in  the 
middle,  then  a  strip,  projecting  to  the  right.  Over  this 
are  placed  two  sheets  of  paraffined  paper  (as  shown  at 
r'),  then  a  sheet  of  tinfoil  with  the  projecting  strip  to  the 
left  (as  shown  at  T').  Proceed  in  this  manner,  laying 
the  sheets  of  tinfoil  over  every  tivo  sheets  of  paper  until 
the  'i^y  sheets  have  been  used  up.  Now,  subject  the 
whole  in  a  press  between  two  iron  plates  to  a  pressure 
of  half  a  ton.  Solder  lightly  all  the  19  ends  on  the 
right-hand  side  together  for  attachment  to  one  terminal, 
and  the  18  ends  on  the  left-hand  side  to  attach  to  the 
other  terminal ;  place  the  condenser  between  two  stout 
boards  clamped  together  by  screws,  so  as  to  maintain 
one  constant  and  invariable  pressure  as  the  capacity 
increases  by  pressure.  Two  binding  screws  must  be 
attached  to  the  two  soldered  ends  of  the  tinfoil  strips 
to  serve  as  terminals.  By  using  two  sheets  of  paper 
between  each  pair  of  tinfoils,  any  liability  to  leakage 
through  the  holes  in  the  paper  is  minimised ;  of  course, 
the  instruments  should  be  tested  against  one  of  known 
capacity  if  great  exactitude  be  required.  If  too  small, 
increase  the  pressure,  or  the  number  of  tinfoil  and  paper 
leaves  ;  if  too  great,  remove  a  leaf  or  two. 


PART  11. 
DYNAMIC  OR  CURRENT  INSTRUMENTS. 

§  49.  The  Medical  Coil. — Procure  a  well-seasoned 
board  of  walnut  about  2\\  in.  in  length,  3  in.  wide,  and 
f  in,  thick.  From  this  cut  one  length  12  in.  long  for 
the  base  board  (Fig.  30),  and  three  pieces  3  in.  square 
(like  Fig.  29),  for  the  coil  heads;  when  cut,  a  fillet  8  in. 
long  must  be  nailed  or  screwed  on  the  two  sides  of  the 
base  board  (as  shown  at  Fig.  30)  ;  these  fillets  should  be 
in.  square  section.  Corresponding  square  nicks  must 
be  cut  in  tzvo  of  the  square  heads  (as  shown  at  a,  a,  a,  a. 
Fig.  31).  All  the  woodwork  when  thus  squared  and 
finished,  should  be  soaked  for  a  quarter  of  an  hour  in 
melted  paraffin  wax,  and  then  rubbed  dry  while  still 
warm. 

Procure  a  thin  brass  tube  (known  in  the  trade  as 
"  triblet  tubing")  about  \  in.  diameter,  4^  in.  long  ;  turn 
up  a  short  plug  and  button  to  fit  one  end  of  this  tube 
and  serve  as  a  handle  (see  Fig,  26),  This  may  be 
fastened  to  the  tube  by  driving  in  three  fine  brass  brads, 
and  filing  oft"  the  heads  flush  with  the  tube. 

Now  cut  up  about   100  lengths  of  straight  iron  wire 
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(best  soft  annealed)  No.  22  gauge,  say,  about  4^  in. 
in  length  ;  fill  the  brass  tube  with  them  as  tight  as  you 
can  fit  them;  cut  them  all  to  the  same  length  (they  must 
protrude  a  little  beyond  the  tube).  Now  draw  out 
about  a  couple  of  inches  of  the  iron  bundle,  and  wrap 
it  tightly  round  with  twine,  leaving  about  \  in.  free. 
Draw  more  out,  and  continue  wrapping  until  you  have 
wrapped  to  within  \  in.  at  each  end  of  the  bundle. 
Tie  the  string,  and  withdraw  the  bundle  from  the  brass 
tube.  Melt  a  little  solder  in  a  ladle,  dip  the  ends  of  the 
iron  bundle  into  soldering  fluid  (zinc  dissolved  in  hydro- 
chloric acid),  and  then  at  once  into  the  melted  solder. 
Allow  the  bundle  to  cool ;  file  off  the  superfluous  solder, 
so  that  the  bundle  will  just  enter  freely  into  the  tube. 
It  should  appear  like  Fig.  27  when  the  string  has  been 
removed. 

§  50.  The  next  operation  is  to  make  a  good  stout 
paper  tube,  also  about  4^  in.  in  length,  into  which  the 
brass  tube  (Fig.  26)  can  slide  easily.  To  make  this,  put  a 
few  turns  of  soaped  writing  paper  round  the  tube  Fig.  26, 
then  roll  and  glue  seven  turns  of  good,  stout  brown 
paper,  4^  in.  in  length,  round  this  writing  paper,  or  else 
it  will  be  difficult  to  draw  out  of  the  tube.  This  paper 
tube  (Fig.  28)  must  be  allowed  to  dry  thoroughly  while 
still  on  the  brass  tube  (Fig.  26).  When  qiiite  dry,  it  must 
be  slipped  off,  the  writing-paper  lining  drawn  out,  and 
then  it  must  be  soaked  for  a  few  minutes  in  melted 
paraffin  wax. 

§  51.  The  iron  bundle  should  also  be  allowed  to  stand 
in  melted  paraffin  wax  for  some  time,  and  then  stood 
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up  to  drain  In  a  warm  place.  This  will  prevent  rusting. 
When  quite  cold,  all  superfluous  paraffin  having  been 
removed;  a  strip  of  brown  paper,  \  in.  wide,  is  rolled 
round  one  extremity  of  the  iron  bundle,  until  it  is  of 
such  a  diameter  as  to  fit  tightly  into  the  paper  tube 
(Fig.  28).  This  paper  strip  must  be  cut  off  at  this  point, 
and  glued  tightly  round  the  end  of  the  iron  bundle. 
The  brass  tube  (Fig.  26)  is  then  slipped  over  the  iron 
bundle,  until  it  just  reaches  the  little  paper  collar  just 
made.  The  brass  tube  and  bundle  together  are  pushed, 
button  end  first,  into  the  paper  tube  (Fig.  28),  and  when 
the  paper  collar  around  the  iron  bundle  is  just  about  to 
enter  the  paper  tube,  it  is  to  be  well  served  with  hot 
glue  and  forced  into  the  tube.  The  whole  must  now  be 
allowed  to  dry  and  set  thoroughly. 

§  52.  Taking  one  of  the  3  in.  heads  (the  one  which 
has  not  any  nicks  in  the  sides)  we  bore  a  central  hole 
with  a  brace  and  centre  bit,  just  large  enough  for  the 
paper  tube  (Fig.  28),  with  its  iron  core,  to  fit  tightly 
(see  Fig.  29).  Putting  a  little  thin  good  hot  glue  round 
the  free  extremity  (the  end  opposite  that  at  which  the 
brass  enters),  we  push  it  into  the  hole  in  the  square 
head,  until  it  projects  about  \  in.  on  the  other  side. 
This  must  be  allowed  to  dry  thoroughly  before  pro- 
ceeding to  the  next  operation. 

§  53.  We  may  now  proceed  to  wind  the  primary  coil. 
To  this  end,  we  take  about  \  lb.  of  No.  24  silk-covered 
copper  wire,  and  wind  it  round  the  tube  (as  shown  at 
Fig-  33).  froin  end  to  end  in  continuous  layers,  taking 
care  to  put  a  sheet  of  paraffined  paper  between  each 
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layer,  and  also  to  baste  each  layer  with  melted  paraffin 
wax  before  winding  on  another.  About  four  layers  will 
thus  be  got  on,  and  an  even  number  of  layers  must  be 
aimed  at,  so  as  to  get  the  two  ends  of  the  wire  at  the 
same  extremity,  thus  rendering  it  easy  to  fasten  them 
under  the  binding  screws  A  A  (Fig.  33).  To  effect  this, 
before  screwing  down  the  said  screws,  the  ends  of  the 
copper  wire  are  stripped  of  their  covering  and  wound 
once  round  the  screw  of  the  binder.  Free  ends  of  wire, 
at  least  6  in.  in  length,  must  be  left  for  attachments, 
etc.     This  is  shown  at  Fig.  34. 

§  54.  This  primary  coil,  with  its  iron  core,  sliding 
brass  tube  regulator,  &c.,  may  now  be  fastened  to  the 
base  board  by  means  of  two  screws  from  underneath,  as 
shown  at  Fig.  32,  at  4  in.  from  one  end,  and  therefore 
8  in.  from  the  other.  One  of  the  free  ends  of  the 
primary  wire  is  brought  to  one  of  the  binding  screws 
A,  while  the  other  connects  to  the  clapper,  B.  A  short 
piece  of  wire  connects  the  platinum  screw  pillar  c  to 
the  other  binding  screw,  which  is  not  visible,  as  it  is 
behind  the  platinum  pillar.  At  this  point  it  will  be  well 
to  try  the  working  of  the  primary  coil.  For  this  purpose 
couple  up  the  two  binding  screws  on  the  base  board  with 
a  good  bichromate  cell.  Connect  the  two  binding 
screws  D  D  (Fig.  32)  with  the  two  brass  handles  intended 
for  use.  Screw  up  the  platinum  screw,  c,  until  the 
clapper,  B,  begins  to  vibrate.  Now  hold  the  handles  in 
your  hand.  As  long  as  the  brass  tube,  E,  is  entirely 
over  the  iron  core  little  or  no  sensation  is  perceptible. 
If    an    assistant  pull  out  the  tube,  little  by  little,  the 
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current  will   be  found   to  increase  in  strength  until  the 
regulator  tube  is  quite  out. 

§  55.  The  secondary  coil  now  demands  our  attention. 
A  paper  tube,  precisely  similar  to  Fig.  28,  but  of  such  a 
size  as  to  slide  easily  over  the  primary  coil  E  (Fig.  32), 
is  prepared,  and  paraffined.  This  must  be  cut  exactly 
the  length  of  the  coil  F,  leaving  the  knob  E  projecting. 
The  two  square  pieces  of  board  in  which  the  nicks  were 
cut  (Fig.  31)  must  have  central  holes  cut  in  them  to  take 
this  paper  tube,  and  then  be  glued,  one  at  each  end  of 
the  said  tube,  as  shown  at  Fig.  31.  Two  small  binding- 
screws  are  then  to  be  inserted  in  the  centre  of  the  upper 
edge  of  each  square.  A  bung  is  now  placed  in  each 
end  of  the  tube,  and  a  \  in.  iron  rod  pushed  through 
both,  to  serve  as  an  axle.  This  is  then  mounted  on  two 
standards,  as  shown  on  Fig.  35,  and  beginning  by 
attaching  one  end  of  the  uncovered  wire  to  the  binding- 
screw  A,  about  \  lb.  No.  36  silk- covered  copper  wire  is 
now  coiled  on,  being  most  diligent  in  avoiding  kinks, 
breaks,  or  flaws  of  every  description.  Each  layer  must 
be  paraffined  and  separated  from  its  neighbour  by 
paraffined  paper.  When  the  quantum  of  wire  has  been 
laid  on,  the  finishing  end  is  connected  to  the  binding 
screw  a\  Fig.  35.  The  last  coil  should  be  covered  with 
paraffin  paper,  and  finally  covered  with  a  jacket  of  good 
silk  velvet.  The  secondary  coil  is  then  complete,  and 
may  be  slid  in  its  place  over  the  primary  coil  (see  Fig. 
36).  When  it  is  quite  over  the  primary,  the  secondary 
current  will  be  at  its  strongest,  if  the  metal  tube  regulator 
is   drawn    out ;    it   will  be   weaker   as  the  metal   tube 
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regulator  is  more  and  more  inserted  ;  or  may  be  even 
more  delicately  regulated  by  sliding  the  secondary  coil 
itself  more  or  less  over  the  primary.  The  secondary 
coil,  while  the  primary  is  being  excited  with  a  freshly 
made  pint  bichromate,  will  give  a  |  in.  spark,  when  the 
regulator  is  out,  and  the  secondary  coil  right  over  the 
primary.     This  will  pass  easily  through  a  dozen  persons. 

§  56.  The  Induction  Coil. — If,  in  the  constructir^n 
of  the  coil  described  in  the  last  eight  sections,  the 
following  modifications  be  made,  the  result  will  be  a  coil 
capable  of  giving  with  6  chromic  acid,  or  Bunsen  cells,  a 
good  inch  spark. 

In  the  first  place,  a  brown  paper  tube  should  be  made, 
9  ins.  long,  f  in.  in  internal  diameter,  and  about  1^5  in. 
thick  by  rolling  and  gluing  the  brown  paper  as  recom- 
mended at  §  50,  round  any  cylindrical  rod  of  the  desired 
diameter. 

This  tube  should  be  treated  with  melted  paraffin  wax 
as  described  at  §  50,  and  then  filled  with  straight  iron 
wires,  No.  18  gauge,  as  tight  as  they  can  be  made  to  fit. 
(These  wires  will  not  require  soldering,  &c.,  as  they  are  to 
remain  permanently  in  the  paper  tube.)  The  wires 
should  protrude  about  f  in,  on  end  side  of  the  paper  tube. 

§  57  The  wooden  heads  should  be  only  two  in 
number,  and  4  ins.  square,  instead  of  3  ins.  as  directed 
at  §  49.  In  one  of  these  heads  (the  one  intended  to  be 
near  the  vibrating  hammer),  two  tV  in.  holes  are  drilled, 
close  to  the  central  hole  through  which  the  paper  tube 
is  passed.  The  two  heads  are  to  be  glued  on  to  the 
paper  tube,  precisely  as  recommended  for  the  secondary 
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coil  tube  at  §  49.  When  dry,  the  whole  affair,  wires 
and  all,  should  be  soaked  in  melted  parafifin  wax. 

It  should  be  then  set  up  between  standards,  and 
wound  carefully  with  four  layers  No.  18  double  silk 
covered  wire.  The  ends  of  this  wire  should  be  brought 
out.  at  the  hole  just  made  in  the  wooden  head.  When 
this,  the  primary  wire  has  been  well,  and  evenly  laid  on, 
it  should  be  well  basted  with  hot  melted  paraffin,  and 
then  surrounded  by  a  layer  of  paraffined  brown  paper, 
pulled  very  tight  and  smooth,  and  made  to  adhere  by 
means  of  melted  paraffin. 

Over  this  layer  of  paper  may  now  be  wound  the 
secondary  wire.  This  should  be  i  lb.  of  No.  39,  in  one 
continuous  length  :  and  should  be  tested  electrically  for 
continuity  before  laying  on.  The  whole  reel  of  wire 
should  be  soaked  in  melted  paraffin  wax,  and  allowed  to 
drain  while  still  hot,  before  being  wound  on  ;  each 
separate  layer  should  be  basted  with  hot  paraffin  wax 
before  being  covered  with  the  next  layer  of  paraffined 
paper.  The  ends  of  the  secondary  should  be  attached 
to  the  binding  screws  marked  A  and  A^  at  Fig.  35,  §  55. 
The  coil  may  now  be  fitted  to  a  stand,  with  the  vibrating 
hammer  and  platinum  screw,  as  described  at  §  54;  but 
the  stand  should  take  the  form  of  a  shallow  box  inverted, 
and  in  the  bottom  must  be  fastened,  by  means  of  catches, 
a  Fizeau's  condenser  §  47,  and  the  hammer  pillar  and  the 
platinum  screw  pillar,  each  separately  connected  to  one 
of  the  projecting  lugs.  A  false  bottom  is  now  put  in  the 
stand,  to  hold  all  in  its  place.  The  condenser  is  essential  to 
obtaining  a  good  long  and  dense  spark.  Careful  insulation 


90  ELECTRICAL  INSTRUMENT  MAKING  FOR  AMATEURS. 

is  also  another  important,  if  not  the  most  important 
item,  in  a  successful  coil. 

§  58.  The  Magneto-Electric  Machine.— This 
is  the  first  form  of  dynamo  which  the  inventive  genius 
of  Faraday  placed  before  the  scientific  world.  It  had 
its  origin  in  the  discovery  "that  a  conductor  moving 
before  the  poles  of  a  magnet,  in  such  a  direction  as  to 
cut  the  lines  of  force  of  the  said  magnet,  had  its 
electrical  condition  upset,  so  that  a  flow  of  electricity 
was  produced  within  it "  ;  and  this  could  be  rendered 
evident  by  suitable  means.  Two  forms  of  magneto- 
electric  machines  will  be  described  :  firstly,  the  ordinary 
"  medical  "  or  "  shocking  "  machine  ;  and  secondly,  a 
rather  more  scientific  instrument,  which  can  be  used 
for  many  experiments,  for  which  the  former  would  be 
totally  useless. 

§  59.  The  "Shocking"  Machine. -The  amateur 
will  need  a  pretty  powerful  horseshoe  r-.agnet,  as  shown 
at  Fig,  37  M,  about  8  in.  long,  made  of  \  in.  steel 
Each  limb  should  be  about  i^  in.  wide,  and  should  at 
the  polar  extremities  stand  about  f  in.  from  the  other. 
If  the  amateur  is  able  to  work  in  steel,  he  may  make 
these  magnets  himself,  and  magnetise  them  by  passing 
magnetising  coils  of  wire  round  each  limb,  and  sending 
a  powerful  current  of  electricity  through  the  coils,  until 
the  magnet  •  is  sufficiently  strong.  For  the  purpose 
required,  the  magnets  should  pull  easily  a  weight  of 
10  lb.  ;  but  it  will,  in  most  cases,  be  found  cheaper  to 
buy  these  magnets  ready  made.  The  armature  can  be 
readily  constructed    at  home.     It  consists  in  two  iron 
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bobbins,  F  F',  screwed  on  to  an  iron  yoke,  or  cross- 
piece,  Y ;  these  bobbins  should  be  turned  up  out  of  the 
very  best  soft  iron  circular  rod,  about  \\  in.  diameter. 


Fro.  37. 

The  centres,  or  cores,  should  be  turned  down  to  about 
\  in.  in  diameter,  a  flange  about  tV  in.  in  thickness  being 
left  at  both  erds.     A  hole  must  be  drilled  up  the  centre 
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of  each  bobbin,  and  this  hole  must  be  tapped  to  receive 
an  iron  screw  about  i  in.  long,  -h  in.  diameter.  These 
screws  serve  to  clamp  the  bobbins  to  the  yoke.  Owing 
to  the  weight  of  the  coiled  bobbins,  and  the  high 
speed  at  which  they  must  be  driven,  it  is  needful  that 
these  screws  should  be  strong  to  resist  the  centrifugal 
tendency.  The  length  of  the  bobbins,  including  flanges, 
is  li  in.  If  the  operator  has  not  a  lathe,  he  may  make 
a  fair  substitute  for  the  turned  bobbins  by  putting  a 
screw-thread  on  the  top  and  bottom  of  two  pieces  of 
\  in.  iron  rod,  ig  in.  in  length,  and  screwing  thereto 
discs  of  soft  iron,  tV  in.  in  thickness,  if  in.  in  diameter, 
having  holes  drilled  and  tapped  in  their  centres  to  take 
the  extremities  of  the  rods.  The  yoke  Y  has  in  its 
centre  a  §  in.  hole,  which  must  be  carefully  bushed  with 
some  good,  hard  insulator,  such  as  ebonite,  ivory,  or 
boxwood,  soaked  in  paraffin  wax. 

§  60.  The  shaft  or  spindle  on  which  the  armature 
revolves  constitutes  the  distinguishing  feature  of  this 
particular  form  of  magneto  machine.  It  must  be  com- 
pact, easy  to  construct,  strong,  and  well  insulated  in  its 
two  halves.  It  must  also  have  some  device  whereby 
contact  can  be  made  and  broken  two  or  three  times 
during  each  revolution.  To  this  end  an  iron  rod,  about 
5  in.  long  and  \  in.  in  diameter,  is  turned  down  at  both 
ends  for  a  length  of  \  in.,  to  about  ii  in.  in  diameter. 
This  is  to  produce  a  shoulder  at  each  end  for  the 
spindle  to  rest  in  its  bearings.  These  thinner  ends  are 
shown  at  A  and  a'.  Another,  -h  in.,  is  taken  off  at  one 
end  for  about  \  in.,  say,  at  the  end  A'.     Then  a  screw- 
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thread  of  about  \  in.  in  length  is  run  on  at  D'.  The 
rod  is  then  cut  in  two  at  D,  and  a  length  of  about 
\  in.  is  turned  down  to  about  J  in.  in  diameter.  A 
screw  must  be  formed  on  this  thinner  portion,  as  shown 
at  D.  The  portion  b'  has  then  a  hole  about  f  in.  in 
depth  drilled  in  it,  and  about  ~h  in.  in  diameter.  A 
female  screw  must  be  cut  in  this,  and  the  hole  bushed 
with  ivory  or  ebonite,  as  shown  at  C.  Great  care  must 
be  taken  in  tapping  this  to  receive  the  screwed  end 
of  D,  that  the  two  halves  of  the  divided  rod  are  perfectly 
insulated  from  one  another.  To  this  end  an  ebonite 
washer  is  placed  at  w.  It  is  well  to  test  for  insulation 
by  inserting  the  spindle  at  this  point,  in  the  circuit 
between  a  galvanometer  and  a  battery.  If  any  current 
passes  so  as  to  produce  a  deflection,  the  hole  c  must  be 
cleaned  out  and  replugged,  until  perfect  insulation  has 
been  effected.  Two  small  holes,  to  take  short  screws 
about  A  in.  diameter  by  \  in.  in  length,  must  be  drilled 
and  tapped,  near  B  and  B'.  These  are  intended  to 
make  connection  with  the  two  ends  of  the  wire  coming 
from  the  bobbins,  as  shown  at  Q.  The  next  operation 
is  to  turn  up  a  small  brass  pulley,  about  A  in.  in 
thickness,  by  about  \  in.  in  diameter,  which  must  have 
a  female  screw  put  in  it  to  fit  over  D',  as  illustrated 
at  P.  This  pulley  serves  at  one  time  to  clamp  the  yoke 
Y  in  its  place  on  the  spindle,  and  to  communicate  th2 
motion  from  the  little  driving-wheel  to  the  armature 
spindle.  All  that  now  remains  to  be  done  to  the 
spindle  is  to  file  about  \  in.  of  its  length,  just  beyond 
the   screw-thread    d',  intp  a  triangular   form,  like   the 


94  ELECTRICAL  INSTRUMENT  MAKING  FOR  AMA  TEURS, 

Grecian  letter  a,  as  shown  at  E'  and  E.  The  length  of 
the  finished  spindle  should  be  3f  in. 

§  6 1.  A  brass  frame,  of  the  form  and  dimensions 
figured  at  Fig.  38  A,  must  now  be  provided.  In 
substance  it  should  be  1  in.  wide  by -I- in.  deep.  At  the 
point  d  the  frame  expands  both  above  and  below,  so  as 
to  form  a  lug,  projecting  about  \  in.  on  either  side, 
against  which  can  be  clamped  the  magnet,  M  (Fig.  37). 
The  amateur  should  construct  a  pattern  of  this  frame 
in  wood  a  trifle  larger  than  it  is  intended  to  be  (to  allow 
for  shrinkage),  and  after  having  carefully  smoothed  and 
bevelled  the  edges,  send  it  to  the  brass  founder's  to  get  a 
similar  one  cast  in  brass.  When  cast,  the  frame  will 
require  careful  cleaning  and  trueing  up  with  a  file. 
Holes  to  take  ^^  in.  diameter  screws  must  then  be 
drilled  and  tapped  at  c  c.  These  serve  to  fasten  the 
frame  into  its  box.  At  B  and  B'  rather  larger  holes 
must  be  bored,  the  former  being  carefully  bushed  with 
ivory  or  hard  ebonite,  the  latter  fitted  with  a  metal 
screw,  through  both  of  which  a  hole  is  put,  sufficiently 
large  to  serve  as  bearings  for  the  end,  A  and  A',  of  the 
spindle  (see  Fig.  37  AA').  At  e  and  e ,  precisely 
opposite  one  another,  are  drilled  two  ^5  holes,  which 
serve  as  bearings  for  the  driving-wheel.  At  _/]  a  small 
hole  about  ^  in.  and  J  in.  deep,  is  drilled  and  tapped,  to 
receive  a  small  screw.  This  is  intended  to  receive  the 
small  contact  spring  R  (Fig.  37.) 

§  62.  The  next  thing  needed  is  a  small  brass  driving- 
wheel  about  4  in.  in  diameter  and  ^  in.  thick,  with  a 
groove  cut  in   the  periphery,  to  take  a  gut  band.     The 


THE  '■'■  SHOCKING     MACHINE. 


95 


tyro  need  not  make  a  pattern  for  this,  for  nearly  Cv'ery 
toy-engine  shop  keeps  brass  flywheels  of  about  this  size. 
If  it  have  not  a  groove  when  bought,  one  can  easily  be 
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Fig.   38. 

put  in  it  on  the  lathe.  This  wheel  is  shown  at  Fig.  38, 
G,  mounted  on  an  iron  shaft,  3  in.  long,  H.  This  fly- 
wheel may  be  keyed  or  brazed  to  the  shaft.  Just 
beyond    the  fly-wheel  at   I,  the    shaft  is    turned   down 
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SO  as  just  to  enter  freely  into  the  holes  e  and  e'. 
At  the  extremity,  G,  a  screw  thread  is  put  on  the 
projecting  end  of  the  rod,  to  take  the  female  screw  of 
the  driving  handle,  shown  at  J.  At  the  opposite 
extremity,  H,  the  shaft  is  drilled  and  tapped  to  take  a 
rather  large-headed  screw,  which  serves  to  prevent  the 
shaft  from  riding  to  and  fro. 

§  63.  The  operator  may  now  proceed  to  wind  the 
bobbins.  For  this  purpose  he  will  need  about  i  lb.  of 
No.  26  or  28  double  silk-covered  wire.  Having  ascer- 
tained, by  testing  with  a  battery  and  galvanometer,  that 
the  wire  is  continuous,  it  will  be  well  to  soak  the  coil  of 
wire  for  a  few  minutes  in  hot  melted  paraffin  wax, 
allowing  the  paraffin  afterwards  to  drain  off,  by  suspend- 
ing the  coil  for  a  few  minutes  in  a  rather  warm  place.  The 
iron  bobbins,  F  F'  (Fig.  37),  are  then  wrapped  round  with 
one  layer  of  brown  paper,  which  is  fastened  down  to  the 
cores  with  good  glue.  Two  semicircles,  with  hole  cut  in 
the  interior  to  fit  the  iron  cores,  are  also  glued  inside 
the  flanges,  so  that  the  whole  of  the  inside  of  the 
bobbins  is  entirely  covered  with  brown  paper.  When 
the  glue  is  quite  dry,  the  bobbins  may  be  warmed,  and 
plunged  for  a  few  seconds  in  hot  melted  paraffin.  Each 
bobbin  is  then  to  be  wound,  in  tJie  same  direction,  with 
the  wire  above  specified,  until  the  bobbin  is  filled  to  the 
top  of  the  flange.  To  prevent  unwinding  the  finished 
ends  may  be  tied  down  to  the  bobbin  with  a  bit  of  silk, 
leaving,  however,  about  2  in.  of  the  \v\xq.  free  for  attach- 
ment to  the  spindle.  The  commencing  ends  of  the 
wire  must  also  be  allowed  to  protrude  beyond  the  flange 
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for  2  in.  or  3  in.  for  connection.  The  two  bobbins  are 
then  screwed  firmly  to  the  yoke,  the  yoke  afterwards 
being  put  on  the  spindle.  When  this  has  been  done  the 
four  ends  of  the  wires  are  joined,  as  shown  at  Q  (Fig.  37)  ; 
that  is  to  say,  the  two  lower  ends  (after  their  covering 
has  been  removed),  are  twisted  together,  soldered,  and 
rubbed  over  with  Front's  elastic  glue,  to  insure  insula- 
tion ;  while  the  two  top  ends  are  screwed  each  one 
down  to  the  shaft,  one  at  B,  and  the  other  at  B',  the 
covering  having  been  previously  removed  from  the  wire 
at  these  points  to  insure  perfect  electric  contact  with  the 
two  halves  of  the  shaft.  In  order  that  the  machine 
may  work,  the  relation  between  the  winding  and  connec- 
tions of  the  lower  ends  of  the  bobbin  wires  (as  seen 
from  the  yoke  end),  must  be  like  this — co.  A  thin 
ebonite  washer  is  now  placed  over  the  yoke,  and  the 
little  pulley,  P,  screwed  tightly  in  its  place.  This  must 
be  screwed  down  very  firmly,  as  upon  this  depends  the 
stability  of  the  armature.  The  armature  is  now 
finisJied,  as  far  as  actual  work  goes,  but  the  boboins  may 
be  covered  with  any  pretty-coloured  silk  velvet,  if 
appearance  be  studied. 

§  64.  The  brass  frame  is  now  clamped  by  means  of 
a  stout  brass  cross-piece  K  (Fig.  38)  to  the  magnet ;  and 
if  necessary  a  second  cross-piece  (also  of  brass)  is  screwed 
to  the  frame  at  L.  The  back  end  of  the  armature 
spindle  (the  end  farthest  from  the  pulley)  is  passed  into 
the  larger  hole  B,  of  the  frame  A.  This  will  allow  the 
other  end  of  the  spindle  being  inserted  into  the  opposite 
hole  B,  without  strain.     When  the  spindle  is  in  its  place 
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the  hollow  screw  is  place  in  B',  and  screwed  home,  until 
the  armature  spindle  can  just  turn  freely,  without  too 
much  play,  before  the  poles  of  the  magnet.  In  like 
manner  the  driving-wheel  G  is  put  in  its  place  by  passing 
the  long  end  of  spindle  through  the  holes  e  and  c\  and 
then  fixing  it  in  position  by  means  of  the  larger  headed 
screw  already  mentioned  at  the  end  of  §  62. 

The  small  spring  R  is  then  screwed  down  to  the  frame 
aty".  It  mwsV Just  rest  on  the  projecting  corners  of  the 
triangle  e\  during  rotation,  and  Just  clear  the  flattened 
portions.  On  careful  attention  to  this  point  a  great 
deal  of  the  efficiency  of  the  machine  depends.  The 
shock  is  felt,  not  while  the  current  is  continuous,h\xt  at 
the  instants  of  breaking  and  making  contact.  The 
instrument  can  now  be  placed  in  any  suitable  box,  which 
must  be  sufficiently  long  to  allow  the  armature  to  rotate 
without  striking  against  the  ends,  and  just  a  trifle — say 
\  in. — wider  than  the  frame.  The  frame  is  attached  to 
the  box  by  means  of  screws  which  pass  through  the 
box  into  the  holes  c  and  cy  of  the  frame.  The  screw 
at  c  should  be  hollow,  so  as  to  take  a  small  pin,  or 
metal  hook,  which  is  intended  to  make  connection 
with  the  metallic  cords  and  handles,  that  are  used  for 
giving  shocks.  Another  similar  screw  is  put  in  the  side 
of  the  box  almost  opposite  the  armature,  and  to  this 
screw,  in  the  inside  of  the  box,  is  fastened  a  rather  stiff 
brass  spring  about  \  in.  wide,  bent  into  the  shape  of  L, 
the  longer  end  of  which  must  press  firmly  against  the  end 
of  the  armature  spindle  which  projects  through  the  hole  B 
Fig.  38  .  This  latter  screw  forms  the  other  terminal  of  the 
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machine,  the  other  cord,  etc.,  being  affixed  thereto.  It 
is  usual,  though  not  essential,  to  place  a  soft  iron  keeper 
at  the  back  of  the  magnet's  poles,  which  may  be  partially 
or  wholly  removed  at  will.  This  enables  the  operator 
to  regulate  somewhat  the  strength  of  the  shocks  b}' 
increasing  the  inductive  effect  of  the  magnet  on  the 
armature,  consequent  on  the  removal  of  keeper  from  near 
its  poles.  There  must  also  be  a  hole  in  the  box,  to 
allow  of  the  insertion  of  the  driving- handle,  J. 

§  65.  The  Uni-direction  Current  Machine. — 
At  §  59  we  studied  the  construction  of  the  magneto 
specially  designed  for  physiological  effects.  Here  we 
shall  direct  our  attention  to  one  that  may  be  used  for 
heating,  lighting,  chemical,  and  electro-magnetic  experi- 
ments generally. 

The  first  thing  to  be  procured  or  made,  as  described 
at  §  59,  is  a  horse-shoe  magnet,  having  a  clear  space  of 
I  in.  between  the  poles,  8  in.  long,  \  in.  thick,  and  li  in. 
wide.     This  should  be  capable  of  lifting  at  least  10  lb. 

An  armature,  or  iron  core,  3  in.  long,  ^|  in.  diameter, 
with  a  channel  all  round  its  length,  f  in.  wide,  §  in,  deep 
at  the  sides,  J  in.  deep  at  the  ends,  as  shown  at  Fig.  39,  must 
next  be  made.  It  may  be  cast  in  good  malleable  iron, 
and  carefully  annealed  ;  but  it  will  give  better  results  if 
cut  out  of  a  soft  piece  of  circular  wrought-iron  rod,  v^'hich, 
with  a  good  file  and  a  little  patience,  may  be  filed  up  to 
the  desired  shape.  Should,  however,  a  casting  be  pre- 
ferred, the  pattern  for  the  purpose  may  be  cut  out  of  a 
common  broom  stick,  nicely  sand-papered  to  the  desired 
size,  the  channel  being  cut  out  with  a  sharp  chisel. 
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Whichever  plan  may  be  adopted,  the  armature,  pre- 
vious to  winding,  must  be  fitted  with  two  brass  or  gun- 
metal  heads,  wherein  the  spindle  is  affixed.  For  this 
purpose,  the  amateur  who  has  no  lathe  must  strike  two 
cu'cles  \i  in.  diameter  on  a  piece  of  hard  sheet  brass,  \  in. 
thick,  great  care  being  taken  to  get  the  circles  true,  and 
the  centres  distinctly  marked.  These  circles  can  be  cut 
out  roughly  with  a  hack-saw,  and  finished  up  carefully 
to  the  line  with  a  file.  A  perfectly  central  hole  is  to  be 
drilled  in  each  disc  with  an  Archimedean  drill,  to  take 
circular  iron  rod  iV  in.  diameter.     Two  smaller  holes, 
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Fig.  39. 

one  on  each  side  of  the  central  aperture,  are  also  drilled 
through  the  brass  circlets.  These  are  to  take  the  screws 
which  hold  the  heads  on  to  the  armature.  Holes  cor- 
responding exactly  to  these  in  position,  must  now  be 
drilled  in  the  two  extremities  of  the  armature,  the 
greatest  care  being  taken  that  the  heads  are  fitted  truly, 
so  that  the  armature  may  run  without  wobbling.  These 
holes  in  the  armature  must  be  tapped  so  as  to  take  the 
screws. 

On  the  brass  circlet  which  will  afterwards  be  placed 
nearer  to  the  commutator,  must  be  drilled  yet  two  more 
holes,  through  which   the  ends  of  the  wire,  with  which 
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the  armature  will  be  wound,  must  protrude.  When 
the  armature  and  heads  have  thus  been  fitted,  two 
pieces  of  the  h  in.  iron  rod  before-mentioned  should  be 
cut,  one  for  the  back  and  the  other  for  the  front  or  com- 
mutator end,  the  former  being  about  i^  in.  long,  the 
latter  2  in.  A  thread  must  be  put  on  the  end  of  each 
of  these  rods  where  they  enter  the  brass  circlets,  and 
after  being  screwed  in,  the  end  must  be  burred  over  by 
hammering,  so  as  to  prevent  the  rods  (which  serve  as 
the  spindle  for  the  armature)  from  working  loose  during 
rotation. 


Fig.  40. 

§  66.  A  small  piece  of  boxwood  about  i  in.  long  is 
now  to  be  cut  or  turned  into  a  perfect  cylinder  about 
I  in.  diameter.  A  hole  t\  in.  diameter,  is  put  centrally 
through  this,  so  that  it  can  be  made  to  fit  tightly  on  the 
spindle.  A  piece  of  brass  tubing,  about  ^s  in.  thick,  i 
in.  long,  and  i  in.  in  internal  diameter,  is  now  driven  on 
to  the  boxwood  cylinder.  Two  short  brass  screws,  not 
reaching  to  the  iron  spindle,  must  now  be  procured,  and, 
holes  having  been  drilled  at  two  opposite  points  in  the 
diameter  of  the  ring,  and  countersunk,  the  screws  are  in- 
serted and  tightly  screwed  down  so  as  to  hold  the  ring 
in  its  place.     The  brass  tube  or  ring  is  now  cut  into  two 
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halves  by  giving  two  fine  saw  cuts  across  the  ring  at 
two  points  equi-distant  from  the  screws  just  inserted, 
This  completes  the  commutator,  which  is  now  ready 
to  be  slipped  on  the  longest  end  of  the  spindle  when 
required. 

§  ^y.  The  next  operation  is  to  wind  the  armature  ; 
and  here  the  amateur  must  use  his  own  discretion  as  to 
whether  he  will  wind  it  for  a  large  current  of  low  E.M.F., 
or  for  a  high  E.M.F.,  but  little  current.  If  he  desires 
to  have  both  he  will  do  well  to  make  two  armatures 
precisely  as  described,  and  wind  the  one  with  coarse 
wire,  say  No.  14,  for  large  currents,  and  the  other  with 
No,  22,  for  smaller  currents  of  higher  E.M.F.  Previous 
to  winding,  however,  the  armature  must  be  taped,  as  it 
is  technically  called,  to  insure  perfect  insulation. 

To  this  end  the  brass  heads,  with  the  spindle,  etc.,  are 
removed,  and  a  piece  of  silk  ribbon,  I  in.  wide,  glued 
right  round  the  central  portion  of  the  channel  of  the 
armature  so  as  to  entirely  cover  the  iron.  In  like 
manner,  the  sides  of  the  channel  are  also  covered  with 
silk.  When  the  glue  is  quite  dry,  the  armature  may  be 
immersed  bodily  in  melted  paraffin  wax,  so  as  to  satu- 
rate the  silk  thoroughly  with  paraffin.  It  should  then 
be  taken  out,  allowed  to  drain,  and  set. 

§  68.  The  armature  may  now  be  wound.  The 
operator  takes  the  armature  in  his  left  hand,  with  that 
end  which  is  to  be  against  the  commutator  nearest  to 
him.  Holding  in  his  left  hand  also,  about  6  in.  of  spare 
end  of  the  wire  with  which  he  intends  to  wind  the 
armature,  he  grasps  the  reel  or  hank  in  his  right,  and 
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winding  always  in  the  same  direction,  fills  up  the  channel 
with  the  wire,  taking  care  to  wind  tightly,  smoothly,  and 
evenly,  and  being  most  careful  not  to  abrade  the  covering 
of  the  wire,  so  as  to  produce  leakage.  About  3  oz.  can 
be  laid  on  without  extending  beyond  the  sides  of  the 
channel.    (See  Fig.  40.) 

It  will  be  well,  before  finishing  the  armature  to  test 
the  wire  for  insulation.  This  can  be  done  by  connecting 
one  end  of  the  wire  to  one  pole  of  a  single-cell  chromic 
acid  battery,  the  other  pole  of  which  is  connected  to 
one  terminal  of  a  galvanometer.  A  short  length  of  wire 
is  attached  to  the  other  ..terminal  of  tiie  galvanometer. 
If  with  this  wire  the  iron  part  of  the  armature  be 
touched  no  deflection  will  ensue  if  the  insulation  between 
the  coiled  wire  on  the  armature  and  the  iron  body  of 
the  armature  is  good :  but  if  it  be  defective,  the  needle 
will  swing  round  and  indicate  the  fact.  It  is  needless 
to  point  out  that  the  iron  of  the  armature  should  be 
sand-papered  at  the  spot  where  it  is  to  be  touched  with 
the  wire,  as  otherwise  the  paraffin  wax  adhering  to  it 
might  falsify  the  results  of  this  trial. 

Both  the  beginning  and  ending  portions  of  the  coiled 
wire  must  be  brought  out  at  the  commutator  end  of  the 
armature.  The  heads  of  the  armature  can  now  be 
permanently  screwed  on,  the  ends  of  the  coiled  wire 
pushed  through  the  two  holes  left  in  the  head,  the  wire 
pulled  very  tight,  the  holes  bushed  with  melted  gutta- 
percha to  prevent  any  chance  contact  of  the  wires  with 
the  brass  head,  then  the  commutator  pushed  on  to  the 
spindle  (a  drop  of  white  hard  varnish  having  been  pre- 
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viously  applied  thereto  to  insure  adhesion)  ;  and  lastly 
the  two  projecting  ends  of  the  wire,  cleaned  from  their 
covering,  and  soldered,  one  to  each  brass  cheek  of  the 
commutator,  as  shown  in  the  cut  at  Fig.  40,  which  also 
shows  the  position  the  slits  on  the  commutator  should 
occupy  with  relation  to  the  channel  of  the  armature. 
N.B. — Only  one  slit  is  shown,  as  also  only  one  wire, 
since  the  other  is  hidden  by  the  spindle.) 

§  69.  The  magnet  should  now  be  mounted  on  a  stained 
wood  or  mahogany  base  board,  about  14  in.  long,  by  8  in. 
wide,  and  i  in.  thick.  Two  pieces  of  well-seasoned  wood 
(deal  will  do)  i^  in.  in  square  section  and  about  6  in. 
long  are  to  be  glued  one  each  side  of  the  centre  of  the 
base  board,  so  that  the  magnet  can  lie  with  each  pole 
supported  on  one  of  these  strips,  leaving  a  clear  place 
for  the  armature  to  lie  betv/een  without  touching  any- 
tliing. 

A  piece  of  square  brass  rod  l  in.  in  section  and  4J  in. 
long  is  next  procured,  A  i  in.  hole  is  drilled  at  each 
extremity  to  take  a  long  screw.  At  the  centre,  another 
piece  of  similar  brass,  I  in.  square,  but  only  j  in.  thick, 
is  soldered,  and  through  this  is  drilled  a  i\  hole  to 
serve  as  a  bearing  for  the  back  spindle  of  the  armature. 
This  piece  of  brass  serves  a  double  purpose.  It  acts  as  a 
strap  to  hold  the  magnet  in  its  place  when  screwed  down 
by  the  two  side  screws  ;  it  also  serves  to  carry  the  bear- 
ing. The  exact  distance  of  this  brass  strap,  from  the 
poles  of  the  magnets,  depends  on  the  length  of  the  arma- 
ture ;  it  should  be  so  placed  that  when  the  spindle  is  in 
the  bearing  up  to  the  brass  head,  the  front  head  should 
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just  be  flush  with  the  poles  of  the  magnet.  The 
appearance  of  the  magnet,  supported  on  the  two  wooden 
blocks  and  held  down  with  the  straps,  is  well  shown 
at  Fig.  41. 

For  the  front  bearing,  a  piece  of  stout  sheet  brass 
about  J  in.  in  substance  is  cut  into  the  shape  of  an  angle 
about  I4  in.  wide  at  the  base,  2  in.  high,  rounded  at  the 
apex.  The  base  of  this  triangle  is  bent  at  right  angles 
to  the  rest  to  the  depth  of  about  i  in.,  in  order  to  form  a 


Fig.  41. 

foot.  Two  holes  must  be  drilled  into  this  reverted 
portion,  into  which  are  passed  two  screws  to  attach  it  to 
the  base  board.  The  armature  having  been  placed  in 
the  back  bearing,  is  supported  by  a  cork  and  side 
wedges,  so  that  it  stands  equi-distant  from  either 
pole  of  the  magnet,  touching  at  no  part.  The  front 
bearing  is  then  rested  on  the  base  board,  and  pushed 
against  the  front  spindle.  A  mark  is  made  where  it 
touches,  and  a  x^  hole  drilled  through  the  bearing  at  this 
spot.     This  must  be  cleared  out,  so  that  the  armature  can 
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rotate  freely  between  the  poles  of  the  magnet,  supported 
on  the  back  and  front  bearing,  without  any  strain,  twist 
or  bind. 

A  keyway  must  be  filed  on  the  back  spindle,  and  a 
small  1  in.  grooved  pulley  keyed  thereon. 

§  70.  In  order  to  collect  the  electricity  set  up  by  the 
rotation  of  the  armature,  two  "  brushes  "  are  needed. 
These  consist  in  two  strips  of  sheet  copper,  about  50  in. 
thick,  hammered  until  quite  springy,  and  then  cut  about 
\  in.  wide,  by  2 A-  in.  long.  At  about  \  in.  from  one  end 
of  each  strip  is  punched  a  circular  hole,  wide  enough  to 
take  the  tang  of  a  binding  screw.  Two  little  blocks  of 
boxwood,  about  |  in.  in  square  section,  one  being  f  in. 
high,  the  other  about  i^in.  in  height,  are  now  to  be  glued 
on  to  the  base  board,  one  on  each  side  of  the  commutator 
(§  66)  at  a  distance  of  about  if  in.  from  it.  To  insure 
rigidity  and  strength,  these  two  blocks  should  be  made 
longer  than  they  are  intended  to  stand  above  the  level  of 
the  base  board,  a  corresponding  square  hole  being  cut 
into  the  base  board  with  a  chisel.  On  gluing  these 
blocks  in  their  places,  there  will  be  no  fear  of  there 
becoming  detached. 

When  quite  dry,  a  small  hole  (a  little  less  than  the 
tang  of  the  binding  screws  which  are  to  be  used)  is 
drilled  centrally  and  perpendicularly  in  these  blocks. 
Each  copper  strip  or  "brush"  is  now  bent,  so  that  when 
lying  on  its  block  it  just  touches  the  commutator  ring ; 
that  on  the  higher  block  resting  on  the  commutator 
above,  while  the  one  on  the  lower  block  can  be  just 
caused   to   touch   the   commutator   underneath        The 
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binding  screws  are  then  inserted  in  the  holes  through 
the  brushes  into  those  in  the  blocks,  and  then  screwed 
down  tightly,  so  as  to  hold  the  brushes  firmly  in  their 
place,  pressing  lightly  against  the  commutator  above  and 
below.  These  two  binding  screws,  as  shown  at  Fig.  42, 
serve  as  \\\q.  poles  or  terminals  of  the  machine,  and  to 
these  the  wires,  etc.,  may  be  attached  to  lead  the  current 
where  desired. 


Fig.  42. 

§  71.  The  only  thing  now  needed  is  a  bracket  and 
hand-wheel,  wherewith  to  drive  the  armature.  The 
simplest,  and  at  the  same  time  the  strongest  mode  of 
affixing  these,  is  to  have  a  /^-shaped  bracket  cast  in  iron 
at  the  nearest  foundry.  This  should  be  9  in.  in  height, 
and  should  stride  over  the  magnet,  clearing  it  on  each 
side  by  about  i  in.     Holes  must  be  drilled  in  the  feet  to 
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screw  it  to  the  base  board,  and  at  the  top  a  hole  must  be 
put  through  it  to  take  a  bolt  and  nut.  A  12  in,  wheel, 
either  of  iron  or  wood,  and  furnished  with  a  wooden 
handle,  is  put  on  this  bolt,  and  a  back-nut  screwed  on  to 
keep  it  against  the  bracket.  A  gut  or  leather  band 
connects  the  hand-wheel  to  the  pulley  at  the  rear  of  the 
armature.     The  complete  machine  is  shown  at  Fig.  42. 

With  this  machine  a  variety  of  instructive  experi- 
ments can  be  performed.  Small  lamps  can  be  lit,  an 
arc  light  can  be  shown,  coils  worked,  water  decomposed, 
etc.  The  direction  of  the  current  can  be  changed  by 
changing  the  direction  of  rotation  ;  and  by  sending  the 
current  from  a  battery  into  the  armature  the  machine 
gives  a  proof  of  its  reversibility  by  running  as  a 
motor. 

§  72.  The  Dynamo. — In  another  work*  the  author 
has  gone  pretty  fully  into  the  theory  and  practice  of  the 
construction  of  dynamos  of  the  Siemens'  type.  It  is 
proposed  here  to  give  a  general  outline  of  the  mode  of 
calculating  the  winding  of  dynamos  of  the  ring  arvia- 
tuj'e  type,  along  with  such  instructions  as  will  enable  the 
amateur  to  decide  upon  the  size  of  the  armature  and 
field  magnets  required  to  produce  a  given  effect. 
Machines  of  the  "ring"  class  may  be  conveniently 
constructed  either  of  the  A  Gramme  form,  as  shown  in 
the  annexed  Fig.  43,  or  of  the  form  Fig.  44,  now  generally 
known  as  the  "  Manchester "  type,  due  to  Mather, 
Hopkinson,  and  Piatt.  Wooden  patterns  should  be 
made  of  the  fields,  from  which  good  malleable  iron  cast- 

*  The  Dynamo  :  How  made  and  how  used. 


THE  DYNAMO, 


109 


ings  can  be  obtained  from  any  founder  who  knows  his 
work.  The  castings  must  be  soft,  or  else  quite  40  per 
cent,  of  the  efficiency  of  the  machine  will  be  lost. 

The  ring  (which  should  be  of  the  tootJied  or  Pacinotti 
form  shown  at  Fig.  44,  may  be  also  cast,  but  will  be  better 
in  every  respect  if  built  up  of  laminations  in  sheet  iron, 
of  the  same  shape  as  shown,  and  strung  together  by 
pins  running  through  every  alternate  tooth,  which  pins, 
if  screw-headed,  serve  to  bolt  the  armature  firmly  to 


Fig.  43. 

the  brass  star-wheel,  or  '  spider,"  by  means  of  which  it  is 
affixed  to  the  shaft.  As  these  laminations  or  "  punch- 
ings  "  can  be  had  ready  made  in  many  convenient  sizes 
of  the  makers  of  electrical  instruments,  the  manufacture 
of  such  is  not  advised  here,  as  a  punching  tool  costs  from. 
i^3  to  £\  to  make  ;  whereas  the  punchings  can  be  had 
for  a  few  shillings  per  gross. 

The  amateur,  having  decided  on  which  patterns  he 
intends  to  employ  for  the  fields,  has  next  to  consider  the 
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purpose  to  which  he  intends  to  put  the  machine  when 
complete,  and  the  power  he  has  to  drive  it.  It  is  really 
the  former  of  these  data  which  will  decide  the  size 
of  the  armature,  and,  consequently,  of  the  machine 
itself. 

First,  then,  as  to  power.  The  best  modern  dynamos 
return  about  95  per  cent,  of  the  energy  spent  upon 
them,  as  electricity.  Theoretically,  i  h.p.  is  equal 
to  746  watts.  The  zvatt  is  i  ampere  multiplied  by 
I  volt,  so  that  we  are  at  liberty  to  take  our  "  watts  "  out 


IS— 


Fig.  44. 
of  our  dynamos  as  we  please.  We  can  have,  for 
instance,  a  low  tension  machine  of  only  2  volts  E.M.F., 
but  giving  a  current  of  373  amperes,  or  we  may  have  a 
small  current,  of  2  ampt^res  only,  with  an  E.M.F.  of  ■I'j}^ 
volts ;  in  either  case  746  watts  would  be  generated  by 
the  dynamo,  and  rather  more  than  i  h.p.  needed  for 
its  evolution. 

The  next  question  to  be  considered  is,  what  number  of 
volts  is  the  machine  to  give  ?  Having  decided  this  point, 
thelengthofthewiretobcemployedis  immediately  found; 
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since  large,  well-constructed  machines,  give  on  an  average 
I  volt  for  each  yard  of  copper  coil  in  the  armature. 
Therefore,  so  many  volts  as  are  desired  as  the  E.M.F.  of 
the  finished  machine,  so  many  yards  of  wire  on  the 
armature.  If  the  machine  is  a  small  one,  i.e.,  does  not 
greatly  exceed  2  cwt.  in  weight,  it  will  be  well  to  allow 
more  than  a  yard  per  volt,  as  small  machines  are^^/  so 
efficient  as  large  ones.  In  calculating  the  voltage,  the 
desired  current  must  also  be  considered,  and  allowance 
made  both  for  the  internal  and  external  resistances,  as 
also  for  the  amount  of  current  required  to  keep  up  the 
requisite  intensity  of  the  magnetic  field.  Remembering 
Ohm's  law  that  the  current  will  be  equal  to  the  E.M.F, 
in  volts,  divided  by  the  R  in  ohms,  we  can  easily  (know- 
ing what  resistance  we  are  going  to  have  in  the  outer 
circuit)  calculate  from  a  table  of  wire  resistances,  what 
gauge  copper  wire  we  may  use  on  the  armature,  so  that 
the  length  desired  to  produce  the  desired  number  of 
volts  shall  not  exceed  in  resistance  the  margin  left  from 
the  outer  circuit,  to  allow  of  the  passage  of  the  desired 
number  of  amperes.  In  making  this  calculation,  it  must 
always  be  borne  in  mind,  that  even  in  the  best  made 
shunt  dynamos,  it  is  usual  to  allow  4  to  5  per  cent,  of  the 
current  to  be  shunted  off  through  the  field  magnet  coils. 
The  annexed  table  of  sizes,  weights,  lengths,  and  resis- 
tances of  the  usual  covered  copper  wire  found  in 
commerce,  will  enable  the  amateur  to  calculate  at  once 
the  desired  gauge  and  length  of  v/ire  to  be  used  to 
furnish  a  given  E.M.F.  and  current  : — 

§  73.      Table  .showing  relative  resistances,   weights 
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and    length,    of    different    gauges    of    covered    cojDper 
wire. 


Yards  to 

the   lb., 

B.  W.  G. 

Decimal 
of  an 

Equiva- 
lent in 

approximate. 

Ohms  per  lb. 
approximate. 

inch. 

m/m 

Silk 
covered. 

Cotton 
covered. 

Copper. 

No, 

10 

•134 

3-35 

6 

6 

•01 150 

12 

•ICO 

2-45 

9 

9 

•03417 

14 

•oSo 

2-03 

15 

15 

•08500 

i6 

•062 

1-58 

25 

24 

•22392 

i8 

•048 

I-2I 

45 

41 

■690:0 

20 

■041 

ro4 

64 

59 

I^2I0O 

22 

•032 

■S02 

119 

109 

3-1000 

24 

•025 

■650 

167 

156 

7-0000 

26 

•0197 

•482 

266 

244 

26-219 

28 

•oi6-o 

•406 

414 

383 

52-137 

30 

•oi4"o 

•353 

542 

500 

88-493 

32 

•0I0"0 

•276 

870 

800 

12600 

34 

•oo9'6 

•248 

1,170 

1,080 

402-CO 

35 

■008-7 

•221 

1,475 

1,360 

596-41 

36 

•007-9 

•200 

1,660 

1,530 

877-23 

38 

•006-8 

•183 

2,480 

2,280 

1 177-0 

40 

•005-8 

•158 

3,050 

2,805 

2300-0 

•005-0 

•125 

3,090 

3.585 

60000 

•004-0 

•100 

5.700 

14000^ 

■003-0 

•075 

9,8oD 

42812^ 

In  calculating  from  this  table,  it  must  be  remembered 
that  the  resistance  of  any  wire  coiled  on  a  Siemen's  I 
girder  form  of  armature,  is  proportional  to  the  length  of 
wire  used  :  but  in  the  ring  armature  form  where  the 
winding  is  continuous,  the  resistance  is  only  \  that  of 
the  entire  length  of  wire  employed.  There  is  still  one 
consideration  to  be  made  in  deciding  upon  the  gauge  of 
wire  to  be  used  in  the  armature,  and  that  is,  that  the  cur- 
rent carried  must  in  no  case  be  so  crrcat  as  to  I:eat  the 


THE  DYNAMO.  iij 

wire.  It  is  usual  to  allow  i  square  inch  section  for  each 
2,000  amperes  to  be  carried  ;  and  this  rule  holds  good 
in  the  smaller  diameters. 

Based  on  these  rules,  the  armature  may  be  constructed 
as  small  as  will  hold  tife  requisite  amount  of  zvirc.  The 
dynamo  figured  at  43,  is  capable  of  working  up  to  120 
c.p.,  say  six  lamps  of  50  ohm's,  cold  resistance,  requiring 
one  ampere  each  =  6  amperes.  The  E.M.F.  of  this 
machine  should  be  about  50  volts.  In  Fig.  44,  owing  to 
the  fact  that  the  armature  is  made  deeper,  as  many  as 
ten  such  lamps  may  be  put  on.  In  winding  as  a  shunt 
machine,  it  will  be  well  to  put  the  following  rules  into 
practice.  1st.  Let  the  resistance  of  the  armature  coils 
(I  the  entire  length  of  wire)  be  i~s  of  the  resistance  of  the 
outer  circuit,  including,  lamps,  leads,  baths,  accumulators, 
etc.  2nd.  Let  the  resistance  of  the  field  magnet  coils  be 
20  times  that  of  the  outer  circuit.  3rd.  Let  the  diameter  of 
the  wire  chosen  to  fulfil  this  latter  condition  be  such,  that 
the  diameter  of  the  ivoiind  field  magnets  does  not  exceed, 
nor  fall  greatly  short  of,  twice  the  diameter  of  the  bare 
iron  cores. 

One  example,  worked  out  in  full,  is  here  given  to 
show  how  these  data  are  to  be  employed  in  practise. 
Let  it  be  desired  to  construct  a  gramme  dynamo  to 
light  five  twenty  c.p.  lamps  of  50  ohms  cold  resistance, 
each  requiring  about  one  ampere  to  light  it  to  the 
full.  Supposing  the  resistance  of  the  "  leads  "  (cables, 
connections  etc.)  to  be  one  ohm.  The  highest  resis- 
tance we  shall  have  to  overcome  in  the  outer  circuit  will 
be  when  only  one  lamp  is  used,  and  this  will  not  exceed 
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50   ohms   for   the   lamp,  and    one   ohm  for  the   leads 

=   51    ohms.      In   this  case  one  ampere  only  will  be 

needed.     When  all  the  lamps  are  on,  in  parallel  circuit, 

the  resistance  falls  to  \  of  50  for  the  lamps  =  10  ohms, 

and  one  ohm   for  the  leads  =  11  ohms.     In  this  latter 

case,  however,  we  shall  need  five  amperes  to  feed  the 

five  lamps.     Hence  in  the  former  case,  if  the  armature 

be  wound  so  as  to  give  5 1  volts,  we  shall  get 

E  =  5 1  volts 

vi r        ~  I  ampere  ; 

R  =  51  ohms  ^        ' 

and  in  the  latter,  if  the  armature   be  wound  to  give 

55  volts,  we  shall  have 

E  =  55  volts 

:^s ■  ,        =  5  amperes. 

R  =  1 1  ohms      -^       ^ 

Hence,  as  far  as  the  outer  circuit  is  concerned,  an 
E.M.F.  of  55  volts  will  be  ample.  It  will  be  well  to  allow 
a  trifle  more  than  this,  because  of  the  resistance  of  the 
armature.  Therefore,  allowing  one  yard  per  volt,  56  or  58 
yards  of  No.  18  wire  will  be  sufficient  on  the  armature. 
As  the  current  will  never  exceed  five  amperes,  the 
diameter  of  the  wire  need  not  exceed  No.  18  gauge,  as 
this  will  carry  safely  five  amperes  of  current.     Hence 

56  to  58  yards  of  No.  18  wire  will  suit  our  purpose  very 
well.  On  measurement  it  will  be  found  that  a  ring  of 
about  5  in.  diameter  will  take  this  amount  of  wire,  the 
resistance  of  which  {\  of  56  yards  =  14  yards  =  0*25  of 
an  ohm)  falls  considerably  within  the  limit  of  -J^  of  the 
outer  circuit  resistance.  An  armature  of  this  size  will 
admit  of  field  magnets  having  cores  presenting  12  inches 
length  by  2  inches  diameter,  on  which  the  magnetising 
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coils  may  be  wound.  Since  the  armature  resistance  is 
only  0'25  of  an  ohm,  we  must  put  on  a  wire  having  400 
times  this,  or  400  X  "25  =  100  ohms  ;  and  yet  shall  not, 
when  wound  on,  greatly  exceed  the  original  core  diameter. 
It  will  be  found  that  13  to  14  lbs.  of  No.  24  gauge  will 
fulfil  the  requirements.  In  the  above  example,  the  very 
best  soft  iron  is  supposed  to  be  employed.  Any  devia- 
tion from  this  will  entail  the  employment  of  more  wire, 
both  in  the  armature  and  in  the  field  magnets. 

§  74.  As  to  the  mechanical  part  of  winding  the  cores 
and  armature,  the  following  points  must  be  observed 
to  obtain  the  best  results,  ist.  The  cores  of  the  F.M. 
must  be  carefully  taped  and  varnished  to  insure  insula- 
tion. 2nd.  The  armature  must  also  be  most  carefully 
taped  and  varnished.  No  part  of  the  iron,  where  the 
wire  has  to  be  wound,  should  be  left  uncovered.  3rd 
Having  decided  into  how  many  sections  the  armature  is 
going  to  be- wound,  the  wire  needed  to  go  round  one 
section  must  be  measured  off,  and  the  whole  series  of 
sections  cut  off  to  the  same  length.  4th.  The  wire,  both 
on  the  F.M's.  and  on  the  armature,  must  be  wound  as 
tightly  and  smoothly  as  is  possible.  5th.  After  winding, 
the  armature  coils  should  be  soaked  in  a  thin  shellac 
varnish  (French  polish  does  admirably),  and  then  baked 
in  a  slov/  oven  at  a  heat  not  exceeding  212°,  until  the 
varnish  is  quite  hard  and  dry. 

In  both  the  Gramme  and  the  Mather-Hopkinson 
type  of  dynamo,  the  field  magnet  bars  must  be  wound 
so  as  to  produce  consecutive  poles  at  the  top,  and 
consecutive  poles  at  the  bottom  of  the   machine. 


Ii6  ELECTRICAL  INSTRUMENT  MAKING  FOR  AMATEURS, 

The  comvmtator  must  have  as  many  divisions  as  there 
are  sections  in  the  armature. 

The  briisJies  should  be  self-regulating-  by  means  of 
spring  and  swivel,  for  pressure  ;  and  should  be  capable 
of  adjustment  by  means  of  a  set  screw,  for  the  best 
angle  of  commutation. 

In  the  shunt  wound  machine,  the  two  ends  of  the 
field  magnet  coils  are  each  connected  to  one  of  the 
brushes,  and  these  latter  again  connected  to  the  two 
binding  screws,  which  form  the  terminals  of  the 
dynamo. 

On  no  account  should  the  armature  be  mounted  on  a 
wooden  hub.  This  was  a  favourite  mode  with  the  older 
makers,  but  it  is  to  be  condemned,  in  view  of  its 
mechanical  inefficiency,  and  more  so,  because  of  the 
resistance  it  opposes  to  the  escape  of  the  heat  generated 
by  the  Foucault's  currents.  Brass  or  gun  metal  spiders 
only  are  admissible.  Iron  or  any  other  magnetic  metal 
must  not  be  used,  either  for  the  spiders  or  for  the  bearings 
of  the  shaft,  as  they  short-circuit  the  magnetic  field,  to 
the  great  detriment  of  the  inductive  effect  of  the  field 
magnets  or  the  armature  coils.  The  collector  bars  o( 
the  commutator  should  be  as  massive  as  possible,  and 
separated  from  each  other  by  air  spaces,  as  in  the 
Hochhausen  form. 

§  75.  Ammeters. — These  instruments  are  intended 
to  measure  the  amount  of  current  in  amperes  passing 
through  any  given  circuit.  One  ampere  of  current, 
pa.'^sing  through  a  solution  of  sulphate  of  copper,  is 
capable  of  depositing  i8"35  grains  of  copper  per  hour. 


AMMETERS.  117 

To  make  such  an  instrument,  suitable  for  the  general 
purposes  of  the  amateur,  and  capable  of  reading  from 
I  up  to  5  or  6  amperes,  the  following  mode  of  procedure 
may  be  adopted : 

§  76.  Procure  a  square  piece  of  deal  4  in.  x  4  in. 
X  ^  in.,  smoothly  planed  up  ;  also  a  glass-capped  circular 
cardboard  box,  3  in,  diameter  by  li  in.  deep,  inside 
measure.  (Such  boxes  are  sold  by  mineralogists,  etc., 
for  preserving  specimens.)  Push  the  cardboard  bottom 
out  of  the  box.  This  bottom  may  be  used  as  the 
"dial"  whereon  to  inscribe  the  degrees  of  current. 
Stain  the  wood  black,  or  any  desired  colour,  and  varnish 
it.  Now  trim  the  edges  of  the  bottom  of  the  box  into 
an  exact  circle,  capable  of  entering  easi/y  into  the  box 
from  which  it  was  removed.  Describe  near  its  circum- 
ference three  circles  in  ink,  with  a  pair  of  compasses. 
Let  these  circles  stand  about  }  in.  from  one  another. 
Describe  also  a  small  circle  about  a  i  in.  diameter  in  the 
centre  of  the  card,  to  serve  as  a  guide  for  a  central  hole, 
which  must  be  punched  out  with  a  i  in.  circular  punch. 

§  yy.  Now  make  a  small  glass  pivot,  as  described  at 
§§  5  and  6,  about  s  in.  long,  and  not  more  than  h  in 
diameter  at  its  base.  When  made,  test  it  for  freedom 
and  absence  of  friction  by  poising  it  on  the  point  of  a 
very  fine  needle,  the  head  of  which  is  stuck  in  a  bung. 
If  it  spins  round  quite  freely  without  any  hitch,  well  and 
good  ;  if  not,  make  others  until  you  get  one  perfectly 
freely  suspended.     This  is  most  essential. 

Procure  a  strip  of  copper  sheet,  about  5V  in-  thick, 
4  in.  long,  and  \  in.  wide.     Punch  three  i  in.  holes  in  it, 
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one  at  each  extremity,  wherein  to  pass  the  binding 
screws,  and  one  in  the  centre.  Lay  this  strip  on  the 
Httle  wooden  square,  across  its  centre,  and  screw  it  down 
to  the  square  by  means  of  two  small  binding  screws, 
taking  care  that  there  is  space  left  for  the  cardboard 
box  to  stand  between  them  without  touching  either. 
Now  stick  a  fine,  bright,  and  sharp  No.  8  needle,  point 
upwards,  into  the  centre  of  the  square,  just  where  you 
have  punched  the  central  hole  in  the  copper  slip.  Care 
must  be  taken  that  this  be  perfectly  perpendicular,  and 
clears  the  glass  top  of  the  capped  box  by  about  ^  in. 
when  this  latter  is  placed  over  it. 


Fig.  45. 

S  78.  With  a  pair  of  round-nosed  pliers,  make,  from 
a  short  piece  of  No.  16  pianoforte  wire  (steel),  a  single 
coil  to  fit  tightly  round  the  base  of  the  glass  pivot, 
having  a  straight  \  in.  prolongation  on  either  side  of 
the  central  loop  or  coil,  as  shown  at  Fig.  45 ,  A.  This  must 
be  thoroughly  magnetised  by  rubbing  with  a  good  horse- 
.shoe  magnet,  and  then  fastened  with  a  drop  of  glue  to 
the  base  of  the  pivot,  extreme  care  being  taken  that  no 
glue  touches  the  rim  of  the  pivot,  otherwise  it  will  not 
swing  freely.  The  pivot  must  now  be  placed  on  the 
needle  in   the  centre  of  the   square  ;   and  the  punched 
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circle,  which  is  to  serve  as  a  dial,  held  over  it,  and 
lowered  down  over  it  until  the  point  of  the  pivot  protrudes 
about  \  in.  above  the  central  aperture,  and  the  magne- 
tised needle  below  clears  the  card  also  by  about  \  in. 
The  dial  is  to  be  fixed  in  this  position  by  gluing  three 
corks  of  the  right  height  to  the  square,  and  then  gluing 
the  card  on  to  them.  Here,  again,  care  must  be  taken 
that  the  pivot  does  not  touch  the  card  dial  at  any  point, 
and  also  that  the  magnetic  wire  needle  below  is  clear  of 
the  dial. 

A  small  pointer  in  black  paper,  straw,  or  any  other 
very  light  rigid  material,  about  \\  in.  long,  is  to  be 
lightly  glued  to  the  top  of  the  pivot  at  right  angles  to 
the  needle  below.  The  glass-capped  box  may  now  be 
placed  over  all,  and  glued  to  the  square  by  running  a 
little  thin  glue  round  its  bottom  edge.  When  quite  dry, 
the  grading  maybe  proceeded  with. 

§  79.  To  grade  correctly,  at  least  10  quart  Daniell 
cells  will  be  needed.  These  must  be  freshly  made  up, 
and  filled  to  about  half  their  capacity.  A  decomposi- 
tion cell  (a  stoneware  basin  or  foot-bath  will  do), 
capable  of  containing  two  squares  of  copper  sheet, 
facing  one  another,  at  least  6  in.  x  6  in.,  must 
next  be  provided,  and  filled  with  a  strong  solution  of 
copper  sulphate  slightly  acidulated  with  sulphuric 
acid. 

The  copper  plate  which  it  is  proposed  to  attach  to 
the  negative  pole  of  the  battery  (the  zinc  end),  having 
been  caref  illy  weighed  in  a  balance  capable  of  turning 
to  the  lie  of   a  grain,  and  its  exact  weight   noted,  a 
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Daniell  cell,  the  ammeter,  and  the  decomposition  cell 
are  arranged  in  series,  as  shown  at  B,  and  allowed  to 
work  for  one  hour  exactly.  At  the  end  of  that  time 
the  copper  plate  is  withdrav/n,  washed  (not  rubbed),  and 
dried.  When  dry,  it  is  weighed,  and  the  increase  noted. 
If  exactly  i8"35  grains,  well  and  good  ;  if  not,  the 
following  alterations  must  be  made  until  the  deposit 
reaches  exactly  this  amount. 

Should  the  deposit  be  less,  approach  the  plates 
in  the  decomposition  cells,  and  add  more  fluid  to  the 
battery  cell,  until  the  deposit  reaches  exactly  the 
iS'3S  grains  per  hour.  If  the  batteries  are  less  than 
quart  cells,  two,  coupled  for  quantity,  may  be  needed 
to  produce  the  desired  result.  Should  the  deposit 
be  greater,  remove  the  plates  in  the  decomposition 
cell  farther  apart,  in  either  case  carefully  noting 
the  distance.  Once  the  desired  result  attained,  the 
greatest  care  must  be  taken  to  maintain  all  in  statu 
quo,  and  the  exact  position  of  the  two  copper  plates  in 
the  decomposition  cell  being  marked,  the  temperature  of 
room  taken,  the  height  of  the  fluids  in  the  battery  cell 
or  cells  noted,  etc.  One  pole  of  battery  is  now  detached 
from  the  ammeter,  and  this  latter  moved  round  until  the 
magnetic  needle  lies  quite  parallel  with  the  copper  strip, 
hence  the  pointer  exactly  at  right  angles  to  it.  The 
spot  at  which  the  pointer  stands  is  marked  with  O.  The 
battery  is  again  attached  to  the  ammeter,  and  the 
deflection,  when  the  needle  comes  to  rest,  noted.  This 
deflection  corresponds  to  one  ampere  of  current,  and 
should  be   marked   as    such    on    the  dial.     To    get  the 
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corresponding  deflection  on  the  other  side,  the  poles  of 
the  battery  must  be  reversed. 

All  the  other  degrees  may  be  got  in  precisely  similar 
manner,  multiples  of  i8'35  gr.  of  copper  being  considered 
and  counted  as  so  many  amperes,  more  cells  being 
connected  up,  in  parallel,  to  obtain  the  desired  weight 
of  deposit  per  hour. 

§  80.  The  Voltmeter. — This  instrument  serves,  as 
its  name  implies,  to  measure  the  voltage,  or  electro- 
motive force,  of  any  source  of  electricity.  Perhaps  there 
is  no  subject  so  puzzling  to  the  electrical  student  as  the 
difference  between  electro-motive  force  (E.M.F.  as  it  is 
generally  abbreviated)  and  current.  As  it  is  essential 
to  have  clear  ideas  on  these  points,  in  order  to  grasp  the 
principles  on  which  the  construction  of  the  voltmeter  is 
based,  I  shall  deviate  somewhat  from  the  plan  hitherto 
followed  in  these  pages,  and  devote  a  few  lines  to  the 
consideration  of  what  E.M.F.  really  is. 

§  81.  According  to  the  present  state  of  our  know- 
ledge, the  phenomena  which  we  group  together  under 
the  name  of  "  electricity  "  are  simply  manifestations  ol 
a  peculiar  mode  of  motion  in  the  ultimate  particles  ol 
bodies,  called  atoms.  What  the  nature  of  this  motion 
may  be,  whether  rotar}-,  undulatory,  vibratory,  etc.,  we 
are  as  yet  utterly  unable  to  say.  We  have,  however, 
at  our  disposal,  many  means  of  setting  up  this  motion, 
such  as,  for  'ms\.dLnce,  friction  (and  many  other  mechani- 
cal movements),  cJieniical  action,  the  application  or  ab- 
straction of  Jieat  (itself  a  mode  of  motion),  or  of  ligJit 
(another   form  of  motion),  etc.     I   purposely  leave  out 
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magnetism  as  a  source  of  electricity,  since  magnetism  is 
itself  but  a  manifestation  of  electricity. 

Whichever  of  these  means  be  employed  as  sources  of 
electricity,  we  find  (other  things  remaining  the  same) 
that  an  increase  in  the  means  employed  is  followed  by 
an  increase  in  effect.  Now  the  means  employed,  whether 
they  be  friction,  motion  in  the  field  of  a  magnet,  chemi- 
cal action,  or  heat,  are  called,  when  viewed  under  this 
aspect,  "  electro-motive  force,"  or  that  which  sets  up  an 
electrical  condition.  In  the  same  way  as  we  can  only 
measure  the  power  of  a  man,  or  of  a  steam-engine,  by 
the  work  performed  by  them  when  they  exert  their 
force,  so  we  can  only  measure  the  E.M.F.  of  any  given 
battery,  dynamo,  frictional  or  induction  machine  by  the 
electrical  work  it  can  perform.  It  is  optional  whether 
we  use  as  measures  the  chemical,  the  magnetic,  or  even 
the  mechanical  work  which  the  electricity  set  up  by  the 
given  means  can  perform.  As  a  matter  of  convenience, 
the  magnetic  work  performed  is  generally  preferred  as 
a  means  of  measurement. 

§  82.     From  a  study  of  Ohm's  law,  we  learn  that  the 

amount  of  current  set  up  in   any  given   circuit  is  equal 

to  the  "  electro-motive  force  divided  by  the  resistance  in 

that  circuit."     This  simply  means  that,  with  any  given 

force  setting  up  electricity,  the  current  will  be  greater 

as  the  resistance   is   less.     This    is    usually   expressed 

E 

n  =  C.      From  this  it  is  equally  evident  that  if  we  know 

the  value  of  R  (the  resistance),  and  of  C  (the  current), 
we  can  always  calculate  the  value  of  E,  by  multiplying 
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R  by  C.  Moreover,  it  will  be  equally  evident  that,  if 
R  be  constant,  E  will  always  be  directly  proportional 
to  C.  To  prove  this,  let  us  give  an  actual  value  in 
figures  to  the  E.M.F.,  the  R  and  the  C.  Let  us  sup- 
pose, for  example,  that  we  are  working  with  a  battery 
having  a  known  E.M.F.  of  two  volts,  and  we  get  a  cur- 
rent of  one  ampere  when  working  through  a  total  resis- 
tance of  2  ohms.     This  would  actually  be  the   case, 

(E  =  2\ 

smce  )-~ ,  =  (C  =  I.).     Now,  let   us  imagine   that 

(R  =  2)       ^  ^  ^ 

using  another  source  of  electricity,  pitted  against  a  pre- 
cisely sim.ilar  total  resistance,  we  found  we  obtained  a 
current  of  10  amperes.     What  would  E.M.F.  be  } 

Simply—  (C  =  10)  X  (R  =  2)  =  (E.M.F.  =  20). 
Here  we  see  that  as  the  current  is  ten  times  as  large  as 
in  the  first  instance,  so  also  is  the  electro-motive  force. 
But  it  will  be  perfectly  evident,  that  as  the  ctirrent  would 
be  altered  in  amount  by  any  alteration  in  the  resistance, 
it  is  essential  that  any  resistance  in  circuit  should  be 
kept  as  nearly  as  possible  invariable,  if  we  desire  to  have 
results  that  are  even  approximately  correct. 

§  '^i.  Unfortunately,  no  two  batteries  or  sources  of 
electricity  have  precisely  the  same  resistance  ;  and  even 
if  they  had  at  one  instant,  this  would  be  found  to  vary 
during  work.  On  the  other  hand,  the  internal  resistance 
of  most  batteries  does  not  often  fall  below  o'ooi6  of  an 
ohm,  nor  rise  above  2  ohms  per  cell.  It  follows  from 
this,  that  if  we  make  the  resistance  of  the  voltmeter 
very  large  in  proportion  to  the  possible  resistance  of  the 
battery,  we  can  reduce  the  possible  error  to  within  any 
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desired  limits.  In  practice,  it  is  usual  to  allow  a  resis- 
tance of  50  ohms  for  every  volt  to  be  measured.  This 
gives  sufficient  accuracy  for  most  purposes,  as  the  error 
is  then  within  3  per  cent,  of  the  total  readings. 

§  84.  From  the  above,  it  follows  that  a  galvanometer 
having  a  resistance  large  in  proportion  to  the  current 
to  be  measured,  if  graded  to  indicate  the  current  deflec- 
tion which  corresponds  to  a  given  voltage,  can  be  used 
as  a  voltmeter.  Certain  precautions  are  necessary  in 
order  to  obtain  deflections  at  all  parts  of  the  scale,  suffi- 
ciently distant  from  one  another  to  be  easily  read.  The 
following  instructions  will  enable  the  amateur  to  con- 
struct an  instrument,  which,  if  used  intelligently,  and 
far  from  masses  of  iron  or  other  magnetic  bodies,  will 
give  results  which  for  the  measurement  of  low  E.M.F., 
say  from  i  to  5  volts,  far  exceed  in  accuracy  those  given 
by  more  pretentious  apparatus.  As  there  are  several 
points  of  resemblance  between  the  ammeter  and  the 
voltmeter,  the  student  will  do  well  to  refer  to  §  75,  pre- 
vious to  making  the  voltmeter. 

§  85.  The  first  thing  needed  is  a  light  cardboard  01 
chip  box,  2j  in.  long,  by  i^  in.  wide,  and  f  in.  in 
height.  There  must  be  no  ends  to  this,  which  exactly 
resembles  in  size  and  shape  the  sliding  cover  of  a 
Swedish  "  Tandstick"  box.  Indeed,  such  a  cover  may 
be  used  for  the  purpose  with  good  results.  If  the 
amateur  desires  to  make  this  himself  he  need  only  take 
a  strip  of  stoutish  millboard,  4^  in.  long,  by  2\  in.  wide, 
fold  it  three  times  on  itself,  and  glue  the  top  and 
side  edge,  as   shown  in  figure  46.     A  circular  central 


THE  VOLTMETER. 


125 


aperture,  about  \  in.  in  diameter,  is  to  be  cut  in  the 
bottom  of  the  box  with  a  sharp  penknife,  while  a  central 
strip,  also  about  \  in.  wide,  but  extending  the  whole 
width  of  the  box,  is  cut  away  from  its  upper  portion. 
This  being  done,  the  box  is  slightly  moistened  with  thin 
glue,  and  then  quickly,  but  carefully,  wound  with  about 
I  oz.  of  No.  40  silk-covered  German  silver  wire.  This 
should  be  about   -0058  of  an  inch  in  diameter,  and  have 


Fig.  46. 

a  resistance  of  not  less  than  2570  ohms  to  the  ounce. 
Care  should  be  taken  to  wind  this  wire  evenly,  closely, 
and  without  kinks,  leaving  about  3  in.  wire  free  at  each 
end.  Having  started  winding  at  one  end,  the  operator 
proceeds  to  wind  continuously  across  the  box,  coil  after 
coil,  till  he  reaches  the  central  hole  and  slit ;  these  he 
leaves  open,  crossing  over  to  the  other  half  by  letting  the 
wire  pass  diagonally  across  one  side.  He  continues  the 
winding  on  to  the  other  side,  in  the  same  direction,  till 
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he  reaches  the  end  of  the  box.  If  the  glue  gets  dry 
during  the  winding  he  may  apply  a  little  more  fresh  glue 
as  he  nears  the  end,  so  as  to  ensure  that  the  wire  should 
not  uncoil  when  released.  When  the  box  has  been 
wound  from  end  to  end,  as  shown  at  Fig.  47,  it  must  be 
allowed  to  dry  thoroughly  in  a  warm  dry  place,  and 
when  quite  dry  soaked  for  a  few  minutes  in  hot  melted 
paraffin,  until  permeated  with  it,   and  then  hung  up  to 


Fig.  47. 

drain  and  set.  While  this  is  taking  place,  a  small  base 
board  of  \  in.  deal  or  mahogany  is  planed  up  and  stained 
or  polished  as  desired.  This  piece  should  be  4  in. 
square.  The  exact  centre  of  this  having  been  found,  a 
needle  i^  in.  in  length  is  forced  head  downwards  in  the 
board  at  this  spot  so  that  the  pointed  end  stands 
perpendicularly  upwards  at  a  height  of  i\  in.  from  the 
surface  of  the  base  board.  A  small  i  in.  magnetic 
needle  is  now  made  out  of  a  short  length  of  piano  wire, 
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and  fastened  to  a  glass  pivot  precisely  as  directed  in  the 
case  of  the  ammeter  (see  §  JJ  and  78).  This  is  carefully 
tried  for  freedom  of  motion,  equality  of  magnetism,  etc. 
The  box,  coiled  with  wire,  is  now  placed  over  the  upright 
needles  on  the  board  (this  latter  being  made  to  pass 
through  the  central  apertures,  without  touching  them, 
so  as  not  to  blunt  or  grease  the  needle  point,  which 
would  be  fatal  to  free  movement),  and  v/hile  in  this 
position,  the  pivoted  magnetised  needle  placed  on  the 
point,  so  as  to  see  whether  the  magnet  swings  freely 
without  touching  any  part  of  the  inside  of  the  box,  of 
which,  in  fact,  it  ought  to  stand  in  the  centre.  It  may 
require  raising  a  trifle,  which  may  be  done  by  means  of 
thin  slices  of  cork.  When  this  has  been  duly  adjusted, 
the  cork  slices  (if  any)  and  the  box  are  fastened  down  to 
the  base  board  with  a  little  good,  hot  glue.  Care  must 
be  taken  that  the  coiled  box  stands  squarely  on  the 
base,  with  its  longest  edge  parallel  with  one  side  of 
the  base  board,  and  with  the  poising  needle  passing  up 
the  middle  of  the  central  circular  hole.  When  this  has 
been  arranged,  the  glue  is  allowed  to  set  firmly.  The 
next  operation  is  to  bore  two  small  holes  right  through 
the  base  board — one  at  each  extremity  of  the  coiled 
box — to  allow  the  projecting  ends  of  wire  to  pass  through. 
These  holes,  as  well  as  one  at  each  of  two  corners  of  the 
base  board  in  which  are  to  be  inserted  the  terminal 
binding  screws,  are  best  made  with  a  small  Archimedean 
drill.  With  a  sharp  penknife,  two  little  channels  are  cut 
in  the  under  surface  of  the  base  board  leading  from  the 
first  two  holes  to  the  latter  two.     The  ends  of  the  wire 
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on  the  coiled  box  are  then  passed  through  the  more 
central  hole,  and  the  extremities,  having  been  stripped 
on  their  silken  covering,  pushed  through  the  corner  holes 
so  as  to  return  to  the  upper  surface  of  the  board.  They 
are  held  in  this  position  while  a  binding  screw  is  screwed 
in  each  of  the  two  corner  holes.  This  having  been 
effected,  any  excess  of  wire  above  is  cut  off,  and  the 
portion  below  caused  to  make  perfect  contact  with  the 
tang  of  the  binding  screw  by  a  touch  with  a  drop  of 
solder  on  a  hot  iron.  The  channel  in  which  the  wire 
ends  lie,  under  the  base  board,  should  now  be  filled  in 


Fig.  48. 

with  a  little  hot  guttapercha,  or  Front's  glue  (see  Fig.4S). 
The  pivoted  needle  may  now  be  definitely  placed  on  the 
point.  A  circle  of  about  3  in.  in  diameter  is  now  cut 
out  of  a  clean  stout  white  card,  and  two  inner  circles 
described  with  the  compasses  and  good  black  ink, 
within.  One  should  be  I  in.  less  all  round  than  the 
card,  and  the  other  \  in.  all  round  less  than  the 
former.  For  convenience  of  grading,  a  central  line 
should  be  drawn  across  the  card,  so  as  to  divide  it  into 
two  equal  semicircles.  One  end  of  this  line  should  be 
marked  o. 
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A  perfectly  round  central  \  in.  hole  should  now  be 
punched  in  this  card,  which  must  then  be  glued  on  to 
the  coiled  box,  great  care  being  taken  to  have  the  central 
O  \\nQ  parallel  zvilk  the  wire  coiled  round  the  box,  and 
therefore  parallel  with  the  centre  slit.  Care  also  must 
be  taken  that  no  glue,  etc.,  be  allowed  to  touch  the  glass 
pivot,  the  apex  of  which  must  protrude  centrally  through 
the  hole  in  the  card,  and  stand  above  about  i  in.  To 
insure  the  card  drying  flat,  it  is  well  to  place  two  or 
three  half  bullets,  or  similar  weights,  on  it  until  dry. 

A  small  pointer,  made  either  of  stout  glazed  black 
paper  or  of  blackened  straw,  about  i^  in.  in  length,  is 
now  glued  to  the  top  of  the  pivot,  care  being  taken  that 
it  is  exactly  parallel  with  the  magnetised  needle  below. 
It  is  not  difficult  to  secure  this  parallelism  if  the 
magnetised  needle  be  held  perfectly  at  right  angles  with 
the  zero  line  by  means  of  a  bar  magnet  inserted  inside 
the  coiled  box,  while  the  pointer  is  being  glued  on 
outside,  also  at  right  angles  to  this  zero  line. 

The  pointer  must  be  allowed  to  dry  thoroughly  before 
any  attempt  at  grading,  etc.,  be  made.  When  quite 
firm  in  its  position,  a  3  in.  glass-capped  box  (§  y6) 
about  i^  in.  deep,  must  be  selected,  and  glued  on  to 
the  base  board,  the  bottom  of  the  box  having  previously 
been  removed,  as  described  in  the  case  of  the  ammeter. 
This  box,  with  its  movable  glass-capped  lid,  serves  to 
keep  the  instrument  free  from  dust,  and  unaffected  by 
currents  of  air. 

To  grade  this  instrument,  it  is  necessary  to  have  access 
to  five  freshly- charged  clean  Daniell  cells.     (See   §  79.) 


130    ELECTRICAL  INSTRUMENT  MAKING  FOR  AMATEURS, 

These  give  a  current  of  about  i"079  volt  per  cell,  and 
before  using  them  definitely  they  should  be  separately 
coupled  up  to  the  voltmeter,  to  see  if  the  deflection 
given  by  each  cell  is  sensibly  the  same.  Supposing 
this  to  be  the  case,  the  voltmeter  is  allowed  to  come 
to  rest,  turning  the  instrument  until  the  pointer  stands 
exactly  at  zero,  (The  instrument  should  be  held  firmly 
in  this  position  during  the  following  trials.)  When  this 
takes  place  one  cell  of  the  Daniells  is  to  be  coupled 
up  to  the  terminals  of  the  voltmeter,  and  the  deflection 
noted.  With  a  sharp  pointed  IIB  pencil  (the  glass 
cover  having  been  previously  removed),  a  dot  is  made 
on  the  end  at  the  spot  where  the  pointer  indicates. 
This  is  one  volt,  and  very  nearly  i-i2th  over  ;  more 
exactly,  Ix^id  if  the  battery  be  in  perfect  condition  ; 
but  it  may  fall  as  low  as  ir^g?;  when  the  copper  solution 
works  through  the  porous  cell.  Having  made  this  mark, 
the  battery  is  uncoupled  from  the  terminals,  and  the 
connections  reversed,  so  as  to  get  a  deflection  in  the 
opposite  direction.  When  the  needle  has  come  to  rest 
(with  the  glass  cover  over),  the  deflection  is  noted  as 
before,  and,  as  before,  a  dot  made  on  the  card  where 
the  pointer  stands.  Two  cells  are  now  coupled  in 
series,  and  the  same  operations  gone  through  to  get 
a  second  set  of  dots,  which  stand  for  2  volts  and,  say,  -g-. 
In  like  manner,  ojie  after  the  other,  the  whole  5  cells 
are  coupled  in  series,  and  connected  to  the  voltmeter, 
and  the  relative  deflections  noted.  Lines  can  then  be 
ruled  from  the  circumference  towards  the  centre  of  the 
card,  in  ink,  allowing  for  the  one- twelfth  excess  on  each 
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dot,  and  these  lines  may  be  numbered  i,  2,  3,  4,  5,  and 
they  will  indicate,  witli  very  fair  accuracy,  the  deflection 
given  by  a  corresponding  number  of  volts.  At  Fig.  49  is 
shown  the  mode  in  which  the  card  dial  is  divided, 
centred,  and  finally  graded.  Each  instrument  will  vary 
a  little  in  its  degrees  owing  to  the  different  resistance 
of  the  wires,  their  distance  from  the  magnetic  needle,  etc. ; 


Fig.  49. 

but  once  graded,  they  will  be  found  to  remain  very 
fairly  constant  in  their  indications  as  long  as  the  pivot 
remains  uninjured. 

§  86.  Galvanometers. — Besides  the  ammeter  and 
voltmeter  described  in  our  last  sections,  there  are  two 
other  forms  of  galvanometer  which,  although  giving  no 
absolute  measure  in  current  or  voltage  (unless  calibrated) 
are   extremely   useful    for  the    purposes    of    detecting 
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weak  currents,  or  comparing  their  forces.  These  are 
the  ordinary  single  and  double  needle  galvanometer 
(also  called  multiplier  and  galvanoscope),  and  the 
tangent  galvanometer. 

§  "^T.  A  very  convenient  form  of  single  needle  gal- 
vanometer may  be  constructed  on  precisely  the  same 
lines  as  given  at  §  85  for  the  voltmeter ;  the  only 
difference  being,  that  silk  covered  copper  wire  should 
be  substituted  for  the  German  silver  wire,  therein 
suggested.  The  diameter  of  the  wire,  and  the  quantity 
to  be  employed,  will  depend  entirely  on  the  use  to 
which  it  is  intended  to  put  the  galvanometer  when 
completed.  If  it  is  to  be  used  for  large  currents  of 
very  lov/  tension  {such  as  thermo  currents,  etc.),  it  will 
be  better  to  use  a  few  turns  of  No.  16  wire.  If  on  the 
contrary  small  currents  of  higher  tension  are  to  be 
detected,  then  wire  as  fine  as  No.  40,  may  be  coiled 
round  the  frame  or  box.  A  very  useful  all  round 
instrument  may  be  constructed,  by  winding  about  200 
turns  of  No.  36  silk  covered  copper  wire  round  the 
frame,  or  box.  This  will  produce  a  galvanometer  that 
will  give  a  deflection  of  about  20",  with  the  current  set 
up  by  heating  the  junction  of  a  6"  length  of  copper 
wire,  twisted  to  a  similar  piece  of  iron  wire.  Of  course, 
instead  of  using  a  card  dial  as  shown  at  §  85,  graded 
to  volts,  the  divisions  of  the  circle  should  be  in  360°, 
numbered  from  0°  to  90°  on  either  side  of  the  zero 
line. 

§  88.  If,  instead  of  poising  the  needle  on  a  point  and 
pivot,  it  be  suspended  by  a  single  fibre  of  silk,  depend- 
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ing  from  a  brass  rod,  bent  at  right  angles  like  an  f,  the 
short  arm  standing  about  6  in,  above  the  centre  of  the 
coiled  box,  a  very  much  more  sensitive  instrument  is  the 
result.  In  this  case  the  magnetised  needle  had  better 
be  a  well  magnetised  sewing-needle,  broken  off  at  its 
point  to  the  length  required.  This  should  be  thrust 
half  through  a  fine  straw,  about  i  in.  long,  at  right 
angles  to  the  length  of  the  straw,  and  nearly  at  one 
extremity  of  it,  similar  to  a  _!_.  The  silken  fibre  can  be 
attached  to  the  opposite  end  of  the  straw  by  means  of  a 
drop  of  sealing-wax.  A  similar  needle  (not  magnetised) 
is  now  thrust  through  the  opposite  end  of  the  straw, 
perfectly  in  the  same  plane,  and  parallel  to  the  lower 
needle,  so  that  the  combination  presents  the  appearance 
of  a  letter  I .  This  arrangement,  hanging  from  the  bent 
brass  rod  over  the  central  slot  in  the  coiled  box,  must  be 
fixed  to  the  brass  rod  by  the  silken  fibre,  at  such  a  height 
that  the  magnetised  needle  enters  the  slot,  and  hangs 
equi-distant  from  the  top  and  bottom  of  the  box.  The 
upper  needle,  or  "  pointer,"  should  clear  the  upper  sur- 
face of  the  coiled  box  by  nearly  a  half  inch.  Since  it 
would  be  impossible  to  fasten  the  graded  circle  on  the 
box  when  the  needles  are  in  position  if  the  circle  is 
entire,  we  must  cut  the  circle  into  two  halves  down  the 
zero  line,  and  glue  the  two  halves  together  again  on  the 
box  by  the  under  side,  A  glass  shade  placed  over  the 
whole  will  protect  the  needles  from  air  currents, 

§  89.  If  in  either  of  the  two  last-described  instruments 
the  "pointer"  be  replaced  by  a  carefully  magnetised 
needle,  of  the  same  size    and  "moment  "  as  the  under 
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one,  placed  with  its  north  pole  over  the  south  pole  of  the 
lower  needle,  and  vice  versd,  we  have  the  "  astatic 
galvanometer."  Owing  to  the  (almost)  complete  neutral- 
isation of  the  earth's  pull  on  the  magnets,  and  to  the 
increased  effect  of  both  upper  and  under  surface  of  coiled 
box  on  the  two  magnets,  the  sensitiveness  of  this  in- 
strument is  much  greater  than  that  of  any  of  the 
preceding. 

§  90.  The  tangent  galvanometer  presents  no  difficulty 
in  construction.  A  small  lozenge-shaped  "needle"  is 
made  from  a  thin  piece  of  watch  spring,  about  i  in.  long 
and  I  in.  wide.  This  is  "  let  down,"  or  softened,  by 
being  held  over  the  flame  of  a  spirit  lamp  until  of  a  dull 
red,  and  allowed  to  cool  gradually.  When  quite  cold 
a  small  hole  xV  in.  in  diameter  is  drilled  through  the 
centre.  The  "  needle  "  is  then  straightened  out,  and 
tested  for  centrality;  and,  if  defective,  filed  until  the 
hole  corresponds  with  the  centre  of  gravity.  It  is  then 
hardened  by  being  made  nearly  red  hot  over  the  flame 
of  a  spirit  lamp,  and  being  dropped  into  cold  water.  It 
must  then  be  carefully  magnetised  by  being  rubbed  at 
each  extremity  with  the  opposite  poles  of  a  good  horse- 
shoe magnet.  When  fully  magnetised  it  must  be  fitted 
with  a  small  glass  pivot,  made  as  described  at  §  6,  small 
enough  to  enter  the  iV  in.  hole  in  the  needle,  and  about 
\  in.  in  length.  Great  care  must  be  exercised  in  the 
choice  of  a  pivot,  which  must  be  very  perfectly  shaped, 
so  as  to  allow  great  freedom  of  motion  in  the  poised 
needle.  This  point  being  settled,  the  pivot  is  attached 
to  the  needle  by  means  of  a  mere  trace  of  good  glue, 
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applied  to  the  hole  in  the  needle  only.  The  needle 
must  now  be  poised  by  its  pivot  on  a  fine  steel  sewing 
needle  (No.  10  will  do),  and  any  want  of  perfect  hori- 
zontality  must  be  remedied  while  the  glue  is  still  moist. 
When  the  above  is  quite  dry,  a  very  fine  straw,  about 
2\  in.  long,  has  a  small  hole  made  in  its  centre  (half 
way  between  its  two  extremities)  with  a  rather  coarse 
pin  ;  then  the  head  of  the  pivot  is  pushed  through  this 
hole  in  the  straw,  so  as  to  cause  the  straw  to  lie  exactly 
at  right  angles  over  the  needle.  The  merest  trace  of 
glue  will  now  cause  the  straw  to  adhere  to  and  retain  its 
position  on  the  glass  pivot.  This  can  now  be  set  aside 
to  dry.  While  this  is  drying  the  base  board  and 
standard  can  be  fitted  up.  A  piece  of  good  dry 
wood,  either  deal  or  mahogany,  is  planed  up  and  cut 
into  a  slab  6  in.  x  6  in.  x  f  in.  In  the  centre  of  this 
is  inserted  a  circular  wooden  rod,  i  in.  in  diameter,  and 
6  in.  in  length.  To  the  top  of  this  rod  is  glued  one  of 
the  glass-capped  boxes  mentioned  at  hj^  ;  which  in 
this  case  should  be  at  least  3  in.  in  diameter,  but  need 
not  exceed  f  in.  in  depth.  This  should  stand  squarely 
and  centrally  on  the  top  of  the  rod,  like  the  cap  oi  a 
mushroom  on  its  stalk.  When  the  glue  has  dried,  and 
the  box  is  firm  in  its  place,  the  exact  centre  of  the 
bottom  of  the  box  is  found  by  a  pair  of  compasses,  a 
small  hole  being  made  with  a  sharp  needle  to  mark  the 
spot.  A  No.  10  needle  is  then  driven  (head  down- 
wards) through  the  centre  of  the  bottom  of  the  box  into 
the  wooden  rod  below,  until  the  point  of  the  needle  is 
out  \  in.  below  the  glass  of  the  cover  when  the  cover 
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is  put  on  ;  more  exactly,  the  point  of  the  needle  must 
stand  at  such  a  height  that  when  the  pivoted  magnetic 
needle  and  straw  pointer  is  placed  on  it  the  whole 
system  shall  ride  clear  of  the  glass  cover  when  this  is 
placed  on  the  box.  Before  placing  the  magnetised  needle 
permanently  in  position,  a  white  paper  circle  of  the 
same  diameter  as  the  interior  of  the  box,  and  graded 
from  oo  to  900  on  either  side  of  the  zero  line,  should  be 
pushed  over  the  needle  point  and  glued  to  the  bottom 
of  the  box.  (The  greatest  care  must  be  taken  that  no 
glue  gets  on  the  needle  or  pivot,  as  all  freedom  of 
motion  would  thereby  be  destroyed.) 

§  91.  A  band  or  strip  of  copper,  about  i  in.  wide  by 
^  in.  thick,  and  3  ft.  4  in.  long,  is  bent  so  as  to  form  a 
circle,  i  ft.  in  diameter,  with  side  extensions,  like  the 
Greek  letter  q.  Two  holes  must  be  put  through  the 
extended  extremities,  to  allow  of  two  binding  screws 
being  inserted,  which  binding  screws  serve  at  one  and 
the  same  time  to  make  contact  with  the  copper  ring,  and 
to  hold  this  latter  to  its  place  on  the  base  board.  The 
position  of  the  ring,  with  regard  to  the  graded  dial  at 
its  centre,  should  be  such  that  the  90°  line  lies  parallel 
to  the  plane  of  the  ring;  so  that,  in  fact,  when  the 
magnetised  needle  is  parallel  with  the  ring,  the  straw 
pointer  stands  at  zero.  This  constitutes  all  that  is 
necessary  to  the  efficient  action  of  the  tangent  galvano- 
meter. Of  course,  the  stand  may  be  polished,  or  stained 
and  varnished  ;  if  required  more  sensitive,  a  few  turns  oi 
No.  16  copper  wire  (single  silk  covered),  maybe  substi- 
tuted for  the  copper  ring.     If  currents  of  high  tension 
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are  to  be  measured,  the  copper  band  must  be  replaced 
by  a  light  wooden  frame  (like  a  tambourine  frame),  on 
which  must  be  wound  several  hundred  coils  of  fine 
insulated  copper,  or  even  German  silver  wire.  When 
well  made,  the  tangent  galvanometer  indicates  the  force 
of  the  current,  as  the  "  tangent  of  the  angles  of  deflec- 
tion." As  this  may  not  be  quite  clear  to  the  non- 
mathematical  amateur,  I  append  a  table,  in  which  the 
relative  values  of  the  angular  deflections  are  approxi- 
mately expressed  in  degrees  of  force  :- 


Amount  of  Deflection  in  degrees 

Relative  forces  of  Currents  producing 

of  Arc. 

deflections. 

I 

I -000 

5 

5-012 

10 

TO'IlS 

15 

15-347 

20 

20-847 

25 

26-814 

30 

33-076 

35 

40-114 

40 

48-066 

45 

57-290 

50 

68-275 

55 

8r8i8 

60 

9q-220 

65 

122-857 

70 

157-398 

75 

■      213-836 

80 

324-867 

85 

654-824 

89 

3281-871 

90 

Infinite. 

If  one  semi-diameter  of  the  graded  circle  be  divided 
into  degrees  of  arc  from  0°  to  90°  on  either  side  of  the 
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zero  line,  and  the  other  semi-diameter  divided  in  the 
same  manner,  but  numbered  with  the  integers  showing 
the  corresponding  amounts  of  force,  the  readings  may  be 
taken  from  this  latter  scale,  without  appreciable  error, 
and  without  necessitating  a  fresh  calculation  for  each 
experiment.  When  absolute  accuracy  is  required, 
reference  must  be  made  to  a  table  of  "  Natural 
Tangents,"  A  glass  shade  to  cover  the  whole  is  essen- 
tial, if  the  glass  capped  box  be  not  used. 

§  92.    The   previously  described   galvanometers   are 
frequently  required  in  testing  the  resistances  of  different 


lengths  of  line,  or  of  different  samples  of  zvire,  lamps, 
etc.,  in  which  case  some  means  by  which  these  unknown 
resistances  may  be  compared  to  a  known  one  must  be 
adopted.  The  instrument  usually  employed  for  this 
purpose  is  the  "  Wheatstone  Bridge  "  or  balance. 

The  Wheatstone  Bridge  consists  in  a  dry  seasoned 
piece  of  wood,  nicely  planed,  stained,  and  varnished,  2  ft. 
long,  4  in.  wide,  by  ^  in.  thick,  as  shown  at  Fig.  50.  Two 
strips  of  thin  copper,  B  B,  of  shape  of  the  letter  1,  are 
fastened,  one  at  each  end  of  the  base  board.  These 
strips  are  cut  \  in.  wide,  and  are  3^  in.  bng  in  their 
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longest  arm,  and  2  in.  in  their  shortest.  Another 
straight  strip,  of  the  same  width,  but  16  in.  long,  is 
placed  between  these  two  short  arms,  leaving  2  in.  gap 
on  either  side.  These  strips  are  fastened  down  in  their 
places  by  nine  telephone  binding  screws,  as  shown  at  CC', 
E,  F  f',  G  g',  and  H  h'.  a  thin  German  silver  wire 
(No.  30)  connects  the  binder  c,  to  c',  and  a  small 
wooden  block,  carrying  a  spring  contact  piece,  runs 
along  the  wire.  A  tenth  binding  screw,  D,  serves  to 
connect  this  to  one  pole  of .  the  battery,  E  being 
connected  to  the  other.  The  galvanometer  is  con- 
nected to  F  and  f',  while  the  known  and  unknown 
resistances  are  placed  between  G  g'  and  H  h'.  Just 
below  the  wire  which  is  stretched  between  the  two 
binding  screws  is  gummed  a  piece  of  white  paper  about 
\  in.  or  i  in.  wide.  In  the  exact  centre  is  marked  the 
zero  line,  and  the  portions  to  the  right  and  left  of  this 
are  divided  into  10,  20,  lOO,  or  500  divisions,  according 
to  delicacy  required. 

§  93.  The  Thermopile. — This  instrument  depends 
in  its  action  on  the  fact  that  when  the  point  of  junction 
between  two  pieces  of  metal  is  heated,  or  cooled,  a 
current  of  electricity  is  set  up.  It  is  not  necessary  to 
this  effect  that  the  metals  should  be  of  different  nature  ; 
but  they  must  be  in  different  molecular  states,  so  that 
they  oppose  different  resistance  to  the  passage  of  heat 
and  electricity.  As,  however,  the  greater  the  difference 
in  these  respects  the  greater  the  force  called  into  play, 
it  is  usual  to  employ  dissimilar  metals,  or  metallic  alloys, 
etc.,  in  which  these  differences  are  highly  accentuated. 
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§  94.  A  very  convenient  form  of  thermopile  for  the 
amateur,  and  one  which,  with  a  little  care  in  the  manage- 
ment of  the  heat,  gives  a  very  constant  current,  adapted  to 
delicate  and  long-continued  experiments,  such  as  grading 
delicate  galvanometers,  etc.,  may  be  constructed  as 
follows:  Cut  25  or  30  pieces  of  No.  16  German  silver 
wire  into  6  in.  lengths  ;  do  likewise  with  a  similar 
number  of  pieces  of  No.  16  copper  wire.  With  a  pair 
of  pliers  twist  tightly  about  i  in.  of  the  extremity  of  one 
copper  wire  to  the  extremity  of  one  German  silver  wire, 


Fig.  51. 

so  as  to  join  them  firmly  together,  as  shown  at  Fig.  51  a 
In  a  similar  manner  join  the  remaining  pairs  of  copper 
and  German  silver  wires  ;  clean  the  junctions  with  a  bit 
of  sandpaper,  and  solder  the  junctions  with  as  little  hard 
solder  as  you  possibly  can.  Now  twist  and  solder  the 
opposite  extremitiesofthejoined  wires,  each  German  silver 
to  the  copper  of  the  next  pair  (not  its  own),  leaving  the 
first  copper  and  last  German  silver  as  terminals  (see 
Fig.  51  B).  Now  procure  two  wooden  cornice-pole  rings, 
about  3^  in.  in  diameter  (such  as  are  used  to  suspend 
curtains  from  the  pole),  and  with  a  coarse  rasp,  file  one 


THE   THERMOPILE.  141 

surface  of  each  ring  j^^?/,  so  that  if  laid  upon  one  another, 
after  filing  down,  they  form  one  thick  ring,  as  shown  at 
Fig.  52.  To  the  lower  ring,  at  equi-distant  points, 
should  be  affixed  three  wooden  rods,  about  6  in.  long, 
spreading  out  somewhat,  so  as  to  admit  of  the  insertion 
of  a  spirit  lamp  between  them.  For  the  sake  of  stability, 
these  rods,  which  form  the  feet  on  which  the  thermopile 
rests,  may  be  inserted  into  a  heavy  wooden  or  leaden 
base  as  shown  at  D  in  Fig.  53.  The  next  step  is  to 
place  the  joined  wires  in  a  radiating  fashion  on  the  ring. 


Fig.  52. 

and  clamp  them  in  their  place  by  covering  them  with 
the  upper  ring,  which  must  be  screwed  tightly  down  to 
the  lower  one,  care  being  taken  that  the  screws  do  not 
touch  the  wires,  and  also  that  the  wires  do  not  touch 
each  other,  except  at  the  soldered  junction.  The  inner 
circle  of  junctions  must  not  touch,  but  must  stand  at 
equal  distances  all  round  the  centre  of  the  circle  described 
oy  the  ring,  leaving  a  space  of  about  \  in.,  in  which  the 
flame  of  the  spirit  lamp  can  burn  and  heat  these 
junctions  simultaneously.  The  two  unsoldered  ends  (of 
copper  and  German  silver  wires)  are  then  to  be  attached 
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to  binding  screws,  which  serve  as  the  poles  or  terminals 
of  the  thermopile.  Fig.  54  illustrates  the  appearance  of 
the  finished  instrument.  On  placing  a  lighted  spirit 
lamp  on  the  base,  so  that  the  flame  plays  against  the 
junctions  pointing  to  the  centre,  a  current  will  be  found 
to  flow  from  the  two  terminals.  The  electro-motive  force 
of  these  little  instruments  is  about  one-twelfth  of  a  volt 

o 


Fig.  53. 
for  each  pair  of  wires,  so  that  a  dozen  pairs  of  wires 
give  very  nearly  one  volt.  On  the  short  circuit  each 
pair  is  capable  of  giving  about  one-third  of  an  ampere. 
Coupled  up  in  series  (as  shown),  this  remains,  of  course, 
the  same.  To  increase  the  current,  the  elements  must 
be  made  larger,  or,  what  amounts  to  the  same  thing, 
coupled   up  in  parallel  instead  of  in  series.     For   the 
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benefit  of  those  amateurs  who  may  be  desirous  of 
attempting  something  on  a  larger  scale,  the  following 
account  of  a  thermopile  which  was  made  on  the  plan  of 
Clamond's  pile,  with  some  slight  modifications,  is  sub- 
joined:— 288  strips  of  tinned  iron,  I  in.  wide  by  5  in.  long, 
were  cut  out.     A  mould  of  plaster-of-Paris  was  prepared, 


Fig.  5^. 
in  which  could  be  cast  oblong  squares,  2\  in.  long  by  i  in. 
in  square  section.  At  end  of  the  two  extremities  of  the 
mould  were  placed,  standing  upright,  a  tinned  iron  strip. 
The  mould  was  then  filled  with  a  molten  alloy,  consisting 
of  two  parts  of  antimony,  melted  with  one  part  of  zinc 
(as  this  alloy  expands  considerably  on  cooling,  it  must 
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be  withdrawn  from  the  mould  as  soon  as  set).  By  this 
means  were  obtained  144  castings,  having  a  tinned  iron 
luo"  at  each  end,  looking  something  like  a  letter  E,  with- 
out the  central  stroke.  An  iron  ring,  about  i  in.  wide, 
\  in.  thick,  and  i  ft.  in  internal  diameter,  was  supported  on 
four  stout  iron  rods,  screwed  to  it,  at  a  distance  of  about 
10  ins,  from  the  ground.  On  this  ring  was  placed  a 
coating  of  good  Portland  cement,  about  \  in.  thick.  The 
castings,  with   their  lugs  previously  bent,  as  shown  at 


Fig.  55. 


r'ig-  5S>  and  having  a  thin  piece  of  mica  (talc)  inserted 
between  the  inner  strips  and  the  alloy,  to  prevent 
contact,  were  then  arranged  in  a  circle  on  the  iron  ring, 
each  one  being  separated  from  its  neighbour  by  a  thin 
piece  of  mica,  and  the  whole  held  together  by  means  of 
a  little  Portland  cement  put  in  between  as  each  casting 
was  placed  in  position.  Several  such  layers  of  circles  of 
castings  were  thus  arranged,  care  being  taken  that  the 
faces  of  the  castings  projected  about  \  in.  inward  beyond 
the  iron  ring.     When  the  entire  series  of  castings   had 
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been  thus  arranged  in  circles,  and  set  in  cement,  a  final 
layer  of  cement,  about  \  in.  thick,  was  spread  over  the 
upper  layer,  care  being  taken  in  each  layer  to  leave 
quite  I  in.  of  the  castings  projecting  outwardly,  free 
from  cement.  A  second  iron  ring,  precisely  similar  to 
the  first,  was  now  laid  over  the  top,  and  when  the 
cement  had  set,  clamped   to  the  lower  one  by  means  of 


Fig.  56. 
three  long  screw  clamps.  The  iron  strip  attached  to  the 
inner  end  of  one  casting  was  then  soldered  to  the  iron 
strip  attached  to  the  outer  end  of  its  neighbour  (previously 
cut  to  the  required  length),  and  so  on  all  round  each 
circle,  except  at  one  point  of  each  circle  only,  where,  of 

L 
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course,  the  projecting  strips  were  left  free,  to  be  afterwards 
attached  to  binding  screws  as  terminals.  Each  circle  had 
its  own  pair  of  terminals,  and  these  could  be  coupled  up 
to  the  neighbouring  circles  either  in  parallel  or  in  series, 
as  the  case  might  demand.  This  pile  was  used  with  a 
large  parafifin  burner  having  an  iron  chimney  nearly 
couching  the  interior  ends  of  elements.  It  has  been 
also  tried  with  a  charcoal  brazier  (with  a  similar  iron 
chimney),  with  gas,  and  with  a  small  coke  stove.  For 
steady  currents  of  low  E.M.F.,  but  considerable  quantity, 
the  6  in.  paraffin  burner  answered  admirably. 

The  following  table  will  give  a  fair  idea  of  the  force 
developed  with  the  said  paraffin  burner,  the  elements 
being  in  all  these  cases  coupled  up  for  tension — i.e.,  in 
series  : — 

No.  of  Amperes  on  a 

Elements.                    E.M.F.  short  circuit. 

36  2  0-6 

72         4        0-6 

108         6         0-6 

144         8         0-6 

Fig.  56  is  reproduced  from  a  photograph  of  the 
identical  thermopile  (of  four  circles  of  36  elements) 
with  which  the  above  trials  were  made.  By  using 
more  powerful  sources  of  heat  (up  to  a  certain  point) 
correspondingly  more  powerful  effects  were  obtained. 

§  95.  Batteries. — For  the  convenience  of  classifica- 
tion, batteries  may  be  divided  into  two  great  families — 
viz.,  single  Jluid  and  double  fluid.  To  the  former  class 
belong  all  such  as  do  not  require  a  partition  of  any  kind 
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(whether  porous  cell,  septa,  sawdust,  sand,  difference  of 
specific  gravity,  etc.)  between  the  fluid  surrounding  the 
fiegative  and  the  positive  plate  or  element. 

To  the  latter  class  belong  all  those,  in  which,  either 
for  the  sake  of  obtaining  constancy  of  effect,  overcoming 
polarisation,  etc.,  the  fluid  or  fluids  surrounding  the 
negative  and  positive  elements  respectively,  are  kept 
from  mixing,  by  any  of  the  means  just  mentioned. 

Few  amateurs  would  care  to  manufacture  their  own 
jars,  or  porous  cells,  so  no  attempt  will  be  made  here  to 
describe  the  construction  of  such,  except  to  point  out 
that  where  great  lightness  and  strength  is  required,  as 
in  the  case  of  small  batteries  to  drive  model  yacht  motor, 
or  pocket  coils,  very  efficient  and  perfectly  acid  proof 
cells,  of  any  shape,  may  be  constructed  by  gluing  to- 
gether with  good  tape,  stout  brown  pasteboard,  of  the 
size  and  form  required.  The  cells  thus  formed,  after 
being  allowed  to  dry  thoroughly,  must  be  immersed  for 
a  few  minutes  in  hot  melted  paraffin  wax  until  thoroughly 
permeated,  and  then  allowed  to  dry  and  set.  Cells  of 
this  kind  will  stand  any  acid,  and  even  a  solution  of  sul- 
phate of  copper. 

Small  porous  cells  may  be  made  out  of  bowls  of  to- 
bacco pipes,  the  small  hole  being  stopped  with  Front's 
elastic  glue.  Larger  ones  for  any  experimental  purposes, 
had  much  better  be  bought,  but  can  be  made  by  the 
amateur  from  any  good  clean  yellow  clay  kneaded  so  as 
to  free  it  from  stones,  etc.  This  may  be  moulded  of  the 
desired  shape,  allowed  to  dry  perfectly  and  then  gradually 
heated  to  redness  in  any  ordinary  fire.     Greater  porosity 
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may  be  imparted  to  the  clay  by  the  addition  of  powdered 
graphite  or  even  charcoal. 

Zincs  may  be  cut  to  any  shape  by  making  a  pretty 
deep  line  with  a  file  at  the  spot  where  it  is  desired  to 
divide,  and  then  running  a  little  quicksilver  in  the  furrow 
thus  produced.  In  a  few  seconds  this  permeates  through 
the  zinc  at  this  place,  rendering  it  brittle  and  rotten,  so 
that  the  least  pressure  suffices  to  cause  the  zinc  to  break 
at  the  line. 

Amalgamation  is  best  effected  by  making  up  a  mix- 
ture of  I  part  oil  of  vitriol  with  19  parts  of  water,  placing 
this  in  a  large  flat  shallow  dish,  in  which  a  little  mercury 
is  also  placed.  The  fingers  having  been  rubbed  with  a 
greasy  rag  to  prevent  the  acid  affecting  the  skin,  the 
zinc  plates  or  rods  are  one  by  one  immersed  in  the  acid 
and  quickly  rubbed  over  with  an  old  tooth  brush  so  as 
to  carry  the  mercury  all  over  the  surface.  The  excess 
of  mercury  should  be  allowed  to  drain  off  by  rearing  the 
plates  on  end,  in  a  plate  or  other  earthenware  vessel. 
In  separating  the  positive  and  negative  elements  from 
each  other,  ebonite  will  be  found  of  the  highest  value  for 
small  batteries.  In  larger  ones,  teak,  mahogany,  or  box- 
wood strips,  previously  boiled  in  hot  melted  paraffin  wax, 
give  excellent  results,  and  are  impermeable  to  the  acid 
used. 

Binding  sci'ezvs,  though  very  convenient,  are  not 
absolute  necessities.  In  many  cases  the  negative  plates 
(even  if  of  graphite)  can  be  held  in  their  places  by 
ordinary  wood  screws,  by  being  screwed  to  the  wooden 
bar  which  separates  them  from  the  zinc.     Connecting 
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wires   can  be  soldered  to  the  zinc,   or  twisted   tightly 

round  the  shoulders  of  the  screws.     For  coupling  up  a 

number   of  elements  or  circuits,  strips  of  copper,  about 

I  in.  wide,  i^  in.  long,  about  2V  in.  thick,  made  perfectly 

clean  and  bright,  and  then  rolled  contrariwise  at  each 

end,  so  as  to  present  the  aspect  (in  section)  of  an  CO,  will 

be  found  very  convenient.      It  is  not  proposed  here   to 

give  details  for  the  construction    of  all    the    batteries 

which  have  been  from  time  to  time  "  invented,"  patented, 

or  described,  for  their  name  is  legion,  and  their  utility 

in  many   cases,   highly   problematic.     General  outlines 

will  be  given  for  the  construction  of  a  single  fluid,  and 

double  fluid  battery ;    the  student   can  then  use   what 

excitant  he  may  fancy,  or  circumstances  dictate. 

§  96.  The  Single  Fluid  Cell. — For  the  contain- 
ing vessel,  a  Westall  salt  jar,  or  one  of  the  2  lb.  plum 
bottles,  will  do  very  well.  For  very  small  cells,  the 
s  mailer  sizes  of  Liebig's  "  extract  of  beef  "  pots,  answer 
admirably.  The  zinc  and  copper  (or  graphite)  elements 
having  been  cut  of  the  right  size  to  enter  the  vessel,  and 
yet  leave  a  good  \  in.  clear  between  the  zinc  and  nega- 
tive element,  two  strips  of  paraffined  wood,  |  in.  thick, 
and  from  \  in.  to  i  in.  wide,  according  to  the  size  of  the 
battery,  are  cut,  a  little  longer  than  the  diameter  of  the 
containing  cell.  A  small  strip  of  clean  sheet  copper,  to 
one  end  of  which  the  wire  which  is  to  form  one  pole  of 
of  the  battery  is  soldered,  is  placed  in  contact  with  the 
upper  end  of  the  zinc  plate.  Over  this  is  to  be  placed 
one  of  the  paraffined  wooden  strips :  then  the  negative 
element.       Tf    the    amateur    is    content   with    a    single 
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negative  element  (be  it  copper,  graphite,  silver,  or 
platinum),  he  need  now  only  place  the  second  strip  of 
paraffined  wood,  over  the  top  edge  of  the  negative  plate 
with  a  little  copper  strip  and  wire  (  as  before,  to  form 
the  other  pole  of  the  battery)  between  the  negative 
plate  and  wooden  strip.  The  whole  is  now  clamped 
together  between  the  jaws  of  a  clamping  binding  screw, 
or,  if  the  larger  elements  are  used,  between  the  jaws  of 
a  sewing  machine  clamp  (these  can  be  got  at  id.  and 
i^d.  each).  Care  must  be  taken,  that  the  binding  screw 
or  clamp,  does  not  make  contact  between  the  negative  and 
positive  elements.  As  much  better  results  are  obtained 
when  the  negative  elements  are  double,  the  amateur  will 
probably  prefer  to  have  two  carbons,  or  coppers,  to  each 
zinc.  In  this  case,  after  having  placed  the  copper  piece, 
to  which  the  wire  is  attached,  against  the  top  end  of  the 
zinc,  he  will  put  a  paraffined  wooden  strip  on  each  side 
of  the  top  end  of  the  zinc,  then  a  negative  element  on 
each  side  of  the  zinc.  If  the  negatives  are  graphites,  a 
wide  copper  band  should  encircle  both  graphites,  and 
the  clamp  should  grip  the  band  against  the  graphites ; 
care  being  taken  as  before,  that  the  graphites,  neither 
through  the  clamp,  nor  through  the  copper  band  at  any 
place  make  contact  with  the  zinc. 

§  97.  Mounting  Graphite  Rods  and  Plates. — 
In  cases  where  the  negative  elements  are  graphite,  and 
more  especially  if  the  plates  are  to  stand  long  in  the 
fluid,  as  in  the  Leclanche,  the  bottle  bichromate,  etc.,  it 
is  advisable,  owing  to  the  porosity  of  the  graphite,  to 
adopt  some  other  means  of  making  connection  with  the 
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terminal.  It  is  usually  recommended  to  electroplate  the 
upper  end  of  the  carbon  with  copper,  and  then  solder 
connection  to  it,  but  a  better  plan,  is  to  make  several 
nicks  round  the  plate  or  rod,  with  a  file,  or  even  to  drill 
a  few  holes  in  with  a  screw  drill,  and  then  to  cast  a 
leaden  cap  round  the  top  end.  If  the  lead  have  a  little 
antimony  added  to  it  during  fusion,  it  will  set  much 
harder,  and  fit  closer.  This  is  hardly  acted  on  by  the 
usual  acids  of  the  battery.  To  prevent  any  chance 
access  of  acid,  the  top  end  of  the  graphite  may  be 
painted  round  with  hot  parafiin  wax.  This  treatment  is 
specially  useful  in  the  case  of  bichromate  or  chromic 
acid  cells. 

§  98.  It  is  a  well-known  fact  that  the  remarkable  fall 
in  current  strength  which  takes  place  in  the  single  fluid 
batteries  of  this  class  depends  to  a  great  extent  on  the 
absolute  immobility  of  the  exciting  fluid.  This  is  due 
to  the  fact  that  as  the  hydrogen  is  absorbed  by  the 
oxidant  (chromic  acid,  bichromate  of  potash)  as  fast  as 
it  is  generated,  no  mechanical  movement  is  produced 
in  the  mass  of  the  liquid,  so  that  the  liquid 
near  the  zinc  plate  becomes  quickly  charged  with 
sulphate  of  zinc,  thus  protecting  the  plate  from  the 
farther  action  of  the  acid.  Many  schemes  have  been 
proposed  to  avoid  this,  such  as  setting  up  circulatory 
currents  in  the  fluid  by  the  external  application  of  heat 
(Sprague),  or  by  means  of  an  aspirator  (Courtenay),  etc., 
etc.  These  methods  are  excellent  in  their  way,  but  are 
rather  inconvenient  of  application  by  the  amateur,  who 
has  only  to  deal  with  a  few  cells — and  fewer  shillings. 
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A  very  simple  mode,  which  is  quite  effective,  which 
gives  no  more  trouble  than  snuffing  a  candle,  and  which 
could  be  made  automatic  if  desired,  is  one  which  the 
author  adopted  in  his  own  4-cell  batteries  for  temporary 
lighting  purposes,  etc. 

The  battery  (shown  below,  Fig.  5)  consists  essentially 
of  four  glass  cells,  A  A  A  A,  about  2\  in.  in  diameter, 


Fig.  57. 
standing  on  a  tray,  T,  from  the  centre  of  which 
rises  a  screwed  and  jointed  rod,  R,  by  means  of  which 
it  can  be  raised  or  lowered,  along  with  the  four 
cells  in  the  box  B.  These  cells  are  filled  to  about 
two-thirds  of  their  height  with  the  excitant  (chromic 
acid  3  parts,  sulphuric  acid  3  parts,  water  17  parts). 
The  zincs  and  carbons  are  attached,  by  means  of  long 
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binding- screws,  to  the  lid  L,  and  each  clement  is 
connected  in  series  to  its  neighbour  by  means  of  metal 
straps,  the  first  and  last,  of  course,  forming  the  electrodes. 
The  rod  R,  passing  through  the  lid,  enables  the  operator 
to  raise  the  cells  to  the  plates  ;  and  this  in  practice  will  be 
found  a  great  advantage  over  lowering  the  plates  into 
the  cells.  The  arrangement  for  setting  up  movement 
in  the  fluid  consists  simply  in  ebonite  rings,  E  E  E  E, 
which  encircle  the  plates,  and  which  are  attached  to  the 
ends  of  guttapercha-covered  wires,  WW  WW,  the  upper 
extremities  of  which  pass  through  the  lid  of  the  box,  and 
are  soldered  to  the  four  corners  of  a  flat  square  of  wire, 
F,  which,  on  being  raised  and  depressed,  agitates  the 
fluid  in  the  cells,  and  thus  prevents  the  accumulation  of 
zinc  sulphate  round  the  plates.  For  the  convenience  of 
carriage  etc.,  the  lid  L  is  fastened  to  the  box  by  means 
of  two  rings  and  catches,  and  is  furnished  with  a  central 
handle,  not  shown  in  the  sketch. 

§  99.  The  Double  Fluid  Cell. — Differs  from  the 
single  fluid  cell  only  inasmuch  as  a  porous  cell,  or 
substitute,  is  employed  to  separate  the  fluid  acting  on 
the  zinc  from  that  in  contact  with  the  negative  element. 

As  before,  the  containing  vessel  may  be  a  stoneware 
jar  or  glass  wide-mouthed  bottle.  A  porous  cell  is 
chosen,  a  little  taller  than  the  containing  or  outer  cell. 
The  bottom  of  this  porous  cell,  and  also  i  in,  round  the 
top,  should  be  immersed  in  hot  melted  paraffin  wax. 
This  prevents  "  creeping "  and  is  specially  serviceable 
in  the  case  of  the  Daniell  cell.  The  zinc  may  take  the 
form  of  a  cast  rod,  and  this  obviates   the  necessity  of  a 
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binding  screw,  as  a  copper  wire  may  be  cast  in  as  a 
terminal.  At  one  time  "  cast "  zinc  was  regarded  with 
suspicion  ;  but  now  it  has  been  pretty  well  proved  that 
cast  zinc,  even  if  it  contain  a  certain  amount  of  tin  and 
lead,  is  quite  as  efficient,  if  not  even  more  so  than 
the  rolled  metal.  But  in  any  case  it  must  be  well 
amalgamated.  A  little  wooden  lid  or  cover  should  be 
fitted  to  the  porous  cell,  through  the  centre  of  which 
should  project  the  wire  coming  from  the  zinc.  The 
negative  element,  if  copper,  may  be  bent  into  the  form 
of  a  circle  to  fit  the  inside  of  the  jar,  and  the  other 
terminal  soldered  to  it.  Also  a  little  shelf  or  ledge 
should  be  soldered  inside  the  copper,  at  the  top  edge,  to 
hold  crystals  of  copper  sulphate,  if  the  Daniell  form  be 
preferred.  If  carbon  be  chosen  as  the  negative,  then  it 
will  be  well  to  take  a  sufifjcient  number  of  carbon 
(graphite)  pencils,  such  as  are  used  for  electric  lights, 
about  i  in.  thick  and  a  little  longer  than  the  outer  cell, 
and  having  tied  them  all  round  a  bottle  or  other 
cylindrical  body,  of  such  a  size  that  they  will  then  freely 
enter  the  outer  vessel,  cast  a  leaden  ring  round  one 
extremity,  to  which  the  other  electrode  can  be  attached. 
This  forms  a  very  excellent  negative,  presenting  a  very 
large  surface.  Annexed  is  a  table  of  the  names, 
elements,  fluids,  and  E.M.F.,  etc.,  of  the  most  useful 
batteries  : — 
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Namk    of 
Cell. 

Positive 

Element. 

Negative 
Element. 

Exciting 
Fluid. 

Dkpolaris 

iNG  Fluid 

-    E.M.F.  in 

Volts. 

Internal 

Resistance 

IN  Ohms.* 

Bunsen 

Zinc 

Graphite 

Sulphuric 
Acid  dilute 

Nitric  acid 

1-8 

■08  to  'n 

Do. 

>i 

" 

It 

Chromic 
acid 

1-8 

■l   to    "12 

Chromic 
Acid,  single 
fluid 

II 

•f 

Sulphuric 

acid   and 

chromic 

acid,  dilute 

mixed 

None 
separate 

2'2 

1-079 

•001  to  "08 

DanieU 

1) 

Copper 

Zinc      sul- 
phate solutn 

Copper   sul- 
phate  sol. 

2-tos 

Fuller 

" 

Graphite 

Chloride    of 

zinc 

solution 

Potash  bi- 
chromate 
and  hydro- 
chloric  acid 

I'S 

o's  to  o"7 

Gaiffe 

II 

Silver 

Zinc 
chloride 

Silver 
chlorid 

I '02 

o"5  to  o'6 

Grove 

» 

Platinum 

Sulphuric 
acid  dilute 

Nitric  acid 

I  "96 

•l  to  "12 

Lalande 
Chaperon 

.. 

Copper   or 
iron 

Caustic  pot- 
ash solution 

Oxide  of 
copper 

0-98 

1-30 

Latimer 
Clark 

II 

Pure 
mercury 

Sulphate    of 

mer  cury 
Ammonium 
chloride  sol. 

None 
separate 

i'4S7 

o'3  to  05 

Leclanch^ 

II 

Graphite 

Platinized 
carbon 

Manganese 
dioxide 

1-6 

i'i3    0  fi5 

Maiche 

Zinc  scraps, 
in  bath  of 
mercury 

Common  salt 
solution 

None 
separate 

1-25 

I*  to  '2 

Maris  Davy 

Zinc 

Graphite 

Sulphuric 
acid  dilute 

Paste  of 

sulphate  of 

mercury 

I'S2 

•75  to  V 

Niaudet 

.. 

Common  salt 
solution 

Chloride 
oflime 

I '5  to  i"6   • 

5  to6- 

Poggendorf 

» 

" 

Saturated 
iol  of  potash, 
bichromate, 

and  sul- 
phuric acid 

None 
separate 

1-98 

•001  to  "oS 

Schanschieff 

» 

•• 

Mercurial 
solution 

None 
separate 

1-S6 

•05  100-75 

Skrivanow 

„ 

Silver 

Caustic 
potash 

Chloride  of 
silver 

i"S 

I'S 

Smee 

,, 

Platinized 
silver 

Sulphuric 
acid  dilute 

None 

0-47 

o"S 

Walker 

„ 

Platinized 
graphite 

ti 

» 

0-56 

0-4 

Warren  de  la 
Rue 

» 

Silver 

Sal  ammo- 
liac  solution 

Silver 
chloride 

I" 

o"4  to  o"6 

*  The  resistances  virere  measured  in  cells  standing  6"  X  4". 
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§  100.  The  Telephone.— Although  the  effects  pro- 
duced by  this  instrument  are  at  once  among  the  most 
beautiful  and  astounding  in  the  whole  range  of  physics, 
nevertheless  the  apparatus  necessary  to  their  production 
is  of  the  simplest  description.  In  the  form  patented  by 
Graham  Bell  (see  fig.  6o),  which  embodies  all  the  essen- 
tial points  of  a  serviceable  working  instrument,  we  have 
a  bar-magnet,  around  one  pole  of  which  is  coiled  about 
a  hundred  feet  of  fine  insulated  copper  wire.  The  ex- 
tremities of  this  coil  of  wire  are  attached  to  two  binding 
screws,  by  means  of  which  connection  can  be  made  to 
the  transmitting  lines,  etc.  In  front  of  the  coiled  pole 
of  the  bar-magnet,  but  not  in  actual  contact,  is  a 
circular  plate  of  very  thin  sheet  iron,  gripped  at  its 
edges,  but  free  to  vibrate  centrally.  This  arrangement 
is  all  that  is  reall}/-  necessary  in  the  construction  of  the 
telephone.  In  order  to  carry  on  a  conversation  by  the 
aid  of  the  arrangement  described,  two  precisely  similar 
instruments  are  employed,  one  at  the  speaking  or 
"transmitting"  end,  and  the  other  at  the  hearing  or 
"receiving"  end.  The  two  binding  screws  belonging  to 
each  instrument  are  connected  together  by  means  of 
separate  insulated  wires.  An  individual  speaking  near 
the  thin  iron  disc  of  one  of  the  telephones,  causes  the 
air  to  enter  into  vibration.  These  vibrations  are  taken 
up  by  the  thin  iron  disc,  which  performs,  in  consequence, 
oscillations,  "  excursion  and  incursions "  to  and  from 
the  pole  of  the  magnet.  By  virtue  of  the  well-known 
law,  that  "  motion  before  the  poles  of  a  magnet  sets 
up  currents   of  electricity"    (see   §    58),  and  that  the 
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currents  flow  in  one  direction  when  the  movement  is 
one  of  approach,  and  in  the  contrary  when  the  motion 
is  one  of  recession,  it  follows  that  during  speech  a 
number  of  waves  of  electricity,  now  in  one  direction, 
now  in  another,  flow  around  the  wire  encircling  the 
coiled  pole  of  the  magnet,  and,  traversing  the  lines 
leading  to  the  farther  instrument,  flow  round  the  coiled 
pole  of  that  magnet.  When  these  flow  in  one  direction, 
the  magnet  is  strengthened  by  their  advent,  and  pulls 
down  the  disc  before  it  more  forcibly.  When  the  flow 
is  in  the  opposite  direction,  the  magnet  is  correspond- 
ingly weakened,  its  pull  on  the  disc  is  lessened,  and 
consequently  the  disc  performs  an  excursion  from  the 
magnet  by  virtue  of  its  elasticity ;  and  every  trifling 
modification  in  the  strength  and  direction  of  current 
set  up  by  the  vibrations  in  the  disc  moved  by  the 
speaker's  voice  at  the  transmitting  end,  is  faithfully 
reproduced  in  vibrations  of  corresponding  amplitude 
and  strength,  in  the  disc  at  the  receiving  or  hearing  end. 

To  construct  a  pair  of  telephones  for  experimental 
purposes,  capable  of  transmitting  to  a  distance  of  two 
or  three  miles,  the  following  materials  will  be  needed  : 

1st.  A  pair  of  square  bar-magnets,  about  \  in,  by  3  in. 
such  as  may  be  procured  from  the  ironmongers  from 
lid.  or  2d.  each.  These  should  be  capable  of  sustaining 
each  other  if  the  marked  end  of  the  one  be  presented 
to  the  unmarked  end  of  the  other. 

2nd.  A  pair  of  wooden  tooth-powder  boxes,  2|in. 
diameter  by  about  ijin.  deep.  These  may  be  obtained 
at  any  chemist's  shop. 
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3rd.  Apairofferrotypeplates,  4iin.  by  3jin.  These 
are  to  be  bought  from  the  dealers  in  photographic 
goods,  being  the  thin  iron  plates  on  which  the  cheap 
"  ferrotype  "  pictures  are  taken. 

4th.  Two  pairs  of  small  binding  screws,  of  any 
pattern,  so  long  as  they  are  small. 

5th.  A  piece  of  cylindrical  white  wood,  similar  to  a 
broom-handle,  about  i  in.  diameter,  and  12  in.  long. 

6th.  A  quarter  of  an  ounce  of  No.  36  silk  covered 
copper  wire. 

§  lOi.  The  operator  begins  by  cutting  off  two  pieces  of 
the  cylindrical  wooden  rod,  4^  in.  in  length,  and,  with  a 
sharp  knife,  splits  each  one  down  the  middle,  into  two 
semi-cylindrical  halves.  Taking  care  to  keep  each 
pair  of  halves  so  as  to  be  able  to  fit  them  together 
again  when  required,  he  cuts,  with  a  J-in.  chisel,  a 
channel  in  the  flat  face  of  each  half-cylinder,  to  such  a 
depth  that  the  bar-magnets  can  lie  between  the  two 
halves  when  these  are  fitted  together.  The  channels 
should  extend  from  end  to  end  of  the  cylinders,  and 
should  just  allow  the  magnets  to  slide  in  them,  without 
any  lateral  play.  At  one  end,  for  a  depth  of  about 
2  in.,  the  channels  should  be  made  a  trifle  wider  than 
the  bar-magnets,  say  yV  in.  When  the  cLannels  have 
been  thus  satisfactorily  cut,  the  half  cylinders  must  be 
glued  together,  so  as  to  form  two  cylinders  with  a 
square  channel  running  up  the  middle.  The  next  step 
consists  in  cutting  a  circular  hole  (of  exactly  the  same 
diameter  as  the  wooden  cylinders  just  prepared)  in  the 
centre  of  the  bottom   of   each  tooth-powder  box.     A 
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little  good  glue  is  now  rubbed  round  the  edges  of  this 
hole,  and  also  round  the  top  end  of  each  cylinder. 
(The  top  end  is  the  end  at  which  the  channel  is 
smallest).  This  end  is  then  thrust  into  the  bottom  of 
the  box,  from  the  outside,  until  it  is  just  flush  with  the 
inside  of  the  bottom  of  the  box.  The  boxes,  with  their 
cylindrical  handles,  are  now  set  aside  to  dry.  Whilst 
these  are  drying,  the  student  may  cut  a  circular  aperture 
if  in.  in  diameter,  in  the  centre  of  the  lid  of  each  tooth- 
powder  box.  He  then  proceeds  to  glue  a  cone  of  stiff 
pasteboard,  shaped  something  like  the  bell  of  a 
clarionet,  into  this  hole.  This  cone,  or  bell,  must  open 
and  extend  outwards  for  about  i  in.,  and  be  cut 
off  flush  with  the  inside  of  the  lid  of  the  box.  Its 
only  service  is  to  collect  and  re-enforce  the  sounds 
which  are  to  fall  on  the  vibrating  plate.  The  next 
step  is  to  cut  two  circles  out  of  the  ferrotype  plates 
of  such  a  diameter  as  to  fit  exactly,  without  binding, 
or  without  any  shake,  into  the  inside  of  the  lids  of  the 
boxes.  As  any  dent  or  buckling  in  the  ferrotype 
plates  would  prove  fatal  to  their  action  in  the  telephone, 
it  is  not  permissible  to  use  a  compass,  or  any  similar 
instrument,  wherewith  to  strike  the  circles  on  them  ;  but 
the  following  mode  of  procedure  must  be  adopted  : 
Having  measured  the  exact  diameter  of  the  inside  of 
the  lids,  the  operator  strikes  out,  with  the  compasses,  a 
corresponding  circle  on  a  stout  piece  of  cardboard  ; 
cuts  out  this  circlet  with  the  scissors,  and  then,  laying 
this  as  a  template  over  the  ferrotype  plate,  scratches 
lightly  a  line  all  round  with  the  point  of  a  pin.     It  is 
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easy  then,  with  a  sharp  pair  of  scissors,  to  cut  a 
circle  of  the  desired  size  in  the  ferrotype  plates,  without 
any  buckling-  or  denting. 

Two  pieces  of  brass  wire,  about  i  in.  in  diameter  and 
2  in.  long,  are  now  run  through  a  screw  plate,  so  as  to 
produce  a  thread  on  them  for  their  entire  length.  Two 
small  hexagonal  nuts  are  cut  out  of  a  piece  of  sheet  brass 
i  in.  thick,  and  a  corresponding  female  screw  produced 
in  them. 

A  piece  of  brown  paper,  \  in.  wide,  is  glued  around  one 
end  of  these  screwed  wires,  until  this  end  is  of  the  same 
thickness  as  the  sealing-waxed  end  of  the  bar-magnets. 
When  this  is  the  case,  the  screw  wires  are  each  respec- 
tively glued,  as  prolongation,  to  the  sealing-waxed  ends 
of  the  bar-magnets,  one  to  each,  and  further  strengthened 
in  their  attachment  by  having  a  roll  or  two  of  brown 
paper  glued  tightly  round,  of  such  a  length  as  to  embrace 
about  I  in.  up  the  bar  magnet  and  a  in.  of  the  screw.  The 
thickness  of  this  paper  must  not,  however,  exceed  the 
width  of  the  channel  at  the  lower  end  of  the  cylinder. 

A  small  bobbin  of  cardboard  is  now  made  to  fit  the 
polished  ends  of  the  bar-magnets.  These  bobbins  should 
be  about  i  in.  in  diameter  by  about  i  in.  wide  in  the 
channels  ;  they  should  be  made  to  fit  pretty  tightly  on  to 
the  poles  of  the  magnets.  When  made  and  glued 
together,  they  should  be  allowed  to  dry,  and  then  soaked 
for  a  minute  or  two  in  melted  paraffin  wax.  After  this 
they  may  be  wound  with  about  i  drachm  (60  grains)  of 
No.  36  silk-covered  copper  wire,  particular  care  being 
taken  to  wind    in  one  continuous  direction  only,  and  to 
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avoid  all  breakages  or  even  kinks  in  the  wire,  as  being 
fatal  to  success.  Each  bobbin,  after  being  wound  (and  it 
should  be  wound  while  on  the  pole  of  the  magnet),  should 
be  removed  from  off  the  pole  of  the  magnet  and  dipped 
for  an  instant  in  melted  paraffin  wax.  About  3  in.  of 
each  end  of  the  wires  should  be  left  free,  for  attachment 
to  the  binding  screws. 

This  being  done,  the  nut  is  removed  from  the  screwed 
tailpiece  of  each  magnet.  Two  small  circlets  are  cut 
out  of  thin  sheet  brass  or  zinc,  of  the  same  diameter  as 
the  lower  ends  of  the  cylinders.  A  central  hole  is  bor  d 
in  these  circlets,  to  admit  of  the  passage  of  the  screwed 
tailpieces  of  the  magnets  ;  and  two  lateral  holes,  by  means 
of  which  they  can  be  fastened  to  the  ends  of  the  cylinders 
with  two  screws.  The  bar-magnets  are  then  pushed  'ip 
the  central  channels  until  their  polished  ends  are  very 
nearly  flush  with  the  edges  of  the  boxes,  before  the  lids 
are  on.  The  little  brass  circlets  just  prepared  are  then 
screwed  on  to  the  ends  of  the  cylinders,  leaving  about 
I  in.  of  the  screwed  tailpieces  projecting.  (Should  the 
magnets  play  too  loosely  in  the  channels,  a  thin  sheet  of 
paper  maybe  wrapped  round  them,  to  increase  the  fric- 
tion). The  nuts  may  now  be  replaced  on  the  tailpieces 
Each  wound  bobbin  is  now  to  be  slipped  in  its  place 
over  the  pole  of  its  respective  magnet,  and,  if  too  loose, 
retained  there  by  touching  the  inside  of  the  bobbin  with 
a  brush  lightly  dipped  in  white  hard  varnish.  The  free 
ends  of  the  wire  proceeding  from  each  bobbin  are  soldered 
to  the  prongs  of  the  binding  screws,  which  are  driven  into 
the  bottom  of  the  boxes,  at  opposite  points  in  its  diameter, 
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near  the  edges.     The  ferrotype  plates  are  now  placed 


inside  the  lids,  with  the  glossy  side  outwards,  and  the 
lids  pressed  firmly  on  to  the  boxes.     The  lids  should 
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fit  tightly  ;  if  they  do  not,  they  should  be  made  to  do  so 
by  gluing  a  strip  of  paper  round  the  edge  of  the  rim  of 
the  box.  The  boxes,  handles,  and  cardboard  bells  may 
be  stained  and  varnished  if  desired. 

The  distance  of  the  magnets  from  the  ferrotype  plates 
can  be  regulated  to  a  nicety  by  means  of  the  nuts  and 
screwed  tailpieces  of  the  magnets.  In  practice,  I  find 
that  the  best  effect  is  obtained  when  the  magnets  are 
only  just  clear  of  the  plates.  To  secure  this  result,  it  is 
only  necessary  to  screw  up  until  the  magnet  just  touches 
the  plate.  This  can  be  told  by  the  dull  blocked  sound 
which  is  given  on  tapping  lightly  the  ferrotype  plate 
with  the  finger  nail ;  then,  if  the  nut  be  turned  gradually 
jn  the  opposite  direction  until  the  tapping  gives  a  clear 
sound  instead  ofa  dull  thud,  the  magnet  will  be  just  clear 
of  the  diaphragm.  The  annexed  cut  will  make  the 
general  disposition  of  the  parts  clear :  A  is  the  bar 
magnet,  attached  by  means  of  the  brown  paperroll  to  the 
regulating  screw  H  ;  this  is  controlled  by  the  nut  I 
which  is  rotated  against  the  circlet  J.  The  coiled  bobbin 
is  shown  at  C,  with  its  free  ends  of  wire  attached  by  a 
drop  of  solder  to  the  binding  screws  G  G.  At  F  F,  we 
have  the  channelled  cylinder,  in  which  lies  the  magnet. 
D  D..  represents  the  tooth  powder  box,  which  forms  the 
case  and  resonant  box  ;  B  is  the  ferrotype  plate,  and 
E  E  the  conical  mouthpiece  made  of  stout  cardboard. 
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APPENDIX     TO     TABLE     OF    WIRE 
RESISTANCES,  Etc.,  §  73. 

It  is  frequently  necessary  to  know  what  diameter  of  wire 
must  be  used  to  carry  a  current  safely  ;  id  csU  without 
injurious  heating.  The  following  table  gives  approximately 
the  ratio  between  the  gauge  of  the  wire,  and  the  safe  current 
in  amperes,  which  the  wire  can  carry. 


B  W  G 

Safe 

Current 

IN  Amperes, 

6 

60 

7 

48 

8 

9 
10 

43 
36 
28 

II 

21 

12 

18 

13 

'3 

14 
16 

10 

8-5 

6 

17 

5 

18 

3 

19 

2-5 

20 

0 

01 

r; 

The  above  table  refers  to  ordinary  commercial  copper 
wire  only;  it  is  NOT  applicable  to  any  wire  of  different 
material,  such  as  brass,  lead,  tin,  platinum,  German 
siher,  &c.  Even /?/;-£•  copper  differs  considerably  from 
the  ordinary  commercial  article,  in  carrying  power  ;  some 
samples  tried  by  me  having  a  "safe  carrying  capacity  " 
of  nearly  double  that  given  in  the  table. 


APPENDIX  TO  GALVANOMETERS,  §  86. 

Previous  to  publication  in  a  complete  form,  the  fore- 
going chapters  on  "  Electrical  Instrument-making  for 
Amateurs "  have  elicited  a  considerable  amount  of  corre- 
spondence from  the  readers  thereof  and  many  kind  sugges- 
tions from  friends  of  the  author.  Foremost  among  these,  and 
replete  with  valuable  hints  as  to  the  desirability  of  encourag- 
ing pupils  and  teachers  to  make  their  own  instruments,  is 
one  by  Mr.  Wm.  Robertson,  of  Castle  Douglas,  N.B.  Him- 
self a  teacher,  he  has  had  practical  experience  of  the 
thoroughness  of  the  knowledge  acquired  by  students  who 
learn  to  make  as  well  as  to  use  their  own  instruments.  In 
these  remarks  the  author  fully  concurs.  During  the  ten 
years  in  which  he  was  engaged  in  teaching  the  science  of 
electricity  at  the  Carshalton  House  School,  he  invariably 
adopted  the  plan  of  causing  the  pupils  to  construct  the 
apparatus  which  formed  the  substance  of  each  lesson  ;  and 
the  result  has  been  that,  although  the  apparatus  turned  out 
may  have  been  of  the  roughest  description,  yet  the  insight 
obtained  by  the  students  has  been  so  thorough  as  to  enable 
them  to  pass  examinations,  etc.,  much  more  creditably  than 
in  cases  where  book  knowledge  alone  was  imparted. 

Feeling  that  the  subject  may  interest  others,  he  ventures 
to  reproduce  here  a  portion  of  Mr.  Robertson's  letter,  referring 
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more  especially  to  the  construction  of  two  novel  forms  of 
galvanoscope,  eminently  adapted  to  show  the  laws  which 
regulate  the  action  of  currents  on  magnets,  etc. 

"  Permit  me,"  says  Mr.  Robertson,  "  to  make  a  suggestion. 
I  have  found  that  in  teaching  no  apparatus  is  half  so  valuable 
as  that  which  is  home-made.  I  have  constructed  several 
simple  galvanometers  (or  rather  galvanoscopes)  which  have 
proved  very  useful.  Even  if  the  teacher  himself  has  learned 
to  make  a  '  fine  job  '  he  will  find  it  of  advantage  to  lise  very 
plain  and  simple  apparatus  in  his  class  work.  In  this  way 
the  students  are  encouraged  to  try  their  own  hands  at  ap- 
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paratus  making.     Occasionally  my  pupils  have  made  fairly 
good    *  galvanoscopes '     at   home,    even    in    spite  of    their 
mammas,  and  their  dislike  to  a  mess  at  the  fireside. 

"  Inclosed  you  will  find  sketches  of  two  novel  forms  of 
'  galvanoscopes,'  by  means  of  which  action  of  currents  on 
magnets  can  be  easily  and  accurately  studied." 

The  first  instrument  is  figured  at  Fig.  58.  It  consists  of  a 
base  board,  about  8  in.  by  5  in.  by  \  in.,  shown  at  b.  In  the 
middle  pf  this  is  placed  a  stout  brass  wire,  bent  into  the 
form  of  a  ring,  with  the  ends  prolonged  at  e^  e',  where  they 
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arc  held  down  to  the  base  board  by  the  two  binding  screws, 
.y,  s' .  At  the  point  where  the  wire  crosses  itself  to  form  the 
hoop  (which  should  be  about  4  in.  in  diameter),  the  wire  is 
wrapped  round,  on  both  portions,  with  a  layer  or  two  of  silk 
ribbon,  which  serves  at  once  to  separate  them  from  electrical 
contact  with  each  other,  and  to  retain  the  wire  in  the  shape 
of  a  ring.  At  the  upper  portion  of  the  ring  is  fastened  a 
little  hook,  ^,  which  is  held  in  position  by  being  neatly 
bound  round  with  a  little  silk  twist. 

At  each  extremity  of  the  stand  is  a  wide  strip  of  sheet 
brass,  bent  at  right  angles  x  x' ,  of  the  shape  figured.  Each 
strip  is  secured  to  the  base-board  by  two  small  screws,  c  c', 
and  furnished  with  a  binding-screw,  k  k',  to  make  connection 
with  a  battery  if  required.  Each  of  these  strips  (the  centre 
of  which  should  coincide  with  the  central  plane  of  the  ring) 
is  perforated  with  four  equidistant  holes,  one  on  each  side 
of  the  centre  and  one  above  and  below.  These  holes  are 
to  permit  the  introduction  of  a  straight  wire  or  wires,  above, 
below,  or  on  either  side  of  the  centre  of  the  ring.  These 
wires  serve  to  conduct  the  current  from  one  strip  to  the 
other.  Two  magnetic  needles  may  be  used  with  this  in- 
strument— namely,  one  free  to  move  vertically  only,  as 
figured  at  M  ;  and  another  so  suspended  as  to  swing 
horizontally.  The  former  is  furnished  with  two  hooks,  by 
which  it  may  be  temporarily  held  by  the  ring  ;  the  latter  is 
provided  with  a  fine  silk  suspension,  which  can  be  slung  on 
to  the  hook  /i  in  the  ring.  This  instrument,  which  Mr, 
Robertson  calls  the  "  Deflector,"  may  be  used  in  the  following 
mode : 

I.  Having  placed  the  "deflector"  with  the  brass  strips 
pointing  north  and  south,  hang  the  "  vertical  "  needle  M 
from  the  top  of  the  ring.     Now  insert  a  brass  or  copper  wire 
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through  the  upper  holes  lu  the  strips,  and  couple  up  the 
binding-screws  on  the  strips  with  a  battery.  No  Deflection 
ensues. 

2.  Place  I  he  wire  in  the  lower  pair  of  holes,  and  again 
couple  up.     Still  no  deflection. 

3.  Now  place  the  connecting  wire  in  the  right-hand  pair 
of  holes.     Deflection  takes  place. 

4.  Place  the  connecting-wire  in  the  left-hand  pair  of  holes. 
Deflcctio7i  erisiies  in  the  opposite  sense. 

5.  Remove  the  "vertical"  needle,  and  substitute  the 
"horizontal."  Now  place  the  wire  connector  in  the  pair  of 
holes  ovcj-  the  needle  ;  couple  to  battery.  Deflection  ensues 
in  one  direction. 

6.  Place  the  wire  connector  in  the  pair  of  holes  under  the 
needle.     Deflection  is  obtained  in  the  opposite  direction. 

7.  Place  two  exactly  similar  wires,  one  in  the  pair  of  holes 
above  and  the  other  in  the  pair  of  holes  below  the  "horizontal " 
needle.  On  coupling  up  to  battery  no  deflection  occurs,  if 
the  two  wires  are  equidistant  from  needle,  and  if  both  be  of 
equal  conductivity.  This  is,  however,  seldom  the  case  ;  and 
then  the  nearer,  or  better  conducting  wire,  rules  the 
deflection. 

8.  Wires  of  difierent  gauge,  but  of  same  material. 

9.  Wires  of  same  gauge,  but  of  different  material.  In 
these  two  latter  cases  the  needle  obeys  the  better  conductor, 
provided  the  distances  be  equal. 

10.  Change  the  position  of  the  instrument,  place  the 
plane  of  the  ring  in  the  magnetic  meridian,  remove  all  the 
wires  out  of  the  hole  in  the  strips,  suspend  the  horizontal 
needle  in  the  ring,  and  when  it  is  at  rest  in  the  plane  of  the 
ring,  pass  current  through  the  binding  screws  connected 
w  'h  the  ring  ^  s' .     Deflection  ensues. 
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II.  Reveise  the  direction  of  the  current.  Dejlcction  in 
opposite  direction. 

The  other  instrument,  or  "  differentirl  galvanoscope," 
consists  simply  in  a  base  board,  as  shown  at  Fig.  59.  c,  to 
which  is  fastened  by  four  binding  screws,  A  A  and  c  r',  a 
ring  R  made  of  two  insulated  wires  lying  side  by  side,  the 
extremities  of  which  are  connected  to  the  four  binding  screws. 
At  right  angles  to  the  plane  of  this  ring  rises  a  light  rectan- 
gular frame  of  stout  brass  wire  f,  on  the  top  of  which  slides 
with  friction  a  small  spiral  of  wire,  terminating  in  a  hook 
Q.     (This  serves  to  suspend  the  magnetic  needle.) 


f\ 

h. 

\ 

/   '" 

ii!==^ 

-^=^f 

Fig.  59. 

A  short  piece  of  brass  wire,  bent  twice  at  right  angles,  W. 
called  the  "  bridge,"  serves  to  connect  the  nearer  pair  of 
binding-screws,  c  c',  when  required.  A  "  horizontal  "  mag- 
netised needle,  suspended  by  silk,  may  be  hung  in  the  middle 
of  the  ring,  or  to  one  or  other  side  of  it,  by  means  of  the 
hook  Q. 

This  instrument  can  be  used  to  prove  the  counteracting 
effect  of  currents  in  opposite  directions  ;  since,  if  the  bridge 
W  be  inserted  in  the  binding-screws  c  c',  and  a  current  be 
sent  round  by  the  binding-screws  a  a',  it  traverses  the  two 
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rings  in  opposite  directions.  Hence  the  needle  is  not  deflected 
if  perfectly  central  ;  but  if  the  needle  be  to  one  side,  the 
nearer  circle  governs  the  needle.  Having  adjusted  the 
needle  to  perfect  centrality  by  sliding  the  spiral  Q  until  the 
needle  is  unaffected  by  any  current  passing,  the  instrument 
may  be  used  for  comparing  the  current  given  by  different 
cells.  To  this  end  it  is  only  necessai*y  to  remove  the  bridge 
and  couple  up  one  cell  to  a  c  and  the  other  to  a'  c',  care 
being  taken,  of  course,  to  send  the  currents  in  the  same 
direction. 


APPENDIX  TO  BATTERIES  §  95. 

Accumulators,  or  Storage  Batteries. — If  a  current 
of  electricity  traverse  an  electrolyte  (any  compound  body 
capable  of  allowing  the  passage  of  electricity)  decomposition 
of  that  body  takes  places.  The  surface  of  the  conductor 
by  which  the  current  enters  (the  positive  electrode  or  anode) 
attracts  to  itself  the  more  negative  constituents  of  the  said 
body  ;  while  the  conductor  by  which  the  current  leaves  the 
decomposition  cell  (the  negative  electrode  or  kathode)  in  like 
manner  attracts  to  itself  the  more  positive  constituents  of 
the  compound.  As  this  decomposition  is  only  effected  by 
means  of  the  electric  strain  put  upon  the  constituents  of  the 
compound,  it  is  evident  that  if  the  strain  (the  original 
electric  current)  cease,  the  effect  will  also  cease,  and  recom- 

NoTE. — For  a  more  exhaustive  work  on  this  subject,  the  reader  is 
referred  to  Sir  D.  Salomon's  practical  handbook,  ""Management  of 
Accumulators  and  Private  Electric  Light  Installatioils  "  (Whittaker  and 
Co.),  ii:'8S. 
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position  will  be  effected  ;  in  other  words,  the  original  elec- 
trolyte will  be  reformed,  and  a  current  of  electricity  set  up 
in  the  opposite  direction.  (See  §  81).  We  may  liken  the 
effect  of  the  current  to  a  force  exerted  against  a  spring,  and 
the  electrolyte  to  the  spring.  When  the  force  exerted  is 
removed,  the  spring,  in  recovering  itself  from  the  strain, 
exerts  a  force  in  the  opposite  direction  to  that  originally 
employed. 

Based  on  a  knowledge  of  these  facts,  and  an  application  of 
Ohm's  law  (§  82),  we  are  able  to  construct  an  apparatus 
which  shall  return  to  us  as  electrical  energy  a  considerable 
percentage  of  the  current  passed  through  it,  and  at  will  to 
cause  the  energy  to  manifest  itself  either  as  a  large  current 
at  a  low  pressure,  by  dimmishing  the  internal  resistance  ; 
or  as  a  smaller  current  at  a  high  pressure,  by  arranging  the 
elements  in  series,  so  as  to  get  cumulative  effects. 

The  first  accumulator  ever  made  was,  perhaps,  that  of 
Ritter,  who  in  1803  constructed  a  secondary  pile  of  a  number 
of  discs  of  similar  metal,  separated  by  pieces  of  moistened 
cloth.  On  connecting  for  a  few  seconds  the  opposite  extre- 
mities of  this  pile  with  the  poles  of  a  battery,  the  pile  will 
be  found  to  have  acquired  the  power  of  producing,  for  a  shor 
time,  a  current  opposite  to  that  of  the  battery. 

The  next  to  utilize  the  polarization  current  was  Grove, 
who  devised  what  is  known  as  the  "  gas  battery."  This 
consists  of  two  platinum  plates,  standing  upright  in  a  vessel 
of  water,  each  plate  being  surrounded  by  a  glass  tube  closed 
at  the  top  with  a  platinum  wire  in  connection  with  each 
plate  sealed  in  the  top  of  each  tube,  and  projecting  out  of  it. 
On  passing  a  current  through  the  water  by  means  of  the 
projecting  wires,  the  water  is  decomposed,  the  oxygen  col- 
lecting in  the  tube  at  which  the  current  enters,  and  the 
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hydrogen  in  that  at  which  it  leaves.  On  interrupting  the 
main  current,  and  connecting  up  the  two  platinum  wires,  a 
current  is  set  up  in  the  opposite  direction,  while  the  hydrogen 
and  oxygen  rccombine  to  form  water. 

To  Gaston  Plante  is,  however,  due  the  honour  of  having 
made  the  accumulator  a  practically  useful  instrument. 

The  Plants  Accumulator,  which  for  efficiency  has  not 
yet  been  surpassed,  may  be  made  by  taking  two  sheets  of 
jL  in.  lead,  each  about  6  in.  wide  by  3  ft.  long,  placing  one 
on  a  flat  table,  then  placing  lengthwise  on  this  sheet  three 
strips  of  india-rubber,  a  trifle  longer  than  the  leaden  sheet, 
but  only  \  in.  wide,  at  equal  distances  from  each  other, 
Over  these  is  to  be  laid  the  second  leaden  sheet,  and  over 
this  latter  again,  three  india-rubber  strips,  similar  to  the  first 
three.  (These  serve  only  to  keep  the  sheets  from  contact 
with  each  other,  and  may  be  replaced  by  asbestos  cloth  or 
any  insulator  not  acted  on  by  acids).  The  two  sheets  are 
then  to  be  rolled  into  a  tight  spiral  on  a  wooden  cylinder. 
A  leaden  strip  or  lug  is  soldered  to  one  end  of  each  sheet  to 
serve  as  terminals,  for  connection. 

A  cylindrical  glass  or  earthenware  vessel  (glazed),  or 
sufficient  size  to  contain  the  spiral,  but  leaving  the  lugs  pro- 
jecting above  the  upper  extremity,  is  now  fitted  with  a 
paraffined  wood,  or  ebonite  cover,  having  two  apertures  to 
admit  of  the  passage  of  the  lugs.  The  spiral  having  been 
tied  together  on  the  outside  with  a  gutta-percha  or  india- 
rubber  band,  may  now  be  inserted  in  the  containing  vessel, 
into  which  must  have  previously  been  poured  the  follow- 
ing mixture,  to  reach  nearly  to  the  top  of  the  spiral,  when 
this  latter  is  inserted  into  the  jar,  viz.  : 

Water       ...        ic  parts  ) 

c   1  u     •     A   -J  ^  I  by  measure. 

Sulphuric  Acid     i  part  )    ■' 
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N.B. — In  mixing  sulphuric  acid  with  water,  it  must  be 
borne  in  mind  that  the  acid  must  be  added  in  a  fine  stream 
to  the  water,  stirring  with  a  glass  rod  in  the  meantime,  and 
not  the  water  to  the  acid  ;  otherwise  the  violent  reaction 
may  cause  a  dangerous  accident.  The  Plante  cell  thus 
constructed  has  to  be  "  formed,"  that  is  to  say  a  current  of 
electricity  has  to  be  passed  into  it  until  small  bubbles  of 
oxygen  gas  show  themselves  at  the  anode,  then  discharged, 
then  again  charged  in  the  opposite  direction,  and  again  dis- 
charged, and  so  on  for  a  fortnight  or  more,  until  the  surfaces 
of  the  leaden  sheets,  by  continual  oxidation  and  deoxidation 
have  become  sufficiently  spongy  to  retain  a  considerable 
charge.  It  is  this  "forming"  that  constitutes  the  great, 
and,  indeed,  the  only  objection  to  the  Plante  accumulator. 
The  time  necessary  to  effect  the  "  formation "  may  be 
greatly  shortened,  as  shown  by  Plante  in  1883,  by  immers- 
ing the  leaden  sheets  in  a  20  per  cent,  solution  of  nitric 
acid,  previous  to  subjecting  them  to  the  action  of  the  charg- 
ing current.  Faure,  later  on,  showed  that  the  long  and 
tedious  process  of  "  forming  "  the  plates  by  the  influence  of 
the  current,  might  be  still  farther  abbreviated,  by  mechani- 
call}'-  dressing  the  surfaces  of  the  plates  with  lead  in  an 
oxidised  condition.  This  is  effected  by  making  a  paste  of 
red  lead  and  sulphuric  acid,  and  smearing  the  surfaces  with 
this  paste,  previous  to  rolling  up  the  sheets.  This  enables 
the  accumulator  to  be  used,  after  it  has  been  charged  two 
or  three  times  only.  Innumerable  "patents"  and  improve- 
ments have  been  made  on  this  device,  such  as  punching, 
honeycombing,  or  gridding  the  leaden  plates,  to  enable 
them  to  retain  the  paste,  which  is  very  apt  to  fall  away 
from  the  surface  during  action. 
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The  following  data  as  to  the  E.M.F.  and  capacity  of 
accumulators  may  be  of  interest : — 

ist.  Each  cell,  irrespective  of  size  and  number  of  plates  it 
may  contain,  provided  these  are  connected  to  form  virtu- 
ally but  TWO  plates,  will  have  an  E.M.F.  of  about  2-2t,  volts 
when  first  charged,  quickly  falling  to  about  2  volts,  at  which 
it  remains  steady  until  nearly  exhausted.  When  the 
E.M.F.  falls  to  1-9  volt,  it  is  a  sign  that  the  discharge  should 
be  stopped,  as  it  is  not  advisable  to  completely  discharge  the 
cell. 

2nd.  Every  square  foot  of  surface  of  the  positive  plate  in  a 
well-made  accumulator  (say  the  E.P.S.  type)  is  capable  of  dis- 
charging at  the  rate  of  six  amperes  per  hour,  or  one  ampere 
for  six  hours  (six  ampere  hours).  This  is  only  true  if  the 
plates  are  arranged  in  parallel,  if  they  are  arranged  in 
series,  so  as  to  obtain  a  higher  E.M.F.,  then  the  quantity  to 
be  discharged  is  equal  to  the  surface  of  the  one  element  only 
at  the  same  rate. 

3rd.  The  charging  current,  in  amperes  should  be  some- 
what less  (say  \  less)  than  that  of  discharge. 

As   a  practical  illustration   of  the  application  of  the  two 

first  rules :  suppose  we  desire  to  light  a  5   c.p.  lamp,  of  8 

■hours'  resistance,  for  one  hour.     Such  a  lamp  will  require 

about  1  ampere   of  current  to  flow  through  it  to  light  it 

properly. 

Hence   to   drive    i    ampere    through    8    ohms    we  shall 

■p- 
need  an  E.M.F.  of  8  volts,  since  -^  =  C.     Therefore  4  cells 

u'ill  be  needed,  coupled  in  series.  As  i  square  foot  of  posi- 
tive surface  can  furnish  6  amperes  per  hour,  ^  of  a  square 
toot  will  be  sufficient  to  furnish  the  i  ampere  needed  foi  I 
hour.     Hence  each  cell  (as  these  are  coupled  in  series)  must 
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present  at  least  this  amount  of  positive  surface.  Therefore 
6  cells,  coupled  in  series,  each  cell  containing  a  pair  of 
plates  I  foot  long  by  2  inches  wide,  would  just  do  the  work 
desired. 

Pocket  Accumulator. — Many  amateurs  are  desirous  of 
constructing  a  small  pocket  battery,  capable  of  lighting  the 
little  4  volt  "  fairy  "  lamps,  used  for  scarf  pins  or  head 
decorations.  The  following  will  be  found  eas}'-  to  make,  and 
effective  in  action  : — Having  procured  some  good  sheet  gutta- 
percha, ^  in.  in  thickness,  let  three  squares  be  cut  from  it 
3^  in.  X  5  in.  each,  two  others  5  in.  x  i^  in.,  and  one 
3f  in.  X  \\  in.  This  latter  having  been  laid  on  a  smooth 
slate  (previously  moistened  on  the  surface  to  prevent  adhe- 
sion) a  rather  hot  poker  is  passed  quickly  once  or  twice  over 
its  surface,  so  as  to  render  it  soft  and  sticky.  The  narrowest 
edges  (3^  in.)  of  the  three  larger  squares  (those  5  in.  x  3^  in.) 
are  then  lightly  rubbed  over  with  the  hot  poker,  and  imme- 
diately pressed  down  upon  the  strip  on  the  slate,  so  as  to 
divide  it  into  two  equal  spaces,  or  little  over  \  in.  wide,  by 
3^  in.  long.  Special  care  must  be  taken  that  the  three  up- 
right squares  which)  are  to  form  the  sides  and  central  parti- 
tion of  the  accumulator  box)  adhere  firmly  and  at  all  parts 
to  the  bottom  strip.  An  assistant  should  hold  these  square 
upright  and  parallel,  while  the  operator  proceeds  to  heat 
with  the  poker  the  two  remaining  side  strips  (5  in.iby  \\  in.) 
which  he  applies  while  hot  to  the  sides  o  the  cell.  The 
same  care  must  be  taken  that  perfect  adherence  takes  place 
with  these  strips  and  the  three  squares,  as  in  the  case  above 
with  these  latter  and  the  bottom.  If  this  be  not  attended 
to,  either  the  whole  cell  will  leak  into  the  carrier's  pocket 
or  the  internal  divison  will  allow  the  fluid  to  pass  from  one 
side  to  the  other.      This  latter  defect  would  be  fatal  to  the 
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due  action  of  the  accumulator.  To  test  this,  when  the  cell 
is  quite  cold  and  hard,  it  will  be  well  to  fill  one  side  care- 
fully with  water,  and  notice  whether  there  be  any  leakage, 
either  through  the  sides  of  the  central  partition,  or  to  the 
outside.  Should  there  be  any  leakage  extewially,  the  water 
should  be  emptied  out,  the  cell  dried,  and  the  defective  joint 
rubbed  over  externally  with  the  hot  poker,  until  the  joint  is 
made  sound.  Should  the  defect  be  internal,  a  piece  of  stout 
wire  bent  into  the  shape  of  L  should  be  heated  at  one  limb, 
and  this  rubbed  over  the  defective  portion,  so  as  to  secure  a 
perfect  water-tight  compartment. 

Four  plates,  4f  in.  x  3  in.,  with  an  ear  or  lug  about  one 
in.  long  by  one  in.  wide,  must  now  be  cut  out  of  some  ^^ 
in.  sheet  lead.  With  a  small  punch  or  bradawl,  these 
plates  must  be  perforated  all  over,  as  thickly  as  possible 
to  within  about  \  in.  of  the  top,  or  lug  end.  A  thick  paste 
must  now  be  made  by  mixing  some  good  red  lead  with 
equal  parts  of  oil  of  vitriol  and  water.  The  holes  which 
have  been  punched  in  the  four  plates,  must  now  be  filled 
in  with  this  thick  paste,  by  means  of  a  flat  wooden  stick 
or  spatula.  The  surface  also  of  the  plates  must  be  liberally 
smeared  over  with  the  paste,  the  lugs  only  excepted.  The 
plates  should  now  beset  aside  for  a  short  time,  to  allow 
the  paste  to  harden.  While  this  is  taking  place,  a  piece  of 
cigar  box  should  be  cut  of  the  exact  size  to  fit  the  top  of 
the  gutta-percha  box  previously  made,  viz.,  3f  in.  x  \\  in. 
A  central  line  having  been  drawn  lengthwise  down  this, 
two  slots  Y^y  in.  wide  by  i  in.  long  are  cut  on  each  side  of 
the  said  line.  The  use  of  these  slots  is  to  admit  the  pas- 
sage of  the  lugs  or  ears  of  the  leaden  plates.  They  should 
be  all  parallel,  and  stand  about  \  in.  apart.  Two  cir- 
cular holes,  nearly  \  in.    in  diameter   must  also  be  drilled 
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through  this  cover,  one  on  each  side  of  the  central  hue,  and 
equidistant  from  the  slots.  These  holes  serve  to  take  short 
lengths  of  glass  tube,  similar  to  that  used  in  feeding  bottles. 
The  wooden  cover  must  now  be  soaked  in  hot  melted  paraffin 
until  thoroughly  permeated  with  it.  The  lugs  of  the  leaden 
plates  are  now  passed  through  the  slots  (which  they  ought 
to  fit  tightly),  the  two  central  ones  bent  towards  each  other 
till  they  meet,  cut  off  at  the  point  thy  meet,  and  soldered 
together.  To  each  of  the  two  outer  lugs  is  soldered  a  small 
binding  screw,  to  serve  as  terminals.  Any  excess  of  lead 
on  the  lugs  may  now  be  cut  off.  The  gutta-percha  cells 
should  now  be  nearly  three  parts  filled  with  dilute  sulphuric 
acid  (i  part  acid  to  4  parts  water)  and  the  plates  im- 
mersed therein.  The  acid  should  not  reach  the  top  of  the 
cells  when  the  plates  are  in,  the  lid  or  cover  should  rest  on  the 
top  of  the  cells  all  round.  Should  this  not  be  the  case,  the 
leaden  plates  must  be  cut  a  trifle  shorter.  Two  short  lengths 
of  tube  are  now  inserted  into  the  holes  left  for  that  purpose, 
and  cemented  into  position  with  a  cement  made  of  one  part 
melted  pitch  and  two  of  gutta-percha,  applied  hot.  With  the 
same  cement,  the  top  or  cover  must  be  cemented  down  to 
the  outer  cell  ;  if  the  cover  be  cemented  all  over  (except 
the  mouth  of  the  tubes),  it  will  prevent  any  chance  leakage. 
A  little  soft  india-rubber  stopper  should  now  be  made  to 
tit  the  orifice  of  each  tube,  removable  at  will. 

To  charge  this  accumulator  it  should  be  connected  to 
a  small  dynamo,  or  to  a  four-cell  bichromate  or  chromic  acid 
battery  (§  98)  for  three  hours,  then  the  terminals  connected, 
so  as  to  allow  it  to  discharge  itself,  then  charged  in  the 
reverse  direction,  and  so  on  for  several  days  in  succession,  or 
until  it  is  found  that  the  accumulator  will  ring  an  electric 
bell  for  fifteen  minutes,  after  being  charged  only  ten  minutes. 
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When  this  occurs,  the  cell  must  be  charged  in  one  direction 
only,  the  terminals  being  marked  in  order  to  know  where  to 
connect  for  the  next  time  of  charging.  When  complete,  this 
accumulator  will  light  a  3  or  4  volt  lamp  well  for  about 
two  consecutive  hours. 

It  is  advisable  to  charge  the  accumulator  within  about  an 
hour  or  so  of  being  wanted  for  use,  so  as  to  incur  as  little 
loss  of  power  as  possible,  due  to  the  unavoidable  short- 
circuiting  which  takes  place  in  the  inside,  through  the 
damp  lid.  Previous  to  permanently  sealing  up  the  cell,  it 
will  be  necessary  to  place  a  small  piece  of  india-rubber 
between  each  pair  of  plates,  to  prevent  any  accidental 
contact  or  "  short  circuiting." 


APPENDIX  TO   DYNAMO,   §   74. 

Electro-Magnets. — Many  amateurs  are  puzzled  how  to 
wind  the  iron  cores  of  dynamos,  electric  bells,  &c.,  in  order 
to  obtain  desired  results. 

The  first  point  to  be  noted  is  the  amount  of  wire  to  be 
got  on  the  core.  Since  the  magnetizing  effect  of  the  current 
decreases  as  the  distance  from  the  iron  core  increases,  in 
proportion  to  the  square  of  the  distance,  it  follows  that  we 
do  not  gain  power  if  we  add  on  layers  of  coils  beyond 
a  certain  point.  In  practice,  it  will  be  found  that  no 
advantage  is  gained  in  putting  on  more  wire  than  will 
increase  the  section  of  the  completed  electro-magnet  to 
three  times  that  of  the  bare  iron  core.  Let  us  suppose  we 
had  a  core  one  inch  in  diameter  :  the  diameter  of  the 
wound  electro-magnet,  including  the  wire  coils,  should  not 
exceed  three  inches. 
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The  second  point  is,  What  gauge  of  wire  must  be  used 
wherewith  to  coil  the  core  ? 

By  experiment  it  has  been  ascertained  that  the  magne- 
tizing eflfect  is  the  same,  whether  1,000  amperes  are  sent 
once  round  an  iron  core,  or  whether  one  ampere  is  sent 
1,000  times  round  the  same  core  ;  or,  in  other  words,  "  the 
magnetising  effect  is  proportional  to  the  number  of  ampere- 
turns  of  coil."  If,  therefore,  we  have  to  wind  an  electro- 
magnet to  be  used  with  a  large  current  of  low  E.M.F.  we 
must  wind  our  electro-magnet  with  few  coils  of  thick  wire, 
both  for  the  sake  of  carrying  this  large  current,  and  of 
avoiding  resistance.  If,  however,  the  current  at  our  dis- 
position is  small,  but  delivered  by  a  high  E.M.F.  then  we 
select  a  finer  wire. 

The  third  point  is  the  direction  of  winding. 

To  produce  a  magnet  with  normal  poles  (one  north  and 
the  other  south),  the  direction  of  winding  must  always  be 
the  same.  Let  us  suppose  we  start  winding  in  the  direction 
of  the  motion  of  the  hands  of  a  clock  :  then,  although  we 
are  at  liberty  to  coil  over  the  first  layer,  any  number  of 
times,  yet  we  must  always  wind  in  that  same  direction,  viz., 
from  left  over  to  right.  This  is  true,  whatever  be  the  form 
of  the  magnet  core.  It  is  easily  seen,  that  if  (as  in  bell 
magnets,  horseshoe  magnets)  the  winding  is  not  carried  on 
right  round  the  bend  or  "  yoke,"  but  the  wire  made  to  cross 
over  to  the  other  limb,  the  winding  will  apparently  be  in  the 
opposite  sense,  that  is,  if  viewed  from  the  poles,  will  pass 
over  one  core  to  the  other,  thus  :  CO.  Lastly,  it  is  some- 
times necessary,  as  in  the  Gramme  machine,  §  72  Fig  43, 
to  produce  one  pole  in  the  middle  of  a  bar,  and  two  opposite 
poles  at  the  extremities.  In  a  Gramme  machine,  the  upper 
pole-piece  is  to  be,  say   north.     Hence,    the  two  extrmities 
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of  tlie  upper  bar  or  core  must  be  south.  To  obtain  this 
result  (consecutive  poles)  the  direction  of  winding  must  be 
reversed  when  we  cross  over  from  the  left-hand  bar  or  core, 
to  the  right-hand  one.  Suppose  we  start  winding  to  the 
left-hand  of  the  upper  pole-piece,  and  begin  winding  in  a 
direction  opposite  to  the  motion  of  clock-hands.  When  we 
have  coiled  the  bar  with  the  desired  amount  of  wire  (always 
in  the  same  direction)  we  carry  the  wire  over  the  pole-piece 
and  commence  winding  the  right-hand  core  or  bar  in  the 
opposite  direction,  i.e.^  the  same  as  the  motion  of  the  hands 
of  a  clock. 
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Accumulators,  see  Appendix 
Alloy  for  Thermopile,  143 
Amalgamation,  148 
Ammeter,  116 
Ampere,  1 16 
Apparatus  necessary,  i 
Armature,  Insulation  of,  103 

Pacinotti,  109 

Siemens,  99 

Winding,  102,  ill 


Batteries,  146 

Chrom.ic  Acid,  151 

Daniell,  154 

Double  fluid,  153 

Secondary,  Appendix 

Single  fluid,  149 

Table  of  E.M.F.,  &c.,  155 

Battery  for  coils,  88 
Bertsch's  Machine,  28 
Bichromated  Paste,  35 
Binding  Screws  (substitutes),  148 
Bobbins,  winding,  96 
Boxes,  Glass-capped,  117 
Brass  Pivots,  9 
Brushes,  Wimshurst,  65 
Dynamo,  106  and  116 


Canada  Balsam,  56 

Carre's  Dielectric  Machine,  49 

Cells,  140 

Creeping  in,  153 


Clamond's  Thermopile,  143 
Coating  Leyden  Jar,  72 
Coils,  Induction,  88 

Medical,  81 

Primary,  S^ 

Secondary,  85 

Collectors,  69 
Combs,  49  and  55 
Commutator,  lOi,  1 16 
Condensers,  70 

Fizeau's,  76 

Microfarad,  79 

Consecutive  Poles,  115 
Contact  Breaker,  for  coil,  84 

for  magneto,  98 

Core,  iron,  83 

Coulomb's  Torsion  balance,  20 

Creeping,  in  cells,  to  prevent,  153 

Cushions,  66 

Cutting  Zincs,  148 


Dynamic  Instrument,  81 
Dynamo  Brushes,  106  and  116 

Gramme,  loS 

Manchester,  109 

Magneto,  99 

Volts  in  a,  no 

E.M.F.,  what  it  is,  I2i 
Electrophorus,  Volta's,  23 

Composition  for,  27 

Electroscopes,  pith  hall,  12 
Gi^lfl  leaf  14 
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Faraday,  90 
Fizeau's  Condenser,  76 
Foucault's  Currents,  116 
Franklin's  Plate,  75 
Frictionai  Instruments,  I 
Fulminating  Panes,  75 

Galvanometers,  131 

Astatic,  133 

Deflections,  table  of,  137 

Single  needle,  132 

Tangent,  134 

Glass-capped  boxes,  117 

Cutting,  29 

Drilling  holes  in,  31 

Plate,  mounting,  29  and  34 

Pivots,  9 

Threads,  1 1 

—  Testing   for    insulation,  41 

and  71 
Glue,  acetic,  32 

Prout's  Elastic,  3 

Gold-leaf  electroscope,  14 
Gold-leaf,  to  cut,  18 
Grading,  119 
Graphite,  mounting,  150 

Hochhausen  Commutator,  116 
Holtz  Machine,  47 
Hubs,  condemned,  116 

Induction  Coils,  88 

Inductor,  54 

Influence  Machine  (Wimshurst),  57 

(Holtz),  47 

(Carre),  49 

(Bertsch),  28 

(Volta),  23 

Iron,  core,  83 

Iron,  soft,  importance  of,  115 

Jar,  spangle,  73 

Kay's  Coaguline,  receipt  for,  33 
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Knobs  or  Balls,  size  of,  63 

Laminated  Armatures,  109 
Leyden  Jar,  71 


Magnetic  Needles,  to  make,  7  and 

118 
Magneto-electric  Machine,  90 

for  shocks,  90 

unidirection,  99 

Materials  indispensable,  2 
Microfarad  Condenser,  79 
Mounting  Graphite  Rods  or  Plates, 

15c 

Neutralizing  Rods,  64 
Ohm's  Law,  122 


Pacinotti  Armature,  109 
Paper,  paraffined,  77 
Papyroxyline,  26 
Paraffin,  18 
Paraffined  Paper,  77 
Paste,  bichromated,  35 
Pith  Balls,  1 1 
Pivots,  brass,  9 

glass,  10 

Pointers,  li,  129 
Poles,  consecutive,  115 
Porous  Cells,  147 
Primary  Coil,  83 
Punchings  for  armature,  109 

Eelation  of  current  to  deflec  ton  13; 
Red  Varnish,  13,  37 

Resistance  to  armature  coils  112 
Table  of  wire,    1 12 

Sal-ammoniac,   6,  155 

Sector,  59 

Shellac  Varnish,  to  make,  58 


INDEX. 


183 


Solder,  4 
Soldering,  3 

fluids,  5 

iron,  to  make,  3 

with  flame,  7 

Spangle  Jar,  73 

Spider  Wheel,  109 

Stands,  37,  42,  47,  60,  66 

Star  Wheel,  109 

Straws,  for  pointers,  &c.,  il 


Teaching  appliances,  Appendix 
Telephone,  156 
Thermopile,  139 

Alloy,  143 

Simple,  140 

Clamond's,  143 

Tinning,  a  soldering  iron.  5 
Tools,  needful,  i 
Triblet  Tubing,  81 
Tube,  glass,  to  work,  10 
Triblet,  Si 


Varnish,  red,  13,  37 

Shellac,  58 

White,  hard,  13 


Volt,  no,  130 

Volta's  Electrophorus,  23 

Composition,  27 


Watt,  no 

Wheatstone's  Bridge  13S 
Winter's  Ring,  69 
Wire  on  armature,  113 

On  Field  Magnets,  113 

Table  of  carrying  power,  i6.< 

Table  of  resistance  of,  112 

testing  for  insulation,  103 

German  Silver,  125 


Zincs,  amalgamation  of,  14S 
— • to  cut,  148 
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iRecent  anti  jFortfjcoming  Iputilications. 

Third  Edition^  Crown  Zvo,  Cloth,  6s. 

PRACTICAL  EDUCATION. 

A   WORK   ON 
PREPARING   THE    MEMORY,    DEVELOPING 
QUICKNESS    OF    PERCEPTION,    AND 
TRAINING   THE   CONSTRUC- 
TIVE   FACULTIES. 

By  CHARLES  G.  LELAND. 

Author  of  "'  The  Minor  Arts"  "  Twelve  Manuals  of  Art  Work"  "  The  Album 

of  Repousse  Work,"  Industrial  Art  in  Education,  or  Circular 

No.  4,  1882,"  "  Hints  on  Self-Education,"  etc- 

Mr.  Leland  was  the  first  person  to  introduce  Industrial  Art  as  a  branch  of 
education  in  the  public  schools  of  America.  The  Bureau  of  Education  at  Wash- 
ington, observing  the  success  of  his  work,  employed  him  in  1862  to  write  a  pam- 
phlet showing  how  hand-work  could  be  taken  or  taught  in  schools  and  families. 
It  is  usual  to  issue  only  15,000  of  these  pamphlets,  but  so  great  was  the  demand 
for  this  that  in  two  years  after  its  issue  more  than  60,000  were  given  to  applicants. 
This  work  will  be  found  greatly  enlarged  in  "  Practical  Education.  "  Owing  to  it 
thousands  of  schools,  classes,  or  clubs  of  industrial  art  were  established  in  Eng- 
land, America  and  Austria.  As  at  present  a  great  demand  e.\ists  for  information 
as  to  organizing  Technical  Education,  this  forms  the  first  part  of  the  work.  In  it 
the  author  indicates  that  all  the  confusion  and  difference  of  opinion  which  at  pre- 
sent prevails  as  to  this  subject,  may  very  easily  be  obviated  by  simply  beginning 
by  teaching  the  youngest  the  easiest  arts  of  which  they  are  capable,  and  by 
thence  gradually  leading  them  on  to  more  advanced  work. 

"  The  basis  of  Mr.  Leland's  theorj',"  s?ys  a  reviewer,  "is  that  before  learning, 
children  should  acquire  the  art  of  learning.  It  is  not  enough  to  fill  the  memory, 
memory  must  first  be  created.  By  training  children  to  merely  memorize,  extra- 
ordinary power  in  this  respect  is  to  be  attained  in  a  few  months.  With  this 
is  associated  exercises  in  quickness  of  perception,  which  are  at  first  purely 
mechanical,  and  range  from  merely  training  the  eye  to  mental  arithmetic,  and 
problems  in  all  branches  of  education.  Memory  and  quickness  of  perception 
blend  in  the  development  of  the  constructive  faculties  or  hand-work.  Attention 
or  interest  is  the  final  factor  in  this  system." 

"  Mr.  Leland's  book  ivill  have  amide  circulation.  It  deals  ruith  the -whole  sub- 
ject in  such  a  downright  practical  fashio7i,  atid  is  so  jnuch  the  result  of  long 
personal  experience  and  obserz'ntion,  as  to  render  it  averitable  mine  of  valuable 
suggestions." — British  Architect. 

'^  It  has  little  of  the  dryness  usually  associated  with  such  books;  and  no 
teacher  can  read  its  thoughtful  pages  without  imbibing  many  valuable  ideas.'" — 
Scottish  Educational  News. 

"Strongly  to  he  recommended." — Chemical  News. 

"  This  valuable  little  ■z«)r^'."--LiVERPOoL  Daily  Post. 

"  Many  of  Mr.  Leland's  suggestions  might  be  carried  out  advantageously 
among  the youjig folks  in  our  large  towns  atid  villages." — Northern  Whig. 


Classical  and  Educational  Works.  3 

Now  publishing  iti  parts,  \s.  each. 

fl^inor  ^rts  anti  industries. 

A    SERIES  OF   ILLUSTRATED  AND   PRACTICAL  MANUALS  FOR 
SCHOOL  USE  AND   SELF-INSTRUCTION. 

Edited    by   CHARLES   G.    LELAND. 

This  series  of  manuals  on  "The  Minor  Arts  and  Industries"  is 
designed  on  the  lines  thus  laid  down.  It  will  be  found  that  each 
handbook  presents  the  subject  with  which  it  deals  in  a  thoroughly 
popular  and  practical  manner  ;  that  the  lessons  carry  the  student  on 
his  road  step  by  step  from  the  veriest  elements  to  the  point  where  the 
most  advanced  works  fitly  find  their  place  in  his  course  of  study  ;  in 
short  the  greatest  pains  have  been  taken  to  ensure  a  thorough  mas- 
tery of  the  rudiments  of  each  subject,  and  to  so  clearly  state  each 
lesson,  illustrating  it  where  necessary  by  plans  and  drawings,  that 
even  very  young  children  may  be  interested  in  and  trained  to  prac- 
tical work.  On  similar  grounds  the  self-taught  student  will  find  these 
manuals  an  invaluable  aid  to  his  studies. 

Part  I  iioiu  ready.  Paper  cover,  is.  or  in  cloth,  is.  6d. 

DRAWING   AND    DESIGNING: 

IN    A    SERIES    OF    LESSONS 
By  CHARLES  G.  LELAND,  M.A.,  F.R.L.S. 

Other  volumes  will  follow  at  short  intervals,  amongst  the  subjects  of 
the  earlier  of  which  may  be  named — 

Wood  Carving.  Metal  Work. 

Embroidery.  Modelling. 

Leather  Work.  Carpentering. 

Agriculture.  Commerce,  etc. 

Housekeeping. 
Also  it  is  intended  to  include  in  time  «11  branches  of  Art  and  Prac- 
tical Industrial  Science,  so  that  the  young  of  both  sexes  may  have 
practical  and  valuable  aid  in  preparing  for  active  life  and  remunera- 
tive work. 
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A  Series  of  Greek  and  Latin  Authors,  with  English  Notes, 
edited  by  eminent  Scholars.     8?w. 

^SCHYLUS.     By  F.  A.  Paley,  M.A.     8x. 

CICERO'S    ORATIONS.      By    G.    Long,    M.A. 

4  vols.  Ss.  each. 

DEMOSTHENES.     By  R.  Whiston,  M.A.     2  vols. 
Ss.  each. 

EURIPIDES.   By  F.  A.  Paley,  M.A.   3  vols.  8j.  each. 

HERODOTUS.  By  Rev.J.W.Blakesley,B.D.2vols.i2.f. 

HESIOD.     By  F.  A.  Paley,  M.A.     5^. 

HOMER.    By  F.A.  Paley,  M.A.    Vol.  1.8^.    Vol.  II.  65. 

HORACE.     By  Rev.  A.  J.  Macleane,  M.A.     8j. 

JUVENAL    AND     PERSIUS.      By  Rev.  A.  J. 

Macleane,  M.A.     6s. 

LUCAN.     The  Pharsalia.     By  C.  E.   Haskins,  MA., 
and  W.  E.  Heitland,  M.A.     14^?. 

PLATO.     By  W.  H.  Thompson,  D.D.    2  vols.  5J-.  each. 

SOPHOCLES.  Vol.  I.  By  Rev.  F.  H.  Blaydes,  M.A.  8i. 

Vol.  II.     Philoctetes — Electra — Ajax  and  Tra- 

chinije.     By  F.  A.  Paley,  M.A.     6s. 

TACITUS  :  The  Annals.      By  the  Rev.  P.  Frost.     Ss. 

TERENCE.     By  E.  St.  J.  Parry,  M.A.     9^. 

VIRGIL.    By  J.  Conington,  M.A.    3  vols.  10s.  6d.  each. 
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(Grammar  ^cbool  Cla0sic0» 

A  Series  of  Greek  and  Latin  Authors,  zuith  English  Notes. 
Fcap.  Zvo. 

C^SAR:     DE    BELLO    GALLICO.      By   George 

Long,  M.A.     4J-. 

Books  I. -III.     For  Junior  Classes.     By  George 

Long,  M.A.      \s.  6d. 

Books  IV.  and  V.  in  i  vol.     i^.  dd. 

Books  VI.  and  VII.  in  i  vol.     is.  6d. 


CATULLUS,  TIBULLUS,  AND    PROPER- 

TIUS.      Selected    Poems.      With   Life.       By    Rev.    A.    H. 

Wratislaw.     2s.  6d. 

CICERO:     DE    SENECTUTE,    DE    AMICITIA,. 

and  SELECT  EPISTLES.     By  George  Long,  M.A.     3^. 

CORNELIUS     NEPOS.       By    Rev.    J.    F.    Mac- 

michael.     2s. 

HOMER:    ILIAD.     Books  I.-XII.     By  F.  A.  Paley, 

M.A.     4J-.  6d. 

Books  I. -VI.,  2s.  6d.  ;  Books  VII. -XII.,  2s.  6d. 

HORACE.     With  Life.      By  A.  J.  Macleane,  M.A. 

3^.  6d.     In  2  Parts  :  Odes,  2s.  ;   Satires  and  Epistles,  2s. 

JUVENAL:  SIXTEEN   SATIRES.     By  H.   Prior, 

M.A.     3^.  6d. 

MARTIAL:    SELECT    EPIGRAMS.      With    Life. 
By  F.  A.  Paley,  M.A.     4J.  6d. 

OVID  :    The  FASTI.     By  F.  A.  Paley,  M.A.     3^.  ed 

Books  I.  and  II.  in  i  vol.  is.  6d. 

Books  III.  and  IV.  in  i  vol.  15-.  6d. 

Books  V.  and  VI.  in  i  vok  is.  6d. 

SALLUST:  CATILINA  and  JUGURTHA.    With 

Life.     By  G.  Long,  M.A.,  and  J.  G.  Frazer.     ^s.  6d.     Catilina, 
2s.     Jugurtha,  2s. 

TACITUS:    GERMANIA  and  AGRICOLA.      By 

Rev.  P.  Frost.     2s.  6d. 
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VIRGIL  :  BUCOLICS,  GEORGICS,  and  ^NEID, 
Books  I. -IV.  Abridged  from  Professor  Conington's  edition. 
4J-.  6d. 

^NEID,  Books  V.-XII.     ^s.  U. 

Also  in  9  separate  volumes,  is.  6(i.  each. 

XENOPHON:  The  ANABASIS.  With  Life.  By 
Rev.  J.  F.  Macmichael.     y.  6d. 

Also  in  4  separate  volumes,  is.  6d.  each. 

The  CYROP^DIA.     By  G.  M.  Gorham,  M.A. 

3^.  6d. 

Books  I.  and  II.  in  i  vol.     i^.  6d. 


—  Books  V.  and  VI.  in  i  vol.     is.  6d. 

MEMORABILIA.       By  Percival   Frost,   M.A. 


3^- 

A  GRAMMAR-SCHOOL  ATLAS  OF  CLAS- 
SICAL GEOGRAPHY,  containing  Ten  selected  Maps. 
Imperial  8vo.  3^'. 

Uniform  with  the  Series. 

THE  NEW  TESTAMENT,  in  Greek.  With 
English  Notes,  &c.  By  Rev.  J.  F.  Macmichael..  \s.  6d. 
Separate  parts,  St.  Matthew,  St.  Mark,  St.  Luke,  St.  John, 
Acts,  6d.  each,  sewed. 


CamtjriDge  (^rccfe  anQ  Latin  Cert0» 

These  Texts,  which  are  clearly  printed  at  the  Cambridge  Univer- 
sity Press,  on  good  paper,  and  bound  in  a  handy  form,  have  been 
reduced  in  price,  and  will  now  meet  the  requirements  of  masters 
who  wish  to  use  Text  and  Notes  separately. 

^SCHYLUS.     By  F.  A.  Paley,  M.A.     2s. 

C^SAR:    DE   BELLO   GALLICO.     By  G.   Long, 

M.A.     IS   6d. 

CICERO  :  DE  SENECTUTE  et  DE  AMICITIA,  et 
EPISTOL/E  SELECT.E.     By  G.  Long,  M.A.     is.  6d. 

CICERONIS   ORATIONES.     Vol.   L    (in  Verrem.) 
By  G.  Long,  M.A.     2s.  6d. 
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EURIPIDES.    By  F.  A.  Paley,  M.A.    3  vols.,  each  2s. 
Vol.  I.  Rhesus— Medea— Hippolytus—Alcestis— 


Heraclidse — Supplices — Troades — Index. 

Vol.  II.    Ion— Helena— Andromache— Electra— 

Bacchx— Hecuba — Index. 

Vol.  III.  Hercules  Furens-Phoenissse— Orestes — 

Iphigenia  in  Tauris — Iphigenia  in  Aulide — Cyclops — Index. 

HERODOTUS.     By  J.  G.  Blakesley,  B.D.     2  vols., 

each  2s.  6d. 

HOMERI    ILIAS.     I.-XII.     By  F.  A.  Paley,  M.A. 
IS.  6d. 

HO  RATI  US.     By  A.  J.  Macleane,  M.A.     is.  (>d. 

JUVENAL  ET   PERSIUS.     By  A.  J.  Macleane, 
M.A.     IS.  6d. 

LUCRETIUS.     By  H.  A.  J.  Munro,  M.A.     2s. 
SALLUSTI    CRISPI    CATILINA     ET    JU- 

GURTHA.     By  G.  Long,  M.A.     is.  6d. 
SOPHOCLES.     By.F.  A.  Paley,  M.A.     2s.  6d. 
TERENTI    COMCEDIiE.     By  W.  Wagner,  Ph.D. 


THUCYDIDES.    By  J.  G.  Donaldson,  D.D.    2  vols., 

each  2s. 

VERGILIUS.     By  J.  Conington,  M.A.     2s. 
XENOPHONTIS    EXPEDITIO     CYRI.      By 

J.  F.  Macmichael,  B.A.      is.  6d. 

NOVUM     TESTAMENTUM     GR^CE.     By 

F.  H.  Scrivener,  M.A.     4^.  6d.     An  edition  with  wide  margin 
for  notes,  half  bound,  12s. 
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CambriDgc  Certs  \i:^\X\^  Jl^oteg. 

A  Seledio7i  of  the  most  usually  read  of  the  Greek  and  Lathi 
Authors,  Aii7iotated  for  Schools.  Fcap.  %vo.  \s.  6d. 
each,  with  exceptions. 

EURIPIDES.  ALCESTIS  — MEDEA  — HIPPO- 
LYTUS— HECUBA— BACCH/E— ION  (2J.)—0RESTES- 
PHOENISS^— TROADES-  HERCULES  FURENS— 
ANDROMACHE  — IPHIGENIA  IN  TAURIS— SUP- 
PLICES.     By  F.  A.  Paley,  M.A.,  LL.D. 

iESCHYLUS.  PROMETHEUS  VINCTUS— 
SEPTEM  CONTRA  THEBAS— AGAMEMNON— PERS.E 
— EUMENIDES— CHCEPHORCE.     By  F.  A.  Paley,  M.  A., 

SOPHOCLES.    (EDIPUSTYRANNUS— CEDIPUS 

COLONEUS-ANTIGONE— ELECTRA— AJAX.      By  F. 

A.  Paley,  M.A.,  LL.D. 
THUCYDIDES.     BOOK    IV.      By.    F.    A.    Paley, 

M.A.,   LL.D. 
XENOPHON.       HELLENICA.      BOOK    II.      By 

Rev.  L.  D.  Dowdall,  M.A. 

ANABASIS.     Edited  by  Rev.  J.  F.  Macmichael. 

Ne^v  edition,  revised  by  J.  E.  Melhuish,  M.A.  In  6  vols. 
Book  I.  (with  Life,  Introduction,  Itinerary,  &c.);  Books  II. 
and  III.  2S.  ;  Book  IV.,  Book  V.,  Book  VI.,  Book  VII. 

HOMER.  ILIAD.  BOOK  I.  By  F.  A.  Paley, 
M. A.,  LL.D.     IS. 

VIRGIL  (abridged from  Conington's  edition).  BUCO- 
LICS :  GKORGICS,  2  parts  :  .ENEID,  9  parts. 

TERENCE.  ANDRIA— HAUTON  TIMORU- 
MENOS— PHORMIO— ADELPHOE.  By  Professor  Wag- 
ner, Ph.D. 

CICERO.  DE  SENECTUTE  — DE  AMICITIA  — 
EPISTOL/E  SELECT.E;.     By  G.  Long,  M.A. 

OVID.     SELECTIONS.     By  A.  J.  Macleane,  M.A. 

Others  in  preparation. 

Critical  anti  annotatcD  ciBtiitions. 

CICERO'S  MINOR  WORKS.  De  Officiis,  &c.  &c. 
With  English  Notes,  by  W.  C.  Tylor,  LL.D.  i2mo.  cloth, 
is.  6d. 
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VIRGIL'S  AENEID.  With  English  Notes,  by 
C.  Anthon,  LL.D.  Adapted  for  use  in  English  Schools  by  the 
Rev.  F.  Metcalfe,  M.A.     Nr,o  Edition.     i2mo.  "]$.  6d. 

BEATSON'S  PROGRESSIVE  EXERCISES  ON 
THE  COMPOSITION  OF  GREEK  IAMBIC  VERSE. 
l2mo.  cloth,  3J-. 

DAWSON'S    GREEK-ENGLISH    LEXICON    TO 

THE  NEW  TESTAMENT.  Nc7u  Edition,  by  Dr.  Tylor. 
Svo.  cloth,  9,r. 

NOVUM  TESTAMENTUM  GREECE.     Textus 

Stephanici,  1550.  Accedunt  vari^e  Lectiones  editionum  Bezc-e, 
Elzeviri,  Lachmanni,  Tischendorfii,  Tregellesii,  curante 
F.  H.  Scrivener,  M.A.  ^.  6d.  An  Edition  with  wide  margin 
for  MS.  Notes,  4to.  half-bound  morocco,  12s. 

Textus  Stephanici,  a.d.   1550,  Cum  variis  Lec- 

tionibus  Editionum  Beza%  Elzeviri,  Lachmanni,  Tischendorfii, 
Tregellesii,  Westcott-Hortii,  Versionis  Anglicanje  Emendato- 
rum,  Curante  F.  H.  A.  Scrivener,  A.M.,  D.C.L.,  LL.D., 
Accedunt  Parallela  S.  Scripturae  Loca.  Small  post  Svo.  cloth, 
pp.  xvi.-59S,  Ts.  6d. 

Editio  Major  containing,  in  addition  to  the  matter  in  the 
other  Edition,  the  Capitnla  [majora  et  minora)  and  the  Eusebian 
Canons,  the  various  Readings  of  Westcott  and  Hart,  and  those 
adopted  by  the  Revisers  ;  also  a  reidsed  and  much-ailarged  series 
of  References. 

VALPY'S.      For   the   use   of  Schools.     i2mo. 

cloth,  5J-. 

Edited  by   Rev.    Macmichael.      See    Grammar 


School  Classics. 

^tuDents'  aEDitions  of  tbe  (Gospels  anD 
ti)0  acts. 

Crozvn  ivo.  cloth. 

THE    GOSPEL    OF     S.    MATTHEW.      The 

Greek    Text,    with    Critical,    Grammatical,    and    Explanatory 
Notes,  &c.,  by  the  late  Rev.  W.  Trollope,  M.A.,  re-edited  by 
the  Rev.  W.  H.  Rowlandson,  M.A.     5^. 
A  2 
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GOSPEL  OF    S.   MARK.     The  Greek  Text,  with 

Critical,  Grammatical,  and  Explanatory  Notes,  Prolegomena, 
&c.,  by  Rev.  W.  H.  Rowlandson,  M.A.     45.  bd. 

GOSPEL  OF  S.   LUKE.     The  Greek  Text,  with 

Critical,  Grammatical,  and  Explanatory  Notes,  &c. ,  by  the  late 
Rev.  W.  Trollope,  M.A.,  revised  and  re-edited  by  the  Rev. 
W.  H.  Rowlandson,  M.A.     5^-. 

ACTS  OF  THE  APOSTLES.     The  Greek  Text, 

with  Critical,  Grammatical,  and  Explanatory  Notes,  and  Exami- 
nation Questions,  by  Rev.  W.  Trollope,  M.A.,  re-edited  and 
revised  by  the  Rev.  G.  F.  Brovrne,  M.A.     ^s. 


Latin, 

BEDFORD'S  PROPRIA  QU^  MARIBUS;  or, 
Short  Rules  for  the  Genders  of  Latin  Nouns,  and  a  Latin 
Prosody.     l2mo.  \s. 

BOSSUT'S  LATIN  WORD  BOOK;  or,  First  Step 
to  the  Latin  Language.     i8mo.  \s. 

LATIN   PHRASE   BOOK.     i8mo.  \s. 

FLORILEGIUM    POETICUM.     A  Selection  of 

Elegiac  Extracts  from  Ovid  and  Tibullus.  Neiu  edition,  greatly 
enlarged  with  English  Notes.  By  the  Rev.  P.  Frost," M.A. 
Fcap.  8vo.  2s. 

GRADUS  AD  PARNASSUM  ;  sive  novus  sinony- 

morum,  epithetorum,  versuum,  ac  phrasium  poeticarum, 
thesaurus.     New  edition.     By  G.  Pyper.      l2mo.  cloth,  1$. 

BY   VALPY.      Whittaker's    Improved   ediuon. 


Latin  and  English.     N'ezv  edition.     Royal  l2mo.  "]$.  6d. 

PENROSE'S    (REV.  JOHN)    Easy   Exercises   in 

Latin  Elegiac  Verse.     Neiv  edition.      i2mo.  cloth,  2s. 

Key  to  ditto,  for  Tutors  only,  y.  6d. 

STODDART'S  NEW  DELECTUS ;  or,  Easy  Steps 

to  Latin  Construing.  For  the  use  of  Pupils  commencing  *he 
Language.  Adapted  to  the  best  Latin  Grammars,  with  a 
Dictionary  attached.     A'ew  edition.     12  mo.  45. 
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atlases. 

LONG'S  ATLAS  OF  CLASSICAL  GEOGRAPHY. 

Containing  Twenty-four  Maps.  Constructed  by  William 
Hughes,  F.  R.  G.S.,  and  Edited  by  George  Long,  M.  A.  New 
edition,  with  Coloured  Outlines,  and  an  Index  of  Places. 
Royal  Svo.  bs. 

LONG'S  GRAMMAR  SCHOOL  ATLAS  OF  CLAS- 
SICAL GEOGRAPHY.  Containing  Ten  Maps,  selected  from 
the  larger  Atlas.  Constructed  by  W.  Hughes,  F.R.G.S.,  and 
edited  by  George  Long,  M.A.  Nnv  edition,  with  Coloured 
Outlines.     Royal  Svo.  35. 

(IBnglisf)  Language  ann  e^isccUaneous. 

ALLEN      AND       CORNWELL'S      SCHOOL 

GRAMMAR.     Cloth,  \s.  gd. 

GRAMMAR  FOR  BEGINNERS.     Cloth,  i^. 

BELL'S  MODERN  READER  AND  SPEAKER.    A 

Selection  of  Poetry  and  Prose,  from  the  Writings  of  Eminent 
Authors.      i2mo.  3^'.  6d. 

DUNCAN'S  ENGLISH  EXPOSITOR;  or,  Explana- 

tory  Spelling-book.  Containing  an  Alphabetical  Collection  of 
all  the  most  useful,  proper,  and  elegant  words  in  the  English 
language,  divided  into  Syllables,  and  properly  accented.  New 
edition.      i2mo.  is.  6d. 

LATHAM'S   (R.    G.)    DICTIONARY    OF    THE 

ENGLISH  LANGUAGE.  Abridged  and  condensed  into  one 
volume      Svo.  cloth,  141. 

MACKAY  (C.)  A  DICTIONARY  OF  LOWLAND 

SCOTCH.  By  Charles  Mackay,  LL.D.  With  an  Introduc- 
tory Chapter  on  the  Poetry,  Humour,  and  Literary  History  of 
the  Scottish  Language,  and  an  Appendix  of  Scottish  Proverbs. 
Large  post  Svo.  cloth,  js.  6d.  half  bound,  8s.  6d. 

A  handy  and  original  Vocabulary  of  the  Scottish  Language. 
All  words  are  fully  explained,  and  their  various  uses  and  signifi- 
cance are  illustrated  by  ample  citations  from  old  ballads,  legends 
and  classic  authors,  from  Allan  Ramsay  to  Burns  and  Scott. 

SELECTED  POEMS  AND  SONGS  OF 

CHARLES  MACKAY,  LL.D.  With  a  Commendatory  and 
Critical  Introduction  by  Eminent  Writers.  Wide  foolscap  Svo. 
half  cloth  boards,  is.  6d.     Sewed,  is. 
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WEBSTER'S  DICTIONARY  OF  THE  ENGLISH 

LANGUAGE.  Including  Scientific.  Technical,  and  Biblical 
Words  and  Terms.  Ne7v  edition,  with  Supplement  of  over 
4,600  New  Words  and  Meanings.  4to.  cloth,  i/.  \s.;  half-calf, 
I/.  lOJ-. 

With   Appendices.      Ne7v  edition.      410.   cloth, 


£\  IIJ.  6d.  ;  half-calf,  2/. 


SHAKESPEARE'S  PLAYS,  with  Text  and  Intro- 
duction in  English  and  German.  Edited  by  C.  Sachs,  Prof. 
Ph.  D.     8vo.  cloth,  each  Play  or  Number,  \od. 

Now  Ready : 


I. 

Julius  Caesar. 

10.   King  Richard  II. 

3- 

4- 
5- 

Romeo  and  Juliet. 
King  Henry  VIII. 
King  Lear 
Othello. 

11.  King  Henry  IV.      I. 

12.  ,,          „            II. 
13:   King  Henry  V. 

14.   King  Richard  III. 

6. 

7- 

Hamlet. 

A  Midsummer  Night's 

15.  Cymbeline. 

16.  Coriolanus. 

8. 

Dream. 
Macbeth. 

17.  Antony  and  Cleopatra. 

18.  Merchant  of  Venice. 

9- 

King  John. 

19.   Much  Ado  about  Nothing 

Others  tofollotv. 

"This  edition  will  be  quite  a  godsend  to  grown-up  students  of  either 
language,  for  the  ordinary-  class  reading  books  are  too  childish  to  arrest 
their  attention.  The  parallel  paging  saves  the  labour  of  using  a  dictionary, 
and  the  series  is  so  low  in  price  as  to  place  it  within  the  reach  of  all." 

Saturday  Review. 

SHAKESPEARE  REPRINTS,  i.  King  Lear. 
Parallel  Texts  of  Quarto  i  and  Folio  i.  Edited  by  Dr.  W. 
Victor,  of  Marburg.     Square  i6mo.  cloth,  t,s.  6d. 

The  texts  of  the  first  quarto  and  folio,  ivith  collations  from  the 
later  quartos  and  folios,  are  here  printed  in  a  compact  and  con- 
venient volume,  intended  as  a  class-book  in  the  University. 


Miscellaneous  (2BtiucationaI  IBoofes. 

BIBLIOGRAPHY    OF    EDUCATION.     Hints 

toward  a  Select  and  Descriptive  Bibliography  of  Education. 
Arranged  by  Topics,  and  Indexed  by  Authors.  By  G.  Stanley 
Hall,  Professor,  John  Hopkins  University,  and  John  M. 
Mansfield.     Post  8vo.  cloth,  pp.  xvi.-309,  "js.  6d. 
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CHEPMELL'S  (REV.  DR.)  SHORT   COURSE 

OF  GRECIAN,   ROMAN,   AND    ENGLISH    HISTORY. 

New  edition.      121110.  5^.      Questions  on,  l2nio.  is. 

COLTON  (B.  P.)     ELEMENTARY  COURSE  OF 

PRACTICAL  ZOOLOGY.  By  B.  P.  Colton,  A.M.,  Instructor 
in  Biology,  Ottawa  High  .School.  Crown  Svo.  clotli,  pp.  xiv.- 
182,  4?.  6d. 

CORN  WELL'S  SCHOOL  GEOGRAPHY,     y.  6d. 

With  Thirty  ]Maps  on  Steel,  5^.  6d. 

GEOGRAPHY     FOR     BEGINNERS.        is. 


With  Questions,  is.  ^d. 

DURHAM  UNIVERSITY  CALENDAR,  with 

Almanack.      Cloth,  is.  6d.  S^Piiblished anmially. 

JOYCE  (P.  ^N.)  A  HANDBOOK  OF  SCHOOL 
MANAGEMENT  AND  METHODS  OF  TEACHING. 
By  P.  W.  Joyce,  LL.  D.,  &c.    I  ith  edition,  revised.   Cloth,  y.  6d. 

NATURE    READERS.      Seaside    and    Wayside. 

No.  I.    By  Julia  McNair  Wright.   Cloth,  15.  6i/.  \^  [ust published. 
The  first  of  a  Series  of  Primary  Readers  for  young  children. 
It  treats   of  crabs,   wasps,   spiders,  bees,   and  some  univalve 
molluscs. 

PIN  NOCK'S  HISTORY  OF  ENGLAND.  From 
the  Invasion  of  Julius  Caesar.  With  a  Biographical  and  His- 
torical Dictionary.  Questions  for  Examination,  Genealogical 
Tables,  Progress  of  Literature  and  the  Constitution,  &c.  Illus- 
ted.  Continued  by  the  Rev.  W.  H.  Pinnock,  LL.D.  Nnu 
edition,     i2mo.  6s. 

■ HISTORY  OF  GREECE.  With  an  Introduc- 
tion on  the  Natural  and  Political  Geography  of  Greece,  Dic- 
tionary of  Difficult  Terms,  Questions  for  Examination,  Genea- 
logical Tables,  &c.  Illustrated.  By  Dr.  W.  C  Taylor.  iVirw 
edition.     i2mo.  ^s.  6d. 

HISTORY  OF  ROME.      With   an    Introduc- 

tion,  the  Geography  of  the  Roman  Empire,  Notices  of  the 
Roman  Manners,  and  Illustrations,  Questions  for  Examination, 
Chronological  Index,  &c      Illustrated.     By  Dr.  W.  C.  Taylor. 

Nezu  edition.     1 2 mo.  5^-.  dd. 
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PINNOCK'S    CATECHISMS    OF     THE    ARTS, 

SCIENCES,  AND  LITERATURE  Whittaker's  Improved 
Editions.  Illustrated  with  Maps,  Plates,  and  Woodcuts,  care- 
fully re-edited      i8mo.  price  9^/.  each. 

HISTORY. — Modem — Ancient — Universal — Bible  and  Gos- 
pel— Scripture — Chronolog}'—  England — Scotland —  France — 
America — Rome — Greece — Jews. 

GEOGRAPHY. — Ancient — Modern,  Improved  Edition — 
Modern,  Original  Edition — Sacred — England  and  \Vales — Use 
of  the  Globes. 

GRAMMAR  — English — French — German — Italian — Latin 
— Spanish — Greek  :  Part  I.  Accidence.  Part  II.  Syntax  and 
Prosody — Hebrew. 

MATHEMATICS,  &c.— Algebra  (two  Parts)— Arithmetic 
^Geometry — Navigation — Land  Surveying 

RELIGION. — Religion— Natural  Theology — Scripture  His- 
tory— Bible  and  Gospel  History. 

FINE  ARTS,  &c. — Architecture — Drawing — Perspective — 
Music — Singing. 

LITERATURE.—  Mythology—  Rhetoric—  Logic—  British 
Biography — Classical  Biography. 

MISCELLANEOUS.— First  Catechism— General  Know- 
ledge—Intellectual Philosophy — Agriculture — English  Law — 
Heraldry — Medicine — Moral  and  Social  Duties — Trade  and 
Commerce. 

SCHLEYER'S  GRAMMAR,  with  Vocabularies  of 

Yolapuk  (the  Language  of  the  World),  for  all  Speakers  of  the 
English  Language.  Second  (greatly  Revised)  Edition.  By 
W.  A.  Seret,  Certificated  Teacher  of  the  Universal  Language. 
Crown  8vo.  pp.  420,  sewed,  5^.  6d.  ;  cloth,  6s.  6d. 

SHUM  WAY  (E.  S.)  A  DAY  IN  ANCIENT  ROME. 

With  numerous  Illustrations.  By  Edgar  S.  Shumway,  Pro- 
fessor, Rutger's  College,  New  Brunswick.    Small  4to.  cloth,  5^-. 

WATTON'S  ORIGINAL  AIDS  TO  EDUCATION. 

Hand-series  of  Tablets,  in  Stiff  Covers,  3</.  each. 

Leading  Events  of  General  His-  1  Chief  Events  of  New  Testament 

tory.  I  History. 

Chief  Events  of  Old  Testament  j  Prophecies  and   other  Scripture 

History.  '  Subjects. 
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Chief  Events  of  Grecian  Histor)'.  The  Linnfean  System  of  Botany. 

Chief  Events  of  Roman  History.  Natural  History — Zoology. 

Chief  Events  of  Eastern  Empire.  Natural  Philosophy. 

Chief  Events  of  German  History.  Prmciples  of  Grammatical  Analy- 

Chief  Events  of  English  History.  sis,  with  Examples. 

ChiefEnglishBattlesand  Results.  Guide  to  English  Parsing,  with 

Chief  Events  of  Scottish  History.  Examples. 

Chief  Events  of  French  History.  Abstract  of  Heathen  Mythology. 
Chief  Events  of  Prussian  History.  |  Word  Formation — Saxon,  La- 
Chief  Events  of  Russian  History,    i        tin,  and  Greek  Prefixes,  with 

Eminent  Men  of  Modern  Times.  Examples. 

Chief  Events  of  Church  History.  Chief  Grecian  and  Roman  Battles 

Natural  System  of  Botany.  and  Results. 

LARGE  TYPE  SERIES  OF  TABLETS 

(20  by  23  inches),  embracing  Historical,  Geographical,  and  other 
Subjects,  i,d.  each,  for  suspension. 

WATTON'S   SKELETON   EXERCISE   BOOKS. 

For  History,  Geography,  Biography,  Analysis,  Parsing,  and 

Chronology,  with  Script  Headings  and  Specimen  Page.     Price 

regulated  by  the  thickness  of  the  books,  \s.  and  2s.  each. 

Also  now  ready,  a  filled  Biographical  Exercise  Book,  2  Series,  each  \s. 

Charts  systematically  arranged  with  date  words,  60  pages, 

cloth,  \s.     Selected  Descriptive  Poetry,   \s. 

Object  Lessons,  Nos.  i,  2,  3,  and  4,  32  p.,  in  stiff  covers,  2d.  each. 


^cbool  anD  Oniucrsitp  analpjscs; 

By  the  Rev.  Dr.  Pinnock. 

AN     ANALYSIS      OF     SCRIPTURE    HIS- 

TORY  ;  Intended  for  Readers  of  Old  Testament  Plistory,  and 
the  University  Examinations  ;  with  Maps,  Copious  Index,  and 
Examination  Questions.      iSmo.  cloth,  2,5.  6d. 

AN    ANALYSIS    OF    NEW  TESTAMENT 

HISTORY;  Embracing  the  Criticism  and  Interpretation  of 
the  original  Text ;  with  Questions  for  Examination.  iSmo. 
cloth,  4J-. 

AN     ANALYSIS     OF     ECCLESIASTICAL 

HISTORY  ;  From  the  Birth  of  Christ,  to  the  Council  of 
Nice,  A.D.  325.  With  Examination  Questions.  iSmo.  cloth, 
V.  6d. 
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ANALYSIS  OF  ENGLISH   CHURCH  HIS- 

TORY  ;  comprising  the  Reformation  period,  and  subsequent 
events  ;  with  Questions  of  Examination,  especially  intended  for 
the  Universities  and  Divinity  Students  in  general.  iSmo.  cloth, 
4f.  dd. 

A  SHORT  ANALYSIS  OF  OLD  TESTA- 
MENT HISTORY.  With  Questions  for  Schools.  iSmo. 
cloth,  IS.  6d. 

A  SHORT  ANALYSIS  OF  NEW  TESTA- 
MENT HISTORY.  With  Questions  for  Schools.  i8mo. 
cloth,  IJ-.  6d. 

arithmetic. 

PINNOCK'S  ARITHMETICAL  TABLES  OF 
MONEY,  WEIGHTS,  AND  MEASURES.  With  Questions 
for  Examination,  and  Explanatory  Notes,  &c.     i8mo.  3a'. 

■ FIRST    CIPHERING    BOOK.      Containing 

Easy  Exercises  in  the  First  Rules  of  Arithmetic.    4to.  sewed,  is. 

RYAN'S     CIVIL     SERVICE     ARITHMETICAL 

EXAMINATION  PAPERS.     By  L.  J.  Ryan.     Cloth,  2s. 

Key  to  Ditto,     is.  dd. 

SONNENSCHEIN  AND         NESBITT'S 

ARITHMETIC.  The  Science  and  Art  of  Arithmetic  for  the 
use  of  Schools.  Post  8vo.  5j-.  6d.  Or  separately.  Part  I. — 
Integral.  2s.  6d.  Parts  II.  and  III. — Fractional  and  Approxi- 
mate Calculations.  3^'.  6d.  Answers  to  the  Exercises,  is.  6d. 
Exercises  separately.     Part  I.     is.     Parts  II.  and  HI.     is.  3a'. 

A  B  C  OF  ARITHMETIC.     Teacher's  Book, 

Nos.  I  and  2,  each  is.     Exercise  Book,  Nos.  i  and  2,  each  4a'. 

WALKINGAME'S  TUTOR         ASSISTANT 

(ERASER'S).  Being  a  Compendium  of  Arithmetic  and  a 
Complete  Question  Book.     i2mo.  2s.     Key,  31. 


Cuclit). 

EUCLID,  THE  FIRST  BOOK  OF.  With  an  In- 
troduction  and  Collection  of  Problems  for  the  use  of  Schools. 
By  J.  M.  Wilson,  M.A.     2nd  editioti.  4to.  2s. 
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EUCLID,  THE  FIRST  SIX  BOOKS,  together  with 
the  ELEVENTH  and  TWELFTH.  From  the  Text  of  Dr. 
Simson.  NriU  edition,  revised  and  corrected  by  S.  Maynard. 
l8mo.  4J. 


MODERN   LANGUAGES. 
JFrcnct). 

BARRERE  (A.)  PROFESSOR,  R.M.A.  Woolwich. 
PRECLS  OF  COMPARATIVE  FRENCH  GRAMMAR 
AND  IDIOMS,  and  Guide  to  Examinations.  Cloth.  Second 
edition,  revised,  y.  6d. 

JUNIOR  GRADUATED  FRENCH  COURSE 

affording  materials  for  Translation,  Grammar,  and  Conversa- 
tion. Being  an  introduction  to  the  Graduated  French  Course. 
Cloth,  is.  6d. 

ELEMENTS     OF     FRENCH     GRAMMAR 

AND  FIRST  STEPS  IN  IDIOMS.  With  numerous 
Exercises  and  a  Vocabulary,  being  an  Introduction  to  the 
Precis  of  Comparative  French  Grammar.   Crown  8vo.  cloth,  2s. 

BELLENGER'S  MODERN  FRENCH  CONVER- 
SATION. Containing  Elementary  Phrases  and  New  Easy 
Dialogues,  in  French  and  English,  on  the  most  familiar  sub- 
jects.     i2mo.  2S.  6d. 

BOSSUT'S    FRENCH   WORD    BOOK.    iSmo.  i^. 

FRENCH   PHRASE    BOOK.     i8mo.  is. 


BOWER.     PUBLIC    EXAMINATION    FRENCH 

READER.     See  Exaviitiation  Seides. 

DELILLE'S     FRENCH     GRAMMAR.      In    Two 

Parts.  I. — Accidence.  II. — Syntax,  written  in  French,  with 
Exercises  conducive  to  the  speaking  of  the  French  Language, 
&c.     i2mo.  5^.  6d.     Key,  3i. 

EASY    FRENCH    POETRY    FOR    BEGIN- 


NERS ;  or.  Short  Selections  in  Verse  on  a  Graduated  Plan  for 
the  Memory.     With  English  Notes.     i2mo.  2s. 
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DELILLE'S  MODELES  DE  POESIE  FRANCAIS. 

With  Treatise  on  French  Versification.     New  edition.     i2mo. 

REPERTOIRE  DES  PROSATEURS  FRAN- 
CAIS. With  Biographical  Sketches,  &c.  New  edition. 
l2mo.  6j.  bd. 

MANUEL  ETYMOLOGIQUE  ;   or,  an  Inter- 


pretative Index  of  the  most  recurrent  Words  in  the  French 
Language.      i2mo.  2s.  td. 

BEGINNER'S     OWN      FRENCH      BOOK. 


Being  a  Practical  and  Easy  Method  of  Learning  the  Elements 
of  the  French  Language.     l2mo.  cloth,  2s.     Key,  2J, 

DES    CARRIERE'S    FRENCH    IDIOMATICAL 

PHRASES  AND  FAMILIAR  DIALOGUES.  Square, 
y.  dd. 

HISTOIRE  DE  FRANCE,  DEPUIS 

L'ETABLISSEMENT  DE  LA  MONARCHIE.  Continuee 
jusqu'au  retablissement  de  I'Empire  sous  Napoleon  III.,  par 
C.  J.  Delille.     i2mo.  yj. 

DUVERGER'S  COMPARISON  BETWEEN  THE 
IDIOMS,  GENIUS,  AND  PHRASEOLOGY  OF  THE 
FRENCH  AND  ENGLISH  LANGUAGES.  N^cv  edition. 
i2mo.  4J.  6t/. 

GASC  (F.  E.  A.)  AN  IMPROVED  MODERN 
POCKET  DICTIONARY  OF  THE  FRENCH  AND 
ENGLISH  LANGUAGES.  Neiv  edition.  i6mo.  cloth, 
2s.  6d.     Also  in  2  vols,  in  neat  leatherette,  '^s. 

MODERN  FRENCH-ENGLISH  AND  ENG- 
LISH-FRENCH DICTIONARY.  New  edition,  revised. 
In  I  vol.  8vo.  los.  6d. 

HAMEL'S  NEW  UNIVERSAL  FRENCH  GRAM- 
MAR.    NrM  Edition.     i2mo.  4J. 

GRAMMATICAL  EXERCISES  UPON  THE 

FRENCH  LANGUAGE.    Ne-.v  edition.    i2mo.  4J-.     Key,  3^-. 

FRENCH  GRAMMAR   AND   EXERCISES. 


New  edition.      i2mo.  5 J.  6d.     Key,  4^. 

LEVIZAC'S  DICTIONARY  OF  THE  FRENCH 
AND  ENGLISH  LANGUAGES.  Nciv  edition,  by  N.  Lam- 
bert.    i2mo.  6j.  (yd. 
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NUGENT'S    POCKET    DICTIONARY   OF  THE 

FRENCH  AND  ENGLISH  LANGUAGES.  Nciv  editiou, 
revised  by  J.  C.  J.  Tarver.     Pearl  edition,  a^s.  6d. 

OLLENDORFS    (Dr.    H.    G.)    NEW    METHOD 

OF  LEARNING  TO  READ,  WRITE,  AND  SPEAK 
A  LANGUAGE  IN  SIX  MONTHS.  Adapted  to  the 
French.     Neiu  edition.      i2mo.  ds.  6d.     Key,  8vo.  is. 

PRACTICAL  COMMERCIAL  CORRESPON- 
DENCE.    See  Miseellaneous. 


03f)ittakcc's  lamination  Scries. 

THE    PUBLIC    EXAMINATION    FRENCH 

READER.     With  a  Vocabulary  to  every  extract,  suitable  for 

all  Students  who  are  preparing  for  a  French  Examination.     By 

A.   M.   Bower,    F.R.G.  S.,  late  Master  in   University  College 

School,  &c.     Cloth,  3^.  dd. 

"The  book  is  a  very  practical  and  useful  one,  and  it  must  prove  very  handy 

for  students  who  are  preparing  for  a  French  examination,  the  persons  for  whose 

special  aid  it  has  been  specially  provided.     It  would  also  serve  admirably  for  use 

in  schools  as  a  class  book."—  Sclwotmaster. 


CObittakcc^s  jTrcncb  Series. 

For  the  use  of  Schools  and  Private  Students.  Edited  by 
A.  Barrere,  Prof.  R. M.A.  Woolwich,  &c.,  and  others.  Each 
number  with  a  literary  Introduction  and  Arguments  in  English, 
foot-notes  explaining  the  more  difficult  passages,  and  translations 
of  the  idiomatic  expressions  into  the  corresponding  English  idioms. 

Fcap.  Svo.,  each  number,  sewed,  6d.  •  cloth,  ()d. 

Now  Ready : — 

1.  SCRIBE.     LE  VERRED'EAU.     Barrere. 

2.  MOLIERE.     LE  BOURGEOIS  GENTILHOMME.     Gasc. 

3.  MOLIERE.     L'AVARE.     Gasc. 

4.  SOUVESTRE.     SOUS  LA  TONNELLE.     Desages. 

5.  MOLIERE.     LE  MISANTHROPE.     Gasc. 

6.  GALLAND.     ALI    BABA,     Clare. 
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7.  CORNEILLE.     LE  CID.     Gasc. 

8,  9.   LAMARTINE.     JEANNE    D'ARC.     Barrere. 
10,  II.   PIRON.     LA   METROMANIE.     Delbos. 

Others  tofollcnv. 


S^bittafecfs  jFrcncf)  Classics,  toitb 
Cnglisf)  litotes. 

Fcap.  ?>vo.  doth. 
AVENTURES  DE  TELEMAQUE.     Par  Fene- 

Ion.    i\'c'7i'  edition.    Edited  and  revised  by  C  J.  Delille.    2s.  6d. 

HISTOIRE  DE  CHARLES  XII.     Par  Voltaire. 

Ne7i>  edition.     Edited  and  revised  by  L.  Direy.     is.  6d. 

PICCIOLA.    ParX.  B.  Sainline.    A^ew  edition.    Edited 

and  revised  by  Dr.  Dubuc.      \s.  6d. 

SELECT  FABLES  OF  LA  FONTAINE.  New 

edition.     Edited  by  F.  Gasc,  M.A.     is.  6d. 


03bittaker's  Scries  of  a^oticrn  jFrcncf) 
3utt)or,s. 

WITH  INTRODUCTION  AND   NOTES. 
For  Beginners. 

LA  BELLE  NIVERNAISE.    Histoire  dun  vieux 

bateau  et  de  son  equipage.  By  Alphonse  Daudet.  With  6 
illustrations.  Edited  by  James  Boielle,  Senior  French  Master 
at  Dulwich  College.     2.s.  6d.  \_Ready. 

For  Advanced  Students. 
BUG    JARGAL.       By   Victor   Hugo.       Edited   by 
James  Boielle,  Senior  French  Master  at  Dulwich  College.     3^. 
Others  to  folloiu.  [Ready. 
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German. 

FLUGEL'S  COMPLETE  DICTIONARY  OF  THE. 
GERMAN  AND  ENGLISH  LANGUAGES.  Comprising 
the  German  and  English,  and  English  and  German.  Adaptedi 
to  the  English  Student,  with  great  Additions  and  Improvements. 
By  C.  A.  Feiling,  A.  Heimann,  and  J.  Oxenford.  Nciu  edition. 
2  vols.  8vo.  i/.  \s. 

ABRIDGED     GERMAN    AND    ENGLISH, 

AND  ENGLISH  AND  GERMAN  DICTIONARY. 
Carefully  compiled  from  the  London  Edition  of  Fliigel's  larger 
Dictionary.  By  C.  A.  Feiling  and  J.  Oxenford.  Nnv  edition. 
Royal  i8mo.  6^-. 

GRENFELL'S  ELEMENTARY  GERMAN  EX- 
ERCISES. Part  I.  Adapted  to  the  Rugby  School  German 
Accidence.      i2mo.  \s.  6d. 

OLLENDORFF'S  (Dr.  H.  S.).     NEW  METHOD- 
OF  LEARNING  TO   READ,  WRITE,  AND   SPEAK  A 
LANGUAGE  IN  SIX  MONTHS.     Adapted  to  the  German. 
New  edition.     Crown  8vo.  Ts.     Key,  8vo.  "js. 


WHITTAKER'S    COURSE    OF     MODERN 

GERMAN.  By  F.  Lange,  Ph.D.,  Professor,  R.M.A.  Wool- 
wich, Examiner  in  German  to  the  College  of  Preceptors,  London ; 
Examiner  in  German  at  the  Victoria  University,  Manchester, 
and  y.  F.  Davis,  ^LA.,  D.Lit.     Extra  fcap.  8vo.  cloth. 

A  CONCISE  GERMAN  GRAMMAR.  With  especial  refe- 
rence to  Phonology,  Comparative  Philology,  English  and  Ger- 
man Correspondences,  and  Idioms.  By  Frz.  Lange,  Ph.D., 
Professor  at  the  Royal  Military  Academy,  Woolwich.  In  three 
Parts.  Part  I.,  Elementary,  2s.  Part  II.,  Intermediate,  2s. 
Part  III.  in  the  press. 

ELEMENTARY  GERMAN  READER.  A  Graduated  Col- 
lection of  Readings  in  Prose  and  Poetry.  With  English  Notes 
and  a  Vocabulary.      By  F.  Lange,  Ph.D.      is.  6d. 

ADVANCED  GERMAN  READER.  A  Graduated  Collection 
of  Readings  in  Prose  and  Poetry.  With  English  Notes  and  a 
Vocabulary.  By  F.  Lange,  Ph.D.  and  J.  F.  Davis,  M.A. , 
D.Lit.  [Nearly  ready, 

PROGRESSIVE  GERMAN  EXAMINATION 
COURSE.  In  Three  Parts.  By  F.  Lange,  Ph.D.,  Prof. 
R.  M.A.,  Woolwich,  Examiner  in  German  to  the  College  of 
Preceptors. 

Comprising  the  Elements  of  German  Grammar,  an  Historical 
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Sketch  of  the  Teutonic  Languages,  English  and  German  Corre- 
spondences, Materials  for  Translation,  Dictation,  Extempore, 
Conversation  and  complete  Vocabularies. 

1.  ELEMENTARY  COURSE.     Cloth,  2^ 

2.  INTERMEDIATE  COURSE.     Cloth,  2J. 

3.  ADVANCED  COURSE.   Second  revised  edition.  Cloth, 
\s.  6d. 

"We  cordially  commend  it  as  a  useful  help  to  examiners,  who  will  find  it  well 
adapted  to  their  needs." — Practical  Teacher. 

Ill  Preparation. 

GERMAN  CONVERSATIONAL  DICTION- 
ARY. A  Guide  to  Motlern  German  Conversation.  For  the 
Every-day  Purposes  of  Travellers  and  Students.  By  G.  May 
and  J.  F.  Davis,  M.A.,  D.Lit. 


2n[)ittakei:'0  (German  Classic0,  toitb 
(^Bn^lisb  litotes. 

Fcap.  Svo.  doth. 
GERMAN    BALLADS.      From   Uhland,   Goethe, 

and  Schiller.  With  Introductions  to  each  Poem,  copious 
Explanatory  Notes,  and  Biographical  Notices.  By  C.  Bielefeld. 
\s.  6d. 

GOETHE'S     HERMANN      AND     DOROTHEA. 

With  Short  Introduction,  Argument,  and  Notes  Critical  and 
Explanatory.     By  Ernest  Bell  and  E.  Wolfel.      i.f.  6d. 

SCHILLER'S  MAID  OF  ORLEANS.     With  Intro- 
duction and  Notes.     By  Dr.  Wagner,     is.  6d. 

MARIA  STUART.      With    Introduction  and 


Notes.     By  V.  Kastner,  M.A.     is.  6d. 
WALLENSTEIN.        Complete     Text.       Neiv 

edition.  With  Notes,  Arguments,  and  an  Historical  and 
Critical  Introduction.  By  C.  A.  Buchheim,  Professor,  Ph.D., 
5j.  Or  separately— Part  I.— THE  LAGER  AND  DIE  PIC- 
COLOMINI.  2s.6d.  Part  IL—WALLENSTEIN'S  TOD. 
2J-.  6d. 
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2a3bittakcc'0  Series  of  ^oDern  (German 

3Utf)OC0, 

With  Introduction  and  Notes,    Edited  by  F.  Lange,  Ph.D., 
Professor,  Royal  Miiitaty  Academy,  Woolwich. 

The  attention  of  the  heads  of  Colleges  and  Schools  is  respectfully 
directed  to  this  new  Series  of  "Modern  German  Authors" 
which  is  intended  to  supply  the  much-felt  want  of  suitable  Reading 
Books  for  English  Students  of  German  who  have  passed  through 
the  preliminary  stages  of  fables  and  anecdotes. 

To  those  who  wish  to  extend  their  linguistic  and  grammatical 
knowledge,  these  volumes  will  afford,  in  one  respect,  a  great 
advantage  over  those  of  an  earlier  period,  presenting,  as  they  do, 
the  compositions  of  the  best  living,  or  only  recently  deceased 
authors.  The  Notes,  besides  etymological  and  other  explanations, 
will  contain  many  useful  idiomatic  expressions  suggested  by  the  text, 
and  worth  committing  to  memoiy. 

FIRST  SERIES. 

For  Beginners.  Edited,  with  a  Grammatical  Introduction, 
Notes,  and  a  Vocabulary,  by  F.  Lange,  Ph.  D. ,  Professor,  R.  M.A. 
Woolwich,  Examiner  in  German  to  the  College  of  Preceptors, 
and  H.  Hager,  Ph.D.,  Examiner  in  German  to  the  London 
University. 

KEY'S    FABELN  FUR  KINDER.     Illustrated  by  O.  Spcckter. 

Edited,  with  an  Introduction,  Grammatical  Summary,   Words, 

and  a  complete  Vocabulary.     By  F.  Lange,  Ph.D.,  Professor. 

\s.  6d. 
The  Same,  with  a  Phonetic  Introduction,  Phonetic  Transcription  of 

the  Text,     By  F.  Lange,  Professor,  Ph.D.     2s. 

SECOND  SERIES. 

For  Intermediate  Students.  Edited,  with  a  Biogra- 
phical Introduction,  Notes,  and  a  complete  vocabulary,  by  F. 
Lange,  Ph.lJ.,  Professor,  and  H.  Hager,  Ph.D. 

DOKTOR  WESPE.  Lustspiel  in  fiinf  Auf^iigen  von  JULIUS 
RODERICK  BENEDIX.  Edited  by  F.  Lange,  Ph.D., 
Professor.     2s.  6d. 

SCKILLER'S  JUGENDJAKRE.  Erzahlung  von  FRZ.  KOFF- 
MANN.     Edited  by  K.  Hager,  Ph.D.,  Professor.      [In p-ess. 
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THIRD  SERIES. 

For  Advanced  Students.  Edited,  with  a  Literary  In- 
troduction and  Notes,  by  F.  Lange,  Ph.D.,  Professor,  R.M.A. 
Woolwich,  in  co-operation  with  F.  Storr,  B.A.  ;  A.  A.  Mac- 
donell,  M.A.  ;  H.  Hager,  Ph.D.  ;  C.  Neuhaus,  Ph.D.  and 
others. 

MEISTER  MARTIN,  der  Kiifner.  Erzahlung  von  E.  T.  A.  Hoff- 
man.  Edited  by  F.  Lange,  Ph.D.,  Professor,  Royal  Military 
Academy,  Woolwich.     \s.  6d. 

HANS  LANGE.  Schauspiel  von  Paul  Heyse.  Edited  by  A.  A, 
Macdonell,  M.A.,  Ph.D.,  Taylorian  Teacher,  University, 
Oxford.     2s. 

AUF  WACHE.  Novelle  von  Beithold  Auerbach.  DER  GEFRO- 
RENE  KUSS.  Novelle  von  Otto  Roquette.  Edited  by 
A.  A.  Macdonell,  M.A.     2s. 

DER  BIBLIOTHEKAR.  Lustspiel  von  G.  von  Moser.  Edited 
by  F.  Lange,  Ph.D.     Second  revised  Edition.     23-. 

EINE  FRAGE.  Idyll  von  George  Ebers.  Edited  by  F.  Storr, 
B.A.,  Chief  Master  of  Modern  Subjects  in  Merchant  Taylor's 
School.     2s. 

DIE  JOURNALISTEN.  Lustspiel  von  Gustav  Freytag.  Edited 
by  Professor  F.  Lange,  Ph.D.    .Second  revised  Edition.    2s.  61. 

ZOPF  UND  SCHWERT.  Lustspiel  von  Karl  Gutzkow.  Edited 
by  Professor  F.  Lange,  Ph.D.     2s.  6d. 

GERMAN  EPIC  TALES  IN  PROSE.  I.  Die  Xibelungen, 
von  A.  F.  C.  Vilmar. — II.  Walther  und  Hildegund,  von  Alberc 
Richter.  Edited  by  Karl  Neuhaus,  Ph.D.,  the  International 
College,  Isleworth.     2s.  6d. 


3[tali'an. 


BARETTI'S  DICTIONARY  OF  THE  ENGLISH 

AND  ITALIAN  LANGUAGES.  To  which  is  prefixed  an 
Italian  and  English  Grammar.  Netv  Edition,  entirely  re- 
written. By  G.  Comelati  and  J.  Davenport.  2  vols.  8vo. 
I/.  \s. 
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GRAGLIA'S   NEW  POCKET  DICTIONARY  OF 

THE  ITALIAN  AND  ENGLISH  LANGUAGES.  With 
considerable  Additions,  and  a  Compendious  Elementaiy  Italian 
Grammar.      iSmo.  ^.  6d. 

OLLENDORFF  (DR.   H.  G.)     NEW  METHOD 

OF  LEARNING  TO  READ,  WRITE,  AND  SPEAK  A 
LANGUAGE  IN  SIX  MONTHS.     Adapted  to  the  Italian. 

Neiu  Edition.     Crown  8vo.  "js.     Key,  8vo.  75. 

SOAVE'S    NOVELLE    MORALE      Nav    Edition. 

i2mo.  4_f. 

VENERONI'S    COxAIPLETE    ITALIAN    GRAM- 
MAR.    By  P.  Rosteri.      i2mo.  6.f. 

VERGANI  AND  PIRANESI'S  ITALIAN  AND 

ENGLISH  GRAMMAR.  With  Exercises,  &c.  By  T. 
Guichet.  New  edition,  by  Signor  A.  Tommasi.  i2mo.  5^. 
Key,  3^-. 


Russian, 

DOLBESHOFF  (E.)    A  DICTIONARY  OF  THE 

RUSSIAN  AND  ENGLISH  LANGUAGES.  In  two 
volumes.  Vol.  I.  Russian-English.  Vol.  II.  English-Russian. 
Compiled  by  E.  Dolbeshoff  in  co-operation  with  C.  E.  Turner, 
Professor  of  English  Language  and  Literature  at  the  University, 
St.  Petersburg.  [Preparing. 


^panisb. 

NEUMAN  AND  BARETTI'S  SPANISH  AND 
ENGLISH,  AND  ENGLISH  AND  SPANISH  DIC- 
TIONARY. Revised  and  enlarged  by  M.  Seoane,  M.D. 
2  vols.  Svo.  i/.  ?>s. 

POCKET  DICTIONARY.     Spanish  and  Eng- 


lish,  and    English  and   Spanish.       Compiled  from  the  larger 
work.      iSmo.  5^. 
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OLLENDORFF'S(DR.  H.  G.)  NEW  METHOD 
OF  LEARNING  TO  READ,  WRITE,  AND  SPEAK  A 
LANGUAGE  IN  SIX  MONTHS.  Adapted  to  the  Spanish. 
New  edition.     8vo.  125.     Key,  8vo.  "js. 

ENGLISH -SPANISH    TECHNOLOGICAL 


DICTIONARY.     8vo.  i/.  i6j.     See  page  2(). 

Ipractical  mercantile  CorcesponDence. 

A  Collection  of  Commercial  Letters  and  Forms,  with  Notes, 
Explanatory  and  Grammatical,  and  a  Vocabulary  of  Commercial 
Terms,  edited  by  L.  Simon,  Chr.  Vogel,  Ph.D.,  H.  P.  Skelton, 
W,  C.  Wrankmore,  Leland  Mason,  and  others.  Intended  as  Class 
Books  for  Schools  and  for  Self-Instruction. 

Now  Ready,  croivn  8vo. ,  c/otk  : 
ENGLISH,  with  German  Notes,  3^. 
GERMAN,  with  English  Notes,  35. 
ENGLISH,  with  French  Notes,  4s.  6d. 
FRENCH,  with  Enghsh  Notes,  45.  6d. 

This  new  Collection  of  Model  Letters  and  Epistolary  Forms 
embraces  the  whole  sphere  of  Commercial  Transactions.  Each 
example  is  provided  with  such  remarks  and  explanations,  that  any 
one  with  a  fair  grammatical  knowledge  of  the  particular  language 
will  find  it  an  easy  matter  to  prepare  a  well-expressed  letter. 

Cf)e  ^peciallsfs  Series. 

A   Nnv  Series  of  Handbooks  for  Students  and  Practical 
Engineers.      Crown  Svo.      With  many  Illustrations. 

GAS  ENGINES.     Their  Theory  and  Management. 

By  William  Macgregor.  With  7  Plates.  Crown  Svo.  pp.  245, 
%s.  6d. 

BALLOONING:  A  Concise  Sketch  of  its  History  and 
Principles.  From  the  best  sources,  Continental  and  English. 
By  G.  May.  With  Illustrations.  Crown  Svo.  pp.  vi.-97, 
2s.  6d. 

ELECTRIC  TRANSMISSION  OF  ENERGY, 

and  its  Transformation,  Subdivision,  and  Distribution.  A 
Practical  Handbook  by  Gisbert  Kapp,  C.E.,  Associate  Member 
of  the  Institution  of  Civil  Engineers,  &c.  With  119  Illustra- 
tions.    Crown  Svo.  pp.  xi.-33l.     "js.  6d. 


Classical  and  Educational  Works.  27 

ARC  AND  GLOW  LAMPS.  A  Practical  Hand- 
book on  Electric  Lighting.  By  Julius  Maier,  Ph.D.,  Assoc. 
Soc.  Tel.  Eng.,  &c.  With  78  Illustrations.  Crown  8vo.  pp. 
viii.-376.     "js.  6d. 

ON   THE  CONVERSION    OF   HEAT  INTO 

WORK.  A  Practical  Handbook  on  Heat-Engines.  By 
William  Anderson,  M.  Inst.  C.E.  With  64  Illustrations. 
Pp.  viii.-254.     Cr.  8vo.  6s. 

SEWAGE  TREATMENT,  PURIFICATION 

AND  UTILISATION  ;  A  Practical  Manual  for  the  Use  of 
Corporations,  Local  Boards,  Officers  of  Health,  Inspectors  of 
Nuisances,  Chemists,  Manufacturers,  Riparian  Owners,  Engi- 
neers and  Ratepayers.  By  J.  W.  Slater,  F.E.S.,  Editor  of 
"Journal  of  Science."  Crown  8vo.  cloth,  price  6s. 
THE    TELEPHONE.      By  W.  H.  Preece,  F.R.S., 

and  J.  Maier,  Ph.D.      With  numerous  illustrations.     Cr.  8vo. 

12S.   6d. 

MANURES,   OR    THE    PHILOSOPHY    OF 

MANURING.  By  Dr.  A.  B.  Griffiths,  F.R.S.Ed.,  F.C.S., 
Principal  and  Lecturer  on  Chemistry  in  the  School  of  Science, 
Lincoln,  &c.,  &c.     Cr.  8vo.  7^.  6d, 

In  preparation. 
GALVANIC    BATTERIES.     By   Professor   George   Forbes, 

M.A. 
INDUCTION    COILS.    By  Professor   A.  J.    Fleming,    M.A., 

D.Sc. 
HYDRAULIC    MOTORS.     By   George    R.    Bodmer,    Assoc. 

M.  Inst.C.  E.  {Imtnediately. 

THE    DYNAMO.     By  Guy  C.  Fricker. 
ALTERNATING     CURRENTS    OF    ELECTRICITY. 

By  Thomas  H.  Blakesley,  M.A.,  M.Inst. C.E.       {Immediately. 
Others  to  follow. 


NIPHER  (F.  E.)  THEORY  OF  MAGNETIC 
MEASUREMENTS,  WITH  AN  APPENDIX  ON  THE 
METHOD  OF  LEAST  SQUARES.  One  volume.  Crown 
8vo.  cloth,  5J-. 

PLANTE  (G.)  THE  STORAGE  OF  ELECTRI- 
CAL ENERGY,  and  Researches  in  the  Effects  created  by  Cur- 
rents combining  Quantity  with  High  Tension.  Translated  from 
the  French  by  Paul  Bedford  Elwell.  With  Portrait,  and  89 
Illustrations.     8vo.  pp.  vii.-268,  cloth,  12s. 
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Small  crown  Svo.  cloth.      With  many  Illustrations. 

^bittakcr'5  Library  of  arts,  Sciences, 
^manufactures  anD  JnDustncs. 

MANAGEMENT      OF      ACCUMULATORS 

AND  PRIVATE  ELECTRIC  LIGHT  INSTALLA- 
TIONS. A  Practical  Handbook  by  Sir  David  Salomons, 
Bart.,  M.A.  4th  Edition,  Revised  and  Enlarged,  with  32  Illus- 
trations.   Cloth,  35. 

"To  say  that  this  book  is  the  best  of  its  kind  would  be  a  poor  compliment, 
as  it  is  practically  the  only  work  on  accumulators  that  has  been  written." — 
Electrical  Kcz'icw. 

ELECTRICAL      INSTRUMENT  -  MAKING 

FOR  AMATEURS.  A  Practical  Handbook.  By  S.  R. 
Bottone,  Author  of  "The  Dynamo,"  &c.  With  60  Illustrations. 
Second  edition.     Cloth,  y. 

ELECTRIC  BELLS  AND  ALL  ABOUT 

THEM.  A  Practical  Book  for  Practical  Men.  By  S.  R. 
Bottone.     With  more  than  lOO  illustrations.      Cloth,  3,?. 

PRACTICAL    IRON     FOUNDING.       By    the 

Author  of  "  Pattern  Making,"  &c.,  &c.  Illustrated  with  over 
one  hundred  engravings.     Cloth,  4^. 

THE  PROTECTION  OFBUILDINGS  FROM 

LIGHTNING.  A  Treatise  on  the  Theory  of  Lightning 
Conductors  from  a  Modern  Point  of  View.  Being  the  substance  of 
two  lectures  delivered  before  the  Society  of  Arts  in  March,  18S8. 
By  Oliver  J.  Lodge,  LL.D.,  D.Sc.  F.R.S.,  Professor  of  Phy- 
sics in  University  College,  Liverpool. 

Published  with  various  amplihcations  and  additions,  with  tlie 
approval  of  the  Society  of  Arts.  \SIiortly. 

ELECTRICAL  INFLUENCE  MACHINES: 

Containing  a  full  account  of  their  historical  development,  their 
modern  Forms,  and  their  Practical  Construction.  By  J.  Gray. 
B.Sc.  (Ill  press. 

ELECTRICAL    ENGINEERING     IN    OUR 

WORKSHOPS.  A  Practical  Handbook.  By  Sydney  F. 
Walker.  {Meadj  shortly. 

Others  in  preparation. 
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Cecbnological  Dictionaries. 

ENGLISH  AND    GERMAN. 

WERSHOVEN  (F.  I.)  TECHNOLOGICAL 
DICTIONARY  OF  THE  PHYSICAL,  MECHANICAL, 
AND  CHEMICAL  SCIENCES.  English  and  German. 
2  vols,  cloth,  5J-. 

ENGLISH— SPANISH. 

PONCE  DE  LEON.  TECHNOLOGICAL  DIC- 
TIONARY. English-Spanish  and  Spanish-English.  Con- 
taining Terms  employed  in  the  Applied  Sciences,  Industrial 
Arts,  Mechanics,  Fine  Arts,  Metallurgy,  Machineiy,  Commerce, 
Ship-building  and  Navigation,  Civil  and  Military  Engineering, 
Agriculture,  Railway  Construction,  Electro-technics,  &c. 

Vol.  I. — English-Spanish.     Svo.  bound,  ^i  \6s. 

Vol.  II. — Spanish-English.  \In  preparation. 

Post  ^vo.  %\if  pp.  \os.  6d. 

HOBLYN'S  DICTIONARY  OF  TERMS  USED 
IN  MEDICINE  AND  COLLATERAL  SCIENCES.  lUk 
edition.  Revised  throughout,  with  numerous  Additions.  By 
John  A.  P.  Price,  B.A.,  M.D.  Oxon.,  Assistant-Surgeon  to  the 
Royal  Berkshire  Hospital. 

This  new  edition  has  undergone  complete  revision  and  emen- 
dation. Many  terms,  fallen  more  or  less  into  disuse,  have  been 
omitted  ;  and  a  considerable  amount  of  fresh  matter  has  been, 
introduced,  in  order  to  meet  the  requirements  of  the  present  day^ 
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I  vol.  demy  \to.  tvith  25  Double  and  40  Singh  Plates,  £2  \Os. 

TECHNICAL  SCHOOL  AND  COLLEGE  BUILDING. 

Behig  a  Treatise  on  the  Design  and  Construction  of 

Applied  Science  and  A  rt  Buildings,  and 

their  suitable  Fittings  and 

Sanitation. 

WITH    A   CHAPTER    ON    TECHNICAL    EDUCATION. 

By   EDWARD   COOKWORTHV   ROBINS,    F.S.A. 

Outline  of  Contents. — Inti-oduction — English  and  Foreign 
Technical  Education — Analysis  of  the  Second  Report  of  the  Royal 
Commissioners  on  Technical  Education — Buildings  for  Applied 
Science  and  Art  Instruction,  with  examples  of  P'oreign  and  English 
Buildings— Analysis  of  the  Fittings  necessary  for  these  Buildings — 
British  and  Foreign  Examples  of  the  Details  of  the  Fittings— Heat- 
ing and  Ventilation  generally — ^Heating  and  Ventilation  necessary 
for  Applied  Science  and  Instruction  Buildings — The  Planning  of 
Buildings  for  Middle  Class  Education — Sanitary  Science — Appendix. 

Full  prospectus  post  free  on  application. 

"It  will  prove  an  indispensable  work  of  reference  to  architects,  builders,  and 
managers  of  technical  sc^ooX?,."  —Spectator. 

"  A  most  valuable  contribution  to  architectural  literature." — British  Architect. 


THE  CHEMICAL  ANALYSIS  OF  IRON. 

A  Complete  Account  of  all  the  Best  Known  Methods  for  the  Analysis 

of  Iron,  Steel,  Ores,  &c. 

By  A.  A.  BLAIR,  Chief  Chemist,  U.S.  Geological  Survey,  &c. 

Royal  8vo.      14^'. 


THE  CONSTRUCTION,  WORKING  AND  MANAGEMENT  OF  AN 
ENGLISH  RAILWAY. 

By    GEORGE    FINDLAY, 

General  Manager  of  the  London  and  North- Western  Railway. 

WITH    NUMEROUS   ILLUSTRATIONS. 

{^Immediately. 
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jFamiliac  Ciuotation  Series. 

Cloth  limp,  \s.  ;  Half-bound,  \s.  6d. 

1.  FAMILIAR   LATIN   QUOTATIONS  AND   TROVERBS. 

2.  FAMILIAR  FRENCH  QUOTATIONS  AND  PROVERBS. 

3.  FAMILIAR   ENGLISH   QUOTATIONS. 

4.  A    HANDY    CLASSICAL   DICTIONARY,  for  Family  and 

School  use. 

5.  BIBLE   TRUTHS   WITH   SHAKESPEARIAN    PAREL- 

LELS,    showing   the   indebtedness   of  Shakespeare   to   the 
Bible. 

6.  A    HANDY    BOOK    OF    SYNONYMS,    containing  about 

33,000  English  words. 

7.  THE  SECRETARY'S  ASSISTANT  AND  CORRESPON- 

DENT'S   GUIDE,   showing  the  correct  mode  of  addressing, 
by  letter  or  otherwise,  persons  of  every  degree  of  rank. 

8.  THE  TOURIST'S  FRENCH  PRONOUNCING  HAND- 

BOOK,   giving   the  pronunciation   for  the  use  of  travellers 
who  have  little  or  no  knowledge  of  the  French  language. 

9.  REASONS   WHY   WE   BELIEVE  THE  BIBLE.     By  the 

Rev.  James  Copland,  M.A. 
[o.  TALES    FROM    SHAKESPEARE.     By  Charles  Lamb. 
A    DICTIONARY    OF    DAILY    BLUNDERS,    correcting 

mistakes  constantly  made  in  speaking  and  writing. 
RASSELAS.     By  Dr.  Johnson. 

ELIZABETH,    OR   THE   EXILES   OF    SIBERIA. 
(4.  REJECTED   ADDRESSES.     By  Horace  and  James  Smith. 
[5.  A   DICTIONARY   OF   ENGLISH    PROVERBS. 
[6.   PLUTARCH'S    LIVES    OF    ILLUSTRIOUS    MEN,    for 
Family  and  School  use. 
DE   QUINCEY'S   OPIUM   EATER. 

THE   STORY   OF   THE   NEW   TESTAMENT.      By  the 
Rev.  A.  Carter,  M.A. 

19.  A  HANDY  DICTIONARY  OF  MYTHOLOGY,  for  every- 

day readers  and  for  School  use. 

20.  MOORE'S   IRISH   MELODIES. 

21.  MOORE'S   LALLA   ROOKH. 
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FAMILIAR   QUOTATION    '^Y.^YE?,— continued. 

TRIPLICATE   VOLUMES,  tooled  and  coloured  edges, 
■^s.  each. 

1.  HANDBOOK  FOR  WRITERS  AND  READERS  (English). 

Comprising  Dictionary  of  Blunders  Corrected,  33,000  Syno- 
nyms, and  Secretary's  Assistant  and  Correspondent's  Guide. 

2.  REFERENCE    HANDBOOK    OF    FAMILIAR    QUOTA- 

TIONS, English,  French,  and  Latin. 

3.  LAMB'S   TALES    FROM    SHAKESPEARE,    RASSELAS, 

and  ELIZABETH. 

4.  REFERENCE  HANDBOOK  FOR  BIBLE  AND  GENERAL 

READERS,  comprising  Story  of  the  New  Testament,  Bible 
Truths  with  Shakespearian  Parallels,  and  Reasons  why  we 
Believe  the  Bible. 

5.  HANDBOOK    FOR    WRITERS    AND    READERS    (Classi- 

cal), comprising  Classical  Dictionary,  Plutarch's  Lives,  and 
Mythology. 


DUPLICATE   VOLUME,  Price  2s. 

Comprising  TOURIST'S  FRENCH  PRONOUNCING  HAND- 
BOOK,  with  PHRASES,  etc. 


Specially  Bound,  and  neatly  arranged  in  a  Box. 
Price  los.  6d. 

THE 
MINIATURE    REFERENCE    LIBRARY, 

COMPRISING  9  VOLUMES  OF  THE  ABOVE. 


1.  Latin  Quotations. 

2.  French  Quotations. 

3.  English  Quotations. 

4.  Classical  Dictionary. 

5.  Book  of  33,000  Synonyms. 


6.  Secretary's    Assistant   and 

Correspondent's  Guide. 

7.  Dictionary  of  Blunders  Cor- 

rected. 

8.  Plutarch's  Lives. 

9.  Dictionary  of  Mythology. 
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